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In this Issue 



This issue is devoted entirely to lightwave instrumentation, that is, instruments 
for testing, analyzing, and characterizing fiber-optic communications systems, 
the components of those systems, and the signals found in those systems. Lead- 
ing off the issue, the paper on page 6 summarizes the contributions of HP Labo- 
ratories to HP's lightwave instrumentation program. Many of the high-perfor- 
mance lightwave instruments designed at HP since the mid-1980s depend on 
photonics technologies developed or refined at HP Laboratories. These technol- 
ogies include quantum-well semiconductor lasers with low threshold current 
densities and improved temperature performance, extremely stable ring YAG 
lasers, tunable external-cavity lasers, optical isolators to protect lasers from 
reflections and backscatter, the first integrated optical modulator in a commercial instrument, high- 
speed photodetectors, a scheme to measure the state and degree of polarization of an optical signal, 
spread-spectrum optical time-domain reflectometry, and low-coherence, white-light interferometry lor 
resolving reflections less than a centimeter apart. In the remainder of this issue, some of these technolo- 
gies are seen again, playing important roles in the design of five different kinds of lightwave instruments. 

A potentially revolutionary development in fiber-optic communication system capacity is the use of 
wideband fiber amplifiers as repeaters. Because of the wide bandwidth of these amplifiers, many chan- 
nels separated by wavelength can be transmitted over a single fiber without the need to separate the 
channels at each repeater. Characterization of these amplifiers requires light at many wavelengths, 
which can be provided either by many light sources or by a single, tunable light source. Two tunable 
laser sources designed for such applications are described in the article on page 11. Based on funda- 
mental research done at HP Laboratories on external-cavity lasers, the two sources cover the two major 
fiber wavelength windows, the HP 8167A operating from 1280 to 1330 nanometers and the 8168A from 
1500 to 1565 nanometers. Two essential requirements for any tunable source are that it be tunable to any 
wavelength within its operating range and that it produce a single-mode or single-frequency output at 
each wavelength. Early external-cavity lasers had problems with both requirements, and it was the re- 
search done at HP Laboratories that worked out solutions (see page 35). The next step was to construct 
a reliable, hermetically sealed laser module, which meant dealing with tight mechanical tolerances and 
learning to make high-quality antireflection coatings (see page 32). To use this laser module as the basis 
for an external-cavity laser, problems of power stability, tuning linearity, and wavelength stability had to 
be solved. The optomechanical design, including the tunable diffraction-grating and side-mode filters, is 
discussed in the article on page 20, along with wavelength calibration. Temperature stabilization, power 
control, and power calibration are the subjects of the article on page 28. 

It's important to locate and measure reflections in optical components and systems because they can 
cause bad effects. For example, a laser may become unstable if the light it generates is reflected back 
into it. The size of a reflection is expressed as optical return loss, which is the ratio (in dB) of the incom- 
ing optical power to the optical power reflected by an optical component — the higher the return loss, the 
smaller the reflection. Two of the instruments in this issue are designed solely or partly to locate and 
measure reflections. Another is designed to measure the return loss of components connected to it 
without regard to the number of reflections or their locations. 

The HP 8504A precision reflectometer can locate and measure reflections within components. It has a 
75-dB return loss measurement range and can resolve reflections that are only 25 micrometers apart. It 
uses a method called white-light interferometry, which combines the 100-year-old Michelson interferom- 
eter and a light-emitting diode source. The light isn't really white, it's infrared, centered al 1300 or 1550 
nanometers. "White-light" simply distinguishes the broad-spectrum, low-coherence light used here from 
single-frequency, high-coherence laser light. The design of the HP 8504A is described in the article on 
page 39, while the principles of its white-light interferometry technique are explained in the article on 
page 52 along with practical considerations such as noise, polarization dependence, dispersion, and 
spurious responses. The latter article also compares various methods of measuring return loss, includ- 
ing optical time-domain reflectometry, optical frequency-domain reflectometry, and power meter meth- 
ods, giving the advantages, limitations, and uses of each method. On page 49 the design, fabrication, and 
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performance of the high-speed photodiodes used in the HP 8504A's polarization diversity receiver (a 
device that helps eliminate polarization dependence! are presented 

If instead of a small optical component you want to check out a fiber that's used for transmission, you're 
interested in losses and attenuation as well as reflections, and the distances involved are meters or 
kilometers instead of micrometers or millimeters. In this case, the instrument you need is an optical time- 
domain reflectometer, or OTDR. The OTDR is like an optical radar. It sends a pulse of laser light into the 
fiber under test and detects the reflected and backscattered light that returns from the fiber. Its display 
shows the locations and magnitudes of reflections and losses and the attenuation of the fiber. The HP 
8146A OTDR (page 60) is a full-featured fourth-generation OTDR that can automatically characterize 
either short-haul or long-haul fiber-optic links in less than ten seconds. It is configured for operation at 
1310 nanometers, 1550 nanometers, or both wavelengths by means of plug-in modules. Each module can 
be switched between a short-pulse, wideband mode for high-resolution short-haul measurements (less 
than 5 kilometers) and a longer-pulse, narrower-band mode for high-dynamic-range long-haul measure- 
ments. A key element in the HP 8146A's performance is a high-speed, flexible data processing system 
based on three custom gate arrays and a commercial digital signal processor chip (page 63). The data 
processing system makes selective use of techniques such as averaging, interleaving, variable decima- 
tion, and stitching to achieve various performance goals. The HP 8146A receiver (page 69) has short- 
haul, long-haul, and return loss modes and a -97-dBm rms noise level to support the instrument's 30-dB 
(optical) one-way dynamic range. The user interface (page 72) is designed for easy localization. It pro- 
vides the automatic scan trace capability for rapid fiber characterization, a return loss measurement 
facility, an algorithm that eliminates ghost reflections caused by too high a pulse rate, and printer control 
for easy measurement documentation. With an optional software package, a PC can be used to control 
the OTDR and do analysis and documentation, 

If you have an optical component and you simply want to make a precise measurement of its overall 
optical return loss, you can do it with a stable laser source, a coupler with low polarization dependence, 
an accurate reference reflection, and an accurate optical power meter. The article on page 79 explains 
an easy method for measuring overall optical return loss, discusses the sources of measurement uncer- 
tainty, and describes the HP 81534A return loss module, a plug-in for the HP 8153A optical multimeter. 
The return loss module is designed to work with a laser source module in the multimeter's other plug-in 
slot and the power measurement capability of the multimeter mainframe. It can measure return loss to 
60 dB at wavelengths from 1250 to 1600 nanometers. Measurements to 50 dB are accurate within 0.4 dB 
and measurements from 50 to 60 dB are accurate within 0.65 dB 

Information in a fiber-optic communication system is typically in the form of optical pulses — an optical 
carrier signal is intensity modulated by an electrical pulse train at rates from 100 to 2,500 megapulses per 
second (up to 20 gigapulses per second in developmental systems). A lot of information about the perfor- 
mance of a fiber-optic system can be obtained by demodulating the optical pulses with a lightwave de- 
tector and looking at the resulting electrical pulses with an oscilloscope. However, there's a trade-off: 
amplifying the detected waveform improves the sensitivity of the detector but degrades the accuracy of 
the detected pulse shapes. The HP 83440 Series lightwave detectors (page 83) are designed for custom- 
ers who want the best possible pulse accuracy and don't need high sensitivity. These detectors use 
unamplified high-speed HP photodiodes to demodulate light at carrier wavelengths of 1200 to 1600 nano- 
meters. Careful optical, electrical, mechanical, and manufacturing process development results in elec- 
trical bandwidths of 6, 20, and 32 gigahertz. The detectors mount directly on a sampling oscilloscope. To 
test and calibrate the higher-bandwidth detectors, new systems were needed, and HP engineers re- 
sponded with three different approaches: an optical impulse system, an optical heterodyne system, and 
an optical modulator system (see page 87). Photodetector frequency response measurements made by 
the three systems are in close agreement. 

R.P. Dolan 
Editor 
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Photonic Technology for Lightwave 
Communications Test Applications 



State-of-the-art fiber-optic, integrated-optic, bulk-optic, and optoelectronic 
devices and subsystems provide a technology base for high-speed, 
high-performance lightwave communications test instrumentation. 

by Waguih S. Ishak, Kent W. Carey, Steven A. Newton, and William R. Trutna, Jr. 



The fiber-optic systems ilial emerged during the decade of 
I he 1980s have revolutionized high-speed communications 
by competing very well with more traditional systems as 
cost-effective means for information exchange. These sys- 
tems can operate at speeds up to several gigabits per sec- 
ond, and experimental systems in Japan and the U.S.A. are 
aimed at 40-Gbit/s and 100-Gbit/s transmission rates. The 
development of high-performance optical components such 
as fiber amplifiers has resulted in communications networks 
With spans of hundreds of kilometers without elect ronic 
repeaters. These developments are continuing at research 
laboratories around the world and it looks very feasible to 
see installed > 10-Gbit/s fiber-optic communications systems 
in the near future. 

As the technology advances, the trends toward higher 
speeds, lower effective cost per bit and mile, and higher 
performance will continue. Designers of components, sub- 
systems, and systems for fiber-optic communications need 
in maximize the performance of each block In the systems 
and to minimize the adverse interactions among systems 
blocks. For this reason, the designers need new techniques 
and measurement tools to help them Garry out their work. 

At Hewlett-Packard, a major program to develop lightwave 
communications measurement solutions was launched in 
the mid-1980s. This program has resulted in an impressive 
set of. high-performance instruments including fault locators 
(optical time-domain reflectOmeters, orOTDRs), optical 
sources (fixed-wavelength and tunable sources), optical 
signal characterization instruments (power meters, signal 
analyzers, polarization analyzers, and spectrum analyzers), 
and optical component analyzers (precision reflect ometers 
and high-speed analyzers). 

The development of these instruments required an intensive 
R&D program at Hewlett-Packard Laboratories and at divi- 
sional R&D laboratories to identify and develop key enabling 
photonics technologies for these instruments. 

These technologies include integrated optic and optoelectro- 
nic devices as well as bulk-optic and fiber-optic components 
and subsystems. Some of these devices and subsystems have 
been used in some of the lightwave instruments described in 
this and previous issues of the HP Journal. ( (titer devices 
have been used as internal characterization tools. It is the 
purpose of this paper to give an overview of some of these 
key technologies. In the first section, we will review some of 
the basic technologies for optical signal generation. In the 



second and third sections, we will discuss technologies used 
for analysis of optical signals and characterization of optical 
components, respectively. Finally, we will briefly touch on 
two important characterization tools that made possible the 
development of high-performance photonic components. 



j. 5 "" 
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Fig. 1. lal Schematic cross section of the ('-GRIN-SCH multiple- 
quantum-well ridge waveguide laser, (b) Single-facet light output 
power of the device as a function of drive current. 
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Optical Signal Generation 

Generating an Optical Signal — Semiconductor Lasers Semicon- 
ductor laser diodes play a very important role in test instru- 
ments for lightwave communications. While it is possible to 
purchase certain kinds of laser diodes ( such as pigtailed 
distributed feedback lasers!, it is not always possible to ob- 
tain bare laser chips with specific parameters suited for use 
in lightwave subsystems. The use of quantum wells in 
AlGaAs/GaAs lasers has resulted in impressive reductions of 
threshold current densities and improved temperature perfor- 
mance. Since then, many groups have been working to ex- 
tend the quantum well technology to other material systems 
such as InGaAsP/lnP for long- wavelength ( 1.3 and 1.55 mm) 
applications with impressive results. At IIP Laboratories, as 
pan of our epitaxial material technology development, we 
grew ;ui(l fabricated graded-index separate confinement 
lielerostructure (GRIN-SOD quantum well ridge 1 anil buried 
heterosinieture (RH) lasers. Fig. 1(a) shows a cross section 
Of a ridge laser with four quantum wells and Fig. 1(b) shows 
the output-lighi-versus-threshold-ciirrent characteristic of 
this laser. 

Generating an Extremely Stable Optical Signal — YAG Lasers. 

Monolithic diode-pumped unidirectional ring YAG lasers 
have extremely narrow linewidths and single-mode output 
spectra This characteristic is useful for such applications as 
c oherent communications and heterodyne component test- 
ing. A ring YAG laser developed earlier at IIP Laboratories 
was very useful for the heterodyne characterization of high- 
speed photodetectors. For these and other applications, 
rapid tuning of the laser is desirable. Since the earlier ring 
laser was tuned by thermal expansion or by thermally 
stressing the crystal, the tuning speeds were relatively low. 
A two-piece piezoclectiically tuned ring laser, its design 
derived from the earlier One-piece ring laser, was devel- 
oped.-' This laser can be continuously tuned in milliseconds 
over more than 13 GHz. It consists of a YAG section and a 
magnetic glass section. The glass piece is mounted on a 
piezoelectric transducer. Ry driving the transducer at its 
fundamental resonance, the length of the gap between the 
YA(i and the glass sections is changed, resulting in a change 
in the Optica] path length of the laser. This path length 
change produces a change in the output frequency of the 
laser. The laser produces more than I mW of single-mode 
output power at 1338 inn when pumped with a30*mW 
AIGaAs semiconductor laser. I sing a P'/T (lead zirconale 
tt t anate) transducer, the laser was tuned over a 13.5-GIIz 
range with a tuning rate limited only by the -l.O-kllz 
frequency response of the PZT. 

Generating Tunable Optical Sources — External-Cavity Lasers. 

As the performance of optical components is improved, new 
and Improved measuring techniques and tools are needed. 
Particularly important are accurate measurements of the 
performance of components and systems as a function of 
wavelength. For example, with the rapid development of 
broadband erbium-doped liber amplifiers in communica- 
tions links, a widely tunable optical source is needed for 
wavelength characterization. The external-cavity semicon- 
ductor laser is a device that can satisfy this requirement. At 
IIP laboratories, we developed alignment-tolerant, single- 
mode, and widely-tunable external-cavity lasers in the 1.3 
and 1 .55-mni wavelength ranges. < >nc of the interesting con- 
figurations Of a grating-tuned external-cavity laser ( Fig. 2) 



GRIN Lens Prism Beam 




Fig. 2. Grating external-cavity semiconductor laser with a graded- 
uidex rod i-ollinmling lens and two silicon prism l>eam i-xpanders al 
Brewster angle incidence. 

Incorporates a gradient-index rod lens and a pair of silicon 
prism beam expanders. 1 This laser achieves the following 
objectives simultaneously: 

• Ability to operate at any extcmal-cavity longitudinal mode 
without tuning gaps 

• Stable feedback coupling between the laser diode and the 
external cavity 

• Narrow optical linewidth 

• A high degree of external cavity side-mode suppression 

• A very wide tuning range. 

The results obtained showed complete wavelength coverage 
over more than LOO nanometers with single-mode operation 
over most of the tuning range. The linewidth was less than 
1(10 kHz and the side-mode suppression ratio was greater 
than 70 dIJ. We also developed other external-cavity laser 
configurations to tune over wider tuning ranges and to en- 
hance the single-mode properties of the laser. < >nc of these 
configurations forms the heart of the HP 8107A and 8i(>8A 
tunable laser sources (see an ides, pages 1 1 and 20). 

Protecting the Optical Sources — Isolators. High performance 
optical isolators are playing an increasingly important role 
in lightwave instruments. Their purpose is to protect optical 
sources from reflections and backseat I ering that cause out- 
put Instabilities or unwanted changes in the output spectra 
of the optical sources. The IIP isolator combines mtile bire- 
fringcnl walk-off crystals and bismuth-doped yttrium iron 
garnet films (Ri-YIG) in a proprietary design that provides 
high isolation, low Insertion loss, high return loss, and polar- 
ization independence over wide wavelength and temperature 
ranges. 1 

Modulating the Optical Sources — Modulators. IIP is credited 
with developing the world's first integrated optic modulator 
for a commercial instrument application. •' The Mach-Zehnder 
lithium niobate (l.iNbl ) :( ) modulator used in the HP 8703A 
lightwave component analyzer uses titanium-diffused opti- 
cal waveguides and exhibits a bandwidth of more I ban 20 
GHz. The limitation on the bandwidth of this modulator is 
mainly the mismatch between the optical and microwave 
velocities. Building on the success of this 20-GIIz modulator, 
IIP Laboratories developed a new modulator con figuration' 
that is velocity matched to frequencies in excess of 50 GHz 
with excellent loss-drive ratio and contrast characteristics 
over the l,3-to-1.55-inm wavelength range. The modulator is 
a Mach-Zehnder type. It uses a thick-electrode, buffer-layer 
geometry Ibal results in a device that achieves almost exact 
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velocity matching to the optical index, maintains high Im- 
pedance, and has a very low voltage-lengi h product The 
Structure uses a narrow ground plane whose width is only 
Slightly larger than the electrode width, resulting in higher 
impedance and increased microwave velocity. This intro- 
duces an extra degree of freedom that allows exact match- 
ing of the optical and microwave indexes at a reasonably 
high impedance. The optical waveguides in the active sec- 
lion of the device are fabricated with a high enough index 
difference to be multimode at L3 mm. The input and output 
waveguide sections are reduced in width so as to be single- 
mode over the entire range from L.3 to 1.55 mm. The sym- 
metric, adiabatic nature of the Y junction connecting these 
two regions ensures that no coupling occurs lo the higher- 
order modes of I he act ive section. 

Several cuts of LiNbOy wafers were used to verify the design 
of this modulator and excellent agreement with theory was 
obtained. Fig. 3a shows a cross section of the modulator 
design and Fig. 3b shows the exceptional bandwidth charac- 
teristics of this device. Measurements showed more than 60 
GHz of bandwidth with a voltage-length product as low as 
8.3 volt-cm over the 1.3-to-1.55-mm range. 

Optical Signal Analysis 

Measuring the Amplitude of Optical Signals — Photodetectors. 

One of the first challenges facing IIP Laboratories designers 
was to develop a high-speed infrared ( 1200 to 1(500 nm) 
photodetector, which would form the basis for the optical 
receivers needed for many lightwave instruments. This 
required high-quality epitaxially grown layers of indium 
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Fig. 3. (a) Cross section of the microwave coplnnar modulator 
structure. (1>) Frequency response of a 1-Cftl x-ciil device. 



gallium arsenide ( InGaAs) on indium phosphide (inP) sub- 
strates and careful device design lo minimize spurious ca- 
pacitance and maximize the photodetector responsivity. For 
material growth, metalorganic chemical vapor deposition 
(MOOVD) was the method of choice because of the uniform 
thickness and low defect density in the grown films. A front- 
illuminated, circular, p-i-n device structure was chosen, and 
the layer thicknesses were designed lo produce Ihe 22-GHz 
response needed for the firsl -generation lightwave receiv- 
ers. The InGaAs/InP p-i-n pholodclector technology has 
been extended to develop and produce higher-frequency 
detectors (up to •>() GHz). < Mher work in GalnAs/InP photo- 
detectors has concent raled on special needs for extended 
wavelength response (000 to 1600 nm achieved), and cus- 
tom configurations such as a chip with two photodiodes 
with a precise separation for a polarization diversity re- 
ceiver. This dual photodetector is used in the HP 851 1 1 A 
precision reflect ometer (see article, page 39). 

Measuring the Polarization of Optical Signals — Polarimeters. To 

measure the polarization sensitivity of optical components, 
an efficient real-time technique for accurately measuring the 
slate of polarization and degree of polarization of an optical 
signal is needed. A scheme lo measure the slale of polariza- 
tion and degree of polarization in real lime was developed at 
IIP laboratories. This approach forms the basis for the IIP 
S50!IA lightwave polarization analyzer. The signal under lest 
is transmitted out of an optical fiber and diverges onto four 
mirrors in a specific arrangement. The reflected beams are 
processed using bulk optic components and I hen trans- 
formed into electrical signals by four phoiodelcctors to pro- 
duce the needed Stokes parameters.' From these parame- 
ters, the final stale of polarization is determined using 
electronic postprocessing. The results are displayed in vari- 
ous formats ( polarization ellipse or Poincare sphere) on a 
personal computer capable of providing the user with menu- 
driven software suited for several important polarization 
measurements. 8 

Optical Component Characterization 

The optical sources and optical receivers described above 
can be used to build optical component analyzers such as 
ihe HP 8702A and 8703A. 1110 These instalments are broad- 
band optical subcanier network analyzers that are capable 
of measuring the PF' Response of optical or optoelectronic 
components and networks oul lo a frequency of 20 GHz in 
the case of the HP 8703A. By calculating Ihe inverse Fourier 
transform of these responses, a time-domain picture of the 
network under test can be obtained. Thus, these instruments 
can also serve as optical frequency-domain reflectometers 
(OFDRs) that are capable (in the case of the IIP 8703A) of 
resolving reflections spaced less than a centimeter apart . 

Coherent FMCW (frequency modulated continuous wave) 
reflect ometry techniques can provide high sensitivity 
coupled with high resolution. Using tunable miniature YAG 
lasers, we were able lo implement an FMCW rcfiectomeler 
capable of resolving reflections spaced 5 cm apart. 
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Some reflectometry applications require thai a user be able 
to look inside of a component, that is. to resolve reflectioas 
that are spaced less than 1 mm apart. The HP S504A preci- 
sion reflect ometer (see article, page 39) was developed in 
response to these needs. This instrument is based on the 
well-known principle of white-light interferomctry. in which 
coherent interference between reflections in each of two 
arms of an interferometer can l>e detected only if their dis- 
tances to the splitting and recombining point are equal, to 
within the coherence length of the source. By locating the 
device under test at the end of one interferometer arm. scan- 
ning the position of a reference mirror at the end of the 
other, and detecting the positions where coherent interfer- 
ence takes place, the instrument effectively scans through 
the device under test, mapping out the positions and ampli- 
tudes of reflections. By using a broadband source with a 
short coherence length, reflections spaced less than ">0 mi- 
crometers apart can be resolved. Using proprietary calibra- 
tion techniques, accurate measurements of reflection ampli- 
tudes as small as -.HO dB can be obtained. This resolution 
and reflection sensitivity are orders of magnitude better 
than those of other commercially available reflcctometers. 

The research team at HP l-aboratories is a world leader in 
this technology. Early in 1992, they reported a reflectomctry 
experiment 1 ' in which they demonstrated a world-record 
reflection sensitivity of-148 dB as shown in Fig. 4. 

Characterization Tools 

Two important characterization tools made possible the 
development of I he photonics dev ices mentioned in this 
ail icie. The first is photoluminescence and the second is 
elect rooptic sampling. Photoluminescence (continuous 
wave and time-resolved) is used to characterize III-V com- 
pound semiconductor epitaxial films and is crucial lo the 
development of high-quality films. For example. Fig. 5 
shows time-resolved photoluminescence from AIGalnP 
structures for five excitation energies. The persistence of 
the long decay times at the low energy levels indicates high 
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Fig. 5. Photoluniinescence data for AlGahil 1 quantum wi'll devices 

material quality. This AlGalnP is used in HP's new high- 
brightness yellow and orange LEDs. 

Fleet roopt ic sampling is a tool for characterization of high- 
speed devices. It was very important to the time-domain 
characterization of the InGaAs photodetectors. At IIP Labo- 
ratories, we continue to invest in photoluminescence mea- 
surements and elect rooptieal sampling to enhance their 
capabilities. 

Conclusions 

The success of the Hewlett-Packard lightwave instruments 
program is due in part to the strong photonics technology 
base at HP laboratories and the healthy coupling and inter- 
action between IIP Laboratories and the div isional R&D 
programs. This interaction will continue lo be an integral 
factor in the success of the program and the new products 
that are yet lo come. 
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Cover 

The colorful object shown in the background is a diffraction grating, a piece of glass with 1200 grooves 
per millimeter etched into its surface. In the new HP tunable laser sources, turning such a grating 
changes the wavelength of the light generated by the little laser module in the foreground. The laser 
light in this photo is simulated, of course; the real light is infrared and wouldn't be visible. 



What's Ahead 

The April issue will present the design stories of six products or groups of products: 

• The HP 8370 Series and HP 70340 Series synthesized signal generators 

• The HP 87350 Series sweep oscillators 

• The HP 8133A 3-GHz pulse generator 

• The HP 64700 embedded debug environment for the HP 64700 emulator system 

• The HP 3569A portable real-time frequency analyzer 

• The HP LanProbe II implementation of the Remote Monitoring Management Information Base 
(RM0N MIB) of the Simple Network Management Protocol (SNMP) 
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Tunable Laser Sources for Optical 
Amplifier Testing 



Two models of laser sources tune over wavelength ranges of 50 and 65 
nanometers using grating-tuned external-cavity lasers with precisely 
controlled wavelength and power level. They are designed for testing 
wideband components such as erbium-doped fiber amplifiers. 

by Bernd Maisenbacher, Edgar Leckcl, Robert Jahn, and Michael Pott 



Recently there has been great interest in using erbium- 
doped fiber amplifiers (EDFAs) as repeaters in lightwave 
transmission systems. These optical amplifiers are attractive 
alternatives to regenerative optoelectronic repeaters be- 
cause they can amplify any optical signal within their band- 
width, independent of Ihe modulation format, the bit rate, 
and I lie wavelength. Similar results can be obtained with 
semiconductor amplifiers, which are mainly used for the 
1300-nm transmission window, and with praseodymium- 
doped fiber amplifiers. 

The signal bandwidth of these optical amplifiers is extremely- 
wide because the carrier is light. Therefore, their installation 
is expected to bring about a new revolution in optical com- 
munication system capacity. Many channels separated by 
wavelength can now be independently transmitted over a 
long piece of fiber without the need to separate these chan- 
nels at each repeater. The channels are combined in the 
transmitter and redistributed at the receiver terminal by 
wavelength division multiplexers ( WDMs), as shown in Fig. 
I. Willi the WDM technique, the capacity of an installed fiber 
With EDFAs as repeaters can be enhanced by a factor of 10 
or even 100. 

When many EDFAs are cascaded, they must lie extremely 
well-characterized so that their overall performance can be 
predicted. In WDM applications, each transmission channel 



should have nearly the same gain or loss performance at Ihe 
receiving end, even after going through many amplifiers. 
Therefore, each amplifier must be characterized for gain, 
noise, and saturation level as functions of wavelength. This 
requires either many semiconductor light sources with 
different wavelengths or one tunable light source. 

Lasers normally emit light ai well-known and fixed wave- 
lenglhs. A tunable laser, on the other hand, lets you select 
Ihe wavelength. There are several ways of building tunable 
lasers, bul for Inning ranges greater than 50 nm, which is the 
minimum required to characterize an EDFA system, only- 
lasers with external cavities as resonators and diffraction 
gratings as wavelength selectors are suitable at (his time. 

Based on fundamental research done at IIP Laboratories on 
external-cavity lasers, (see article, page 365, two tunable 
laser sources have been developed (see Fig. 2). The IIP 
81G7A operates over the wavelength range from 1280 to 
1330 nm and the IIP 8108A operates from 1500 to 1566 nm. 

Fig. 3 shows the opera) ing ranges of the two lunable laser 
sources, the Iwo fiber windows, Ihe components Ilia) need 
to be characterized in each window, and Ihe types of wave- 
length dependence that need to he measured. Pot character- 
ization of passive components like filters, couplers, and 
wavelength division multiplexers, a lunable laser source 
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needs a wide lulling range and line wavelength resolution. 
For liber amplifiers, low signal noise, high output power, 
and a single lasing mode are the dominant requirements. In 
general. Tor bolh production and R&D applications, custom- 
ers want a power-stabilized output, a fast tuning speed, no 
reflections from Hie inslnimcnl output, niggedness, and 
reliability. 

Design Challenges 

External-cavity lasers are in principle very sensitive to ex- 
ternal influences. Temperature changes cause changes in 
the length of the external resonator, which change the fre- 
quency of the standing waves. The required wavelength 
stability an external-cavity laser is on I he order of 100 
Mil/, or 1 picomelcr within 1 hour. How I his is achieved is 
described in I he article on page 20. 

Reliability is hard to measure, but precautions such as 
hermetically sealing the semiconductor laser chip so that 
humidity can't destroy it can help ensure a long lifetime for 
the instrument The design of the laser module Tor the tunable 
laser sources is described the article on page 32. 

For the required Inning range of more than 50 run for the 
l.'300-nm window and more than 65 nm lor the 1550-nin win- 
dow, the semiconductor laser material must have a wide 
gain characteristic. A perfectly matched optomechanical 



assembly and a high-reflection grating are also necessary. To 
get the highest possible Outpul power, low loss is required, 
bolh in the lenses and for the coupling into a 9-um single- 
mode fiber. A wavelength resolution of belter than 1 pm is 
necessary for the evaluation of optic al filters with a very 
narrow bandpass characterislic. such as etalons and Fabry- 
Perot filters. How these requirements were met is described 
in the article on page 20. 

Low signal noise in a tunable laser requires that Hie laser 
cavity be isolated from any backreflections by blocking the 
backward traveling light with a double-stage isolator. Espe- 
cially in EDFA applications, weak optical terminations have 
to be avoided because of i heir backreflections. which can 
form cavities with other reflection sources and can cause 
interference ripple on the measurement signal, thereby in- 
creasing the measurement uncertainty. High return loss is 
therefore required at the output of a tunable laser source. 

The hardest goal for the design was to achieve a fast tuning 
speed. For steps below 1 nm a total settling time of better 
than 200 ms is required. Within that timeframe the new 
wavelength and power level has to be settled and stabilized 
at the output of the instrument. The design team optimized 
the task sharing between the microprocessor software and 
the electronic circuitry and achieved a settling time of better 
than [50 ms. 
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Fig. 4. Overall block diagram of the HP 81I57A and 81(i8A tunable laser sources. 




A pure single-mode laser outpul is needed. This means t lint 
spontaneous emissions of the laser and the side modes of 
the laser chip have to suppressed as much as possible. A 
side-mode suppression ratio of belter lhan 40 dB is required. 
This number is very important in EDFA applications, where 
the amplified spontaneous emissions of the pumped erbium- 
doped fiber have to be measured for calculation of the gain 
and noise figure in transmission systems. 

Architecture 

Precise motor drivers, dedicated hardware, and robust cal- 
ibration contribute to the performance of the IIP 8167A and 
8H38A tunable laser sources. Performance is measured in 
three dimensions: power, wavelength, and time. Wavelength 
accuracy, repeatability, and linearity depend mainly on pre- 
cise motor drivers and their calibration. Power flatness and 
repeatability depend on a high-resolution digilal-to-analog 
convener (UAC) ami calibration. Wavelength and power 
stability over lime is achieved by hardware and software 
control loops. Fast tuning speed is achieved by optimizing 
motor driver speed and processing lime. 

Fig. 1 shows the block diagram of the instrument. The main 
part is the optoblock. which contains all the optical compo- 
nents (see article, page 20). There are two microprocessor 
boards, two motor driver boards, and an analog driver 
board. All boards are connected via the instrument device 
bus. The microprocessor supports the keyboard, display, 
HP-IB (IEEE 488. £EG 025), and memory card directly. 

To rotate the grating lo change the laser wavelength, a pre- 
cise stepper motor wilh a control board is used. The side- 
mode Tiller (a Fabry-Perot etalon) and the optical attenuator 
are moved with dc motor/encoder setups and the necessary 
drivers. The laser control board hosts the current conlrol for 
the laser diode and the power monitor loop. The laser chip 



is temperature stabilized with the help ofa Peltier cooler. 
The optoblock is also temperature stabilized. 

Grating Drive 

The grating drive is responsible for the wavelength resolu- 
tion and the absolute wavelength accuracy of the instru- 
ment. A stepper motor with a micrometer leadscrew is used. 
Microstepping ( 10,1100 microsteps/rev) provides a mechani- 
cal resolution of 50 run. A lost -motion compensation func- 
tion minimizes mechanical backlash and hysteresis effects 
and provides a bidirectional repeatability of ±100 nm over 
the entire range of travel. Acceleration ami velocity can be 
chosen independently. 

The stepper motor loses its current mechanical position after 
a power shutdown. To gel an absolute reference point for 
I be system an initial position is necessai-y. At power-on the 
stepper motor finds its initial position within ±100 nm wilh 
the help ofa precision Switch. This results in a absolule 
wavelength accuracy of better than 0. 1 nm. Fig, 5 gives an 
overview of the key components of the grating drive. 

The processor chip (a Z8) controls all elementary move 
ments of the motor and communicates directly with the 
instrument device bus. the velocity and acceleration 
counter, the memory, and the DACs. The DACs control the 
two phases of the motor via power amplifiers. The switch 
indicates the zero position. Fig. (1 shows an example of the 
repeatability and accuracy of the Stepper motor system. 

Side-Mode Filter Drive 

The side-mode filler, a Fabry-Perot etalon, guarantees 
single-mode operation of the laser over I he tuning range. It 
has lo be well-synchronized with the grating drive, The side- 
mode filler drive consists ofa dc motor and an encoder with 
1021 tracks. Fig. 7 shows the block diagram of Ihisarrange- 
ment. The motor controller chip is Connected directly to the 
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instrument device bus. The encoder signal is fed directly to 
the chip and the motor is driven by a bridge driver. 

The motor controller profile generator lets the designer 
choose the acceleration and maximum velocity of the sys- 
tem. The maximum acceleration depends on the mechanical 
setup and the motor, and the maximum velocity depends on 
the encoder detection speed. Fig. 8 shows typical velocity 
profiles. 

In our case we work in the position mode and therefore 
curve 2 in Fig. 8 must be used whenever possible to achieve 
the fastest moving speed. The velocity profile is compared 
with the encoder signal at every sampling point. The digital 
I'll) (proportional integral derivative] filter allows control of 
the behavior of the loop. The motor should follow the profile 
within one sample time to get the best tuning speed and 
transient behavior. The transfer function of the digital filler is: 

ii 

U(n) = K p e(n) + Kj J£ e(k) + K^eln') - e(n' - 1)], 
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Fig. 6. Repeal ability and accuracy ofthe stepper motor system. 



where n is I he current sample number. For calculating the 
derivative term, the current samples can be used, but often 
it is possible to use sample values taken several sample 
times earlier. Thus, sometimes n' = n. but usually n' *n. 

The system is optimized for zero position error, no chatter in 
the final position, and minimum moving time. Typically, the 
final position will be within ±1 count ofthe desired position 
1011% of the lime and will exactly match the desired position 
99.9% of the lime. The moving time is typically 100 ms. 

Optical Attenuator Drive 

The optical attenuator provides an attenuation range of -10 dB 
with a resolution of 0.1 dB. The attenuator drive has the same 
arrangement as the side-mode filler drive, but the motor en- 
coder has only 512 tracks. This drive is optimized for a max- 
imum overshoot or undershoot of ±0.03 dB (approximately 
+1 count). 
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Fig. 8. Velocity profiles of the motor controller. 

Microprocessor Hardware and Firmware 

The main objectives in the firmware and microprocessor 
hardware design and development of the HP 81 OTA and 
81G8A tunable laser sources were an easy-to-handle firm- 
ware update capability, a flexible user interface for future 
extensions, and all preparations necessary for integrating 
the instruments into an automated measurement environ- 
ment. We w anted to make it easy to satisfy future customer 
requirements by enhancing the instruments' capabilities 
with additional options. 

Microprocessor Hardware 

Fig. SI gives an overview of the processor hardware. The 
main functional blocks are: 

• A 68000 CPU with logic for clock and reset generation, 
address decoding, and wait stale generation. The number 
of wait cycles of the I/O (e.g., for the HP-IB) can be selected 
at execution time by using different access addresses. 

• Up to 1.5M bytes of memory (flash EPROMs, static KAMs), 
sufficient for later firmware add-ons. 

• Additional battery-buffered RAM for storing nonvolatile 
information such as parameter settings. 

• Interface for connecting memory cards to the instrument. 



• Special boot logic for downloading firmware from memory 
cards at power-on. 

• Dot matrix display (256 by 64 pixels) for a flexible and 
attractive user interface. 

• HP-IB (IEEE 488. IEC 625) interface with controller 
capabilities. 

• Easy-to-use interface bus with interrupt capability for con- 
necting other electronics (e.g.. motor control, laser control) 
to the processor. 

• All electronics necessary for making the instrument behave 
like an MSIB* mainframe. 

Firmware Updates 

The conventional practice for embedded firmware for stand- 
alone Instruments is to put the compiled and linked firm- 
ware into EPRO.Ms. These memories are duplicated in pro- 
duction and plugged into the individual instruments. If the 
firmware has to be replaced during firmware development 
or later at the customer location, it is a very time-consuming 
and expensive process. 

To avoid these disadvantages we use flash EPROMs, allow- 
ing in-system programming. The only difficulty was to get 
the firmware into these memories without having any firm- 
ware code already in the instrument, that is, without a boot- 
strap loader. The solution was to supply the hardware with a 
boot switch capability used in conjunction with a memory 
card (see Fig. 10). 

When the instrument is switched on, the flash EPROMs be- 
gin at address 0, where the CPU starts working. This is the 
normal case, but it only works if there is already firmware in 
the EPROMs. To get the firmware transferred to the Hash 
memory, we use a memory card. With the memory card in- 
serted, pressing a certain key combination on the front 
panel during power-up switches the address decoding so 
that the CPU stalls executing the firmware on the memory 
card, which now lies at address 0. 



Modular System Interface Bus. the internal bus of the HP Modular Measurement System, now 
an ripen standard 
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Fig. 10. Boot swilching logic makos il possible lo bool the firmware 

from a memory cord instead of EPROM. 

The firmware recognizes thai il is running Oil the memory 
card and starts a special download function for copying it- 
self to the Hash EPROMs. When the copying is complete, the 
memory card is removed from the slot and the instrument 
boots normally, now disregarding the firmware download 
function. This can be done as often as needed. 

I sing this leal ure during the development of the instruments, 
we were able offer short response times for updating ail 
development instniments with prerelease firmware revisions 
for lesting and special purposes. 

User Interface 

The goal of the user interface development was to make the 
input of parameters from the front panel and feedback to 
the user on the display as intuitive as possible. 

Main keyboard functions are grouped (data entry, parameter 
selection, softkeys) and the most important functions have 
hardkeys of different sizes associated with them. The main 
tasks can be done directly (e.g., switching Ihe laser on and 
off), while oilier features are reachable with softkeys (e.g., 
sw itching the modulation on and off). 

The programmable dot matrix display has a resolution of 
2">(> by l>l pixels and supplies various output capabilities 
such as different character sizes, small curves, and scroll 
boxes. Fig. 1 1 shows some examples from the wide range of 
display organizations. 

The softkeys together with the graphic display offer consid- 
erable flexibility for adding firmware options when new user 
interface requirements occur in the future. 

Firmware Development Environment 

The firmware was coded using IIP StOltO workstations in a 
local area network. The programming language was G. IIP 
(I-KIOO emulators, together with tools such as a high-level 
language debugger, were used for developing, lesting, and 
debugging the firmware. 
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Fig. 11. Examples of display formats. 

The libraries used were a real-lime operating system for 
embedded systems and a driver for programming the HP-IB 
according to the IEEE 488.2 standard. 

Firmware Structure 

Fig. 12 shows the general firmware structure. The platform 
on which the firmware is built is the real-time operating sys- 
tem. The main task of the firmware is to react to asynchro- 
nous environmental events (keyboard, rotary pulse genera- 
tor, HP-IB. etc.). It processes Ihe inputs and stimulates the 
hardware (motors, laser control) accordingly. 

The low-level drivers are used lo access the hardware 
( A I it's, motor control, display, etc. ). They separate the 
higher functionality (data input, data verification, etc.) from 
the hardware dependent routines. 

The instrument database saves all parameter values and 
accompanying limits, the instrument state, and the ealibra- 
I ion data li is divided into two identical parts, one foi the 
hardware processes and another for the user interface pro- 
cess. All data exchange between processes is done by 
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means of mailboxes. Information hiding techniques are used 
to avoid direct (uncoordinated) accesses. 

The task of the timer process is to manage some software 
timers by the use of a single hardware timer interrupt. Tim- 
ers are used for data input timeouts and for guaranteeing 
constant sampling rates for the various control tasks (e.g., 
for stabilizing the tempera! tire). 

The keyboard. RPG (rotary' pulse generator), and HP-IB 
processes are the firmware interface to the user. They ac- 
cept inputs (e.g.. a pressed key) and generate outputs (e.g.. 
response strings from the HP-IB). 

.Ml input is reported to the control process. The application 
process is responsible for managing the wavelength sweep. 

All message traffic from the other processes ( keyboard, mo- 
tor control, etc. ) is coordinated by a single process called 
the coordination and user interface process. Its job is to 
synchronize the various input and output requests. After 
processing (e.g.. display output ), these messages are distrib- 
uted to the correct destination processes. This ensures thai 
conflicts are avoided when there are multiple requests for 
the same parameter at the same time. It also allows things 
like setting the wavelength via the HP-IB while the sweep is 
running. 

The main tasks of this complex process are: 
Receive incoming messages from all other processes 
( keyboard, IIP-IB. motor control, etc.) and analyze them 
Distribute handshake messages for synchronization 
purposes (e.g., to unblock the wailing HP-IB) 
Update the display, if necessary 
Supply editor functionality for all parameters 

check parameter limits 

Convert values (e.g., from watts to dBm). 

The measurement and motor control process converts pa- 
rameter inputs (e.g.. wavelength) into a hardware response 
(set the wavelength, control the laser chip, etc. ). Its tasks are: 
Set the wavelength 
Set the laser power 
Set the attenuation 
Turn the laser on or off 
Turn the modulation on or off 
Set the modulation frequency. 

To perform these tasks the measurement and control pro- 
cess has access to all necessary devices (grating, elalon. 
attenuator, ADCs, and DACs). 

Hardware Drivers 

The hardware drivers are implemented in a three-layer shell 
model (Fig. 13). 

Level 0 only reads or writes a byte value from or to a 
specified address. 

Level I specifies this address and makes it possible to read 
or write any device register in one-byte, two-byte, or four- 
byte mode ( byte, word, long). For example, reading a grat- 
ing position needs a four-byte access. A status register can 
be read in a one-byte access. 

Level 2 realizes the individual features of every device. This 
level implements functions such as driving a motor, selling a 
DA( ', and reading an ADC value. 




Fig. 13. Tliree-layer shell model uf die hardware drivers. 



There is no access from level 2 directly to level 0. All such 
accesses take place through level 1. 

Every hardware driver can be debugged without an emula- 
tion station. It is only necessary to set the access flag via the 
IIP-IB for the driver and the level you want to watch. 

Setting the Wavelength 

When a new wavelength is selected, the control process 
performs the following functions: 

• Calculate the new grating position 

• Calculate the new elalon position 

• Calculate the new attenuator position 

• Calculate the new power DAC value 

• Move the grating motor 

• Wail until the grating target position is reached 

• Move the elalon motor 

• Wait until the elalon target position is reached 

• Move the at tenuator motor 

• Wail until the attenuator target position is reached. 

For wavelength changes smaller than 1 nm, this process 
takes less than 150 ms from initiation until stable power is 
available at the output. 

Achieving Ibis inning Speed was a major challenge. The eta- 
Ion and attenuator motors need moving limes between 60 and 
200 ms. The grating motor needs between 100 ms and 20011 
ms. The calculation lime for the new motor position and the 
new power value is between 00 ms and 120 ms. These cal- 
culation limes essentially depend on floating point operations 
for a linear interpolation algorithm between calibration 
points. Displaying the new wavelength and the new power 
lakes about -JO ms. The processing of these procedures one 
after another generates a delay of more than ■">()() ms. For 
large wavelength steps (more than 50 nm) the tuning speed 
Of the grating is the dominant factor. In these cases the tun- 
ing time reaches 1 to 2 seconds. However, for wavelength 
sleps less than 10 nm. parallel motor processing and fast 
calculation can greatly reduce the tuning lime (Fig. I I) 
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Fig. 14. WavHetiKtli limine; tune 
is minimized by parallel processing 
and motor movement. 



Calculation Time. A now wavelength requires a new motor 
position. The firmware first finds (he (wo points in (he cal- 
ibralion dala t hut bracket the new wavelength. To calculate 
the new position, il perforins a linear interpolation between 
the calibrated base points: 

y = mx + b 

ybQse point 2 — yfoaso point I 

m = — — . 

Xba.sc* point 2 *base point I 

The slope m between two calibration base points does not 
change, so (his slope needs to be calculated only once, in 
the boot phase. This and the use of integer operations 
instead of floating-point operations help reduce the calibra- 
tion time per motor to 5 ms from the 20 to 40 ms it would 
otherwise take. 

Motor Processing Time. All motors (grating, etalon. and atien- 
tialor) are able lo alert the processor by an interrupt when 
they have reached their target position. The firmware begins 
to calculate the grating position and starts to move the grat- 
ing. After this, it calculates the etalon position and starts the 
motor, and the same for the attenuator motor. 

While the motors are searching for their (argei positions, 
there is enough lime lo calculate the new power. Update the 
display, and react to keyboard requests. 'Hie new wavelength 
setting is complete when all motors signal that (hey have 
reached their large! posilions and stable power is available 
at the output. 

Measurement Features 

The Maximum Power Curve 

Because of different laser chip characteristics, every HP 
8167A and SKiSA tunable laser source has a different powcr- 
versus- wavelength behavior. In some applications, the user 
may want to choose values outside (he specified wavelength 



tuning range and the specified output power limits. These 
wider ranges may be oul of specifieaUon, bu( suitable for 
(he customer's specific needs. 

To give the user a quick overview of the individual instru- 
ment's behavior, the instrument's power-versus-wavelength 
characteristic can be shown as a curve on the display. Fig. 
15 is an example of this feature. 

Wavelength Sweep 

Besides the normal operation of selecting single wavelength 
values, the user can tune over a given wavelength range to 
automate measurements — for example, to measure the char- 
acteristics of a filler. When entering the sweep mode, the 
user can select and specify different sweep parameters by 
means of a pulldown menu (Fig. Hi): 

• Wavelength start value 

• Wavelength stop value 

• Wavelength step size 

• Dwell time for the wavelength steps 

• Number of cycles the sweep will execute. 

Thi' sweep direction can be reversed by simply exchanging 
the start and stop values. The sweep can run automatically, 
or by a keypress for every wavelength step for manually 
stepping through a specified range. In automatic sweep 
mode, each time the wavelength has settled, a trigger signal 
appears at the modulation output plug and the power and 
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Fig. 15. Eac h instrument ran display its maximum power 88 a 
function of wavelength. 
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Fig. 16. Menu for entering wavelength sweep parameters 



wavelength are held for the specified dwell time before the 
next wavelength value is set. 

A power search algorithm (optional keystroke) looks for the 
maximum power available in the given sweep range, which 
guarantees constant power for the sweep. 



Online Help 

Online help texts supply detailed information about selected 
instrument topics, such as warning messages or working 
with the sweep application. For example, the user can get 
an explanation of the EXCESSIVE warning message without 
hating to search through the manual (see Fig. 17). 

Specific help is selected by walking through a select box, 
which contains a list of keywords for which help is available 
The help texts can be of any size (more than one display- 
page) and are easily expanded. 
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Fig. 17. An example of online help explaining the meaning of the 
EXCESSIVE warning. 



Correction 

On page 103 of the December 1992 issue, the last two lines 
in the second column were missing. The complete paragraph 
reads: 

Multiplexing the SCSI Bus between Nexuses 

A device that disconnects fiom the SCSI bus during long delays in I/O processing 
enables other SCSI devices to use the bus. When the bus is relinquished by a given 
I/O process nexus, another I/O process nexus can connect to the SCSI bus and use 
it while the disconnected device continues I/O processing at the samB time. 
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External-Cavity Laser Design and 
Wavelength Calibration 



Sophisticated tuning and calibration methods coordinate the effects of a 
diffraction grating wavelength selector and a Fabry-Perot etalon side- 
mode suppression filter to ensure accurate wavelength selection and 
single-mode operation in the HP 8167A and 8168A tunable laser sources. 

by Emmerich Miiller, Wolfgang Reichert, Clemens Riick, and Rolf Steiner 



To achieve (he required t lining performance for the HI' SI 07 A 
and S10SA lunahle laser sources, it was decided to develop a 
tunable laser based on a semiconductor laser chip with an 
external cavity. There are several ways of building tunable 
lasers. For example, a three-electrode distributed feedback 
laser can be tuned over a wavelength range of approximately 
10 run, However, for tuning ranges of 50 run or greater, lasers 
with external cavities as resonators and diffraction gratings 
as wavelength selectors are the solution of choice for most 
measurements. These lasers are called grating-tuned external- 
cavity lasers. 

External-cavity lasers have been known as tunable sources 
for a long time and are often used in lab measurements, but 
have some disadvantages, such as i r power stability, inn- 
ing linearity, and wavelength stability. The goal of the tun- 
able laser source development was to develop a stand-alone 
Instrument without these shortcomings of existing external- 
cavity laser designs. 

The two models of IIP tunable laser sources are in principle 
built the same way. Both instruments are exlernal-cavity- 
l lined laser sources. The differences are only in the gain 
media and some of the optical components. For the IIP 
8167A the gain is centered at about L310 ran and the optica] 
components are optimized for a wavelength range of 1250 
run to 1350 ran. In the IIP8108A. the maximum gain of the 
laser chip is centered at approximately 15-10 run. To cover 
the wavelength range from 1 170 inn to 1505 nrn with one 
instrument, the HP S108A uses a laser chip that is selected 
to optimize several parameters. Fig. 1 gives an overview of 
the architecture and the major components. 



Laser Cavity 

The gain medium is a conventional laser diode in which the 
internal laser Fabry-Perot resonator is disabled by an antire- 
Qection coating on one laser facet. The coaling design and 
performance are described in the article on page 32. The 
resonator is then rebuilt by adding an external reflector, the 
diffraction grating. The grating acts both as a plane mirror 
and as a wavelength-selective element. 

The performance of an external-cavity laser is determined to 
a large extent by the external cavity. The laser output power, 
single-mode operation, tuning linearity, and wavelength sta- 
bility are all are strongly related to the components used in 
the external resonator. Because of the temperature depen- 
dence of these components, the cavity and the laser chip 
have to be temperature stabilized. 

For good performance, the external feedback from the cav- 
ity has to be as high as possible. Typical values in the cur- 
rent design are 20% to 3096. This means that the external 
resonator has roughly the same reflectivity as the former 
Fabry-Perot cavity. (The laser chip facet reflectivity is a re- 
sult of Fresnel reflections. The reflectivity calculated from 
Fresnel's law is approximately 31%. ) 

The collimating lenses shown in Fig. 1 are needed because 
the laser chip emits a divergent output beam. The beam di- 
vergence (full angle at half maximum) of a laser can be as 
high as 45 degrees for conventional lasers. To capture most 
of the emitted light the lens has to be designed to handle 
numerical apertures up to 0.4 and it is required to have a 
controlled wavefront alienation belter than A74. 
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Fig. 1. B|n< k diagram of (he tun- 
able laser in the HI' 8167A and 
8168A tunable laser sources. 
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The cavity design also includes a side-mode filler, which is 
needed to guarantee a high side-mode suppression ratio. The 
side-mode filter is a very narrowband wavelength filter that 
increases the wavelength selectivity compared to just a dif- 
fraction grating alone. Its operating concept and how it 
improves the performance of the external-cavity laser are 
explained later. 

The control and calibration required to tune the side- 
mode filter and the grating synchronously were a signific ant 
challenge- The details are explained later in this article. 

Principle of Operation 

Fig. 2 shows the interaction between the gain medium, the 
resonator, the side-mode filter, and the diffraction grating. Il 
also shows how variable wavelength selection is achieved. 
The grating is tuned by rotation, so the wavelength where 










The 





Result: 
Tunable Laser 



Fig. 2. Variable wavelength selection and side-mode suppression in 
tin- external-cavity laser. 



the reflection is maximum is dependent on the angle of inci- 
dence of the emitted laser beam. The extemal-ca\ity laser 
resonator with its comb-like filler characteristic will allow a 
large number of possible lasing wavelengths. These possible 
lasing modes are called "cavity modes." The spacing be- 
tween two modes is determined by the resonator length and 
can be calculated. The cavity length is chosen according to 
the needs of the other optical components and of some spe- 
cific applications where the cavity mode spacing is impor- 
tant. The mode spacing is about 0.019 run, corresponding CO 
Af = 2.5 GHz at a center wavelength of 1540 nm. 

The diffraction grating filler bandwidth is determined by the 
optical beam diameter, the mechanical layout of the filter, 
and the spacing of the rulings. This is optimized for the ex- 
ternal cavity requirements and for manufacturability. In 
practice, there is a trade-off between wavelength selectivity, 
reflection efficiency, and manufacturability. A selectivity of 
about 1 nm FWHM (full width at half maximum ) gives good 
performance with this design. 

From Fig. 2. it Ls easy to see that with just a diffraction grat- 
ing filter, a more or less undefined mode is selected. Looking 
al the external-cavity mode spacing and the filter character- 
istic of the diffraction grating, il clear that a single-mode and 
stable laser output is nol guaranteed. The result would be 
weak tunabilily and poor wavelength repeatability. Several 
modes have comparable gain conditions and are able to 
lase. This is one of the sources of mullimoding and gives a 
high degree of instability. This might be less of a problem if 
the laser had an absolutely smooth and fiat gain characteris- 
tic, but this is unrealistic and would require a perfect anti- 
reflection coaling. In practice, there is some ripple in the 
laser gain characteristic, and although it is low in this case, 
it was still a big problem. 

To improve the wavelength selectivity of the external cavity, 
the side-mode filler is added to the cavity. The requirements 
for this filler were at least 10 limes higher selectivity than a 
stand-alone grating, nearly no feedback loss, reasonable com- 
ponent cost, and easy wavelength tunabilily. A solid glass 
Fabry-Perot clalon was designed to fulfill most of the require- 
ments. With this type of optical filter it is easy to gel the filler 
bandwidth down to less than 0.1 nm (about 12 GHz in fre- 
quency). The disadvantage of this filler is the comb-like filter 
characteristic (see Fig. 2), which requires a sophisticated 
tuning scheme and a complex calibration algorithm 

The wavelength tuning of the transmission maxima can be 
done in several ways; one is to till the etalon. To select a 
single lasing mode it is important to have the best possible 
match between the grating reflectivity maximum and the 
etalon transmission maxima; otherwise, the external feed- 
back is reduced dramatically. To achieve this the require- 
ments on the grating drive and the etalon drive are high 
resolution, good motion repeatability, and a stiff cavity 
arrangement. This match has to be certified al each wave- 
length over the entire tuning range. 

Adjustment Of the external cavity to achieve a specific out- 
put wavelength consists of selecting a particulai angular 

position of the grating and a particular angular position of 
the etalon. To allow quasiconlinuous tuning, the filler curve 
of the grating, the transmission maxima of the etalon, and 
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the resonant modes of the external-cavity laser resonator 
are shifted hy the same wavelength increment. To accom- 
plish this, the grating has to be rotated, the etalon tilted, and 
the cavity length adjusted by shifting the grating. The details 
of this adjustment are explained later. 

Laser Output Side 

The laser output side delivers the optical performance to the 
customer application. To avoid any problems with hack- 
reflected light from customer applications it is necessary to 
have a built-in isolator. The isolator has to fulfil many tasks. 
The most important is to isolate the external cavity so that 
the laser performance is independent of external influences. 
Without a properly working optical isolator, backreflections 
into the laser could cause serious problems for wavelength 
and power stability. For most measurement systems it is 
important to have all system building blocks designed for 
low backreflections. Termination values Of more than 50 dB 
return loss are needed to avoid trouble with Fabry-Perot 
cavities in the measurement setup. In the IIP 81G7A/(S8A, all 
internal fiber ends and the front-panel connector have at 
least (>0 dB of return loss. This is accomplished by using 
custom fiber terminations and a new type of fiber optic 
connector designed by IIP. The connector has more than 
tit) (115 of return loss and is designed for good repeatability. 
The angled fiber ends are not in physical contact, so the 
connector cannot be destroyed by scratches or abrasion. 

Output Power 

So far, most of the design issues discussed here have ad- 
dressed tunability and wavelength stability. There are also 
requirements on Hie output power of the tunable laser 
sources, including power stability over time and constant 
output power versus wavelength. With the addition of a fiber 
tap ( fusion coupler) and a monitor diode near the fiber out- 
put poii. the laser is driven under closed-loop control. A 
wavelength calibration of the entire monitoring system en- 
sures stable and wavelength independent output power. 
These issues are discussed in the article on page 28. 

Optical and Mechanical Design 

The optical components of the external-cavity laser can lie 
divided into two sections: pans belonging to the external 
cavity (grating. Fabry-Perot etalon) and pans belonging to 
the laser output assembly (isolator, fiber coupling, and 
power monitoring). 

External Cavity 

Coarse Filter. As mentioned earlier, there are two Alters in 
the external cavity. First, a diffraction grating is used as a 
coarse filter. This kind of filter is basically a mirror upon 
which extremely narrowly spaced grooves are engraved. 
When the grating is illuminated, each groove generates a 
cylindrical wave, like a small radiation source. If the light is 
coherent, such as a laser beam, the superposition of these 
single waves produces a wavefronl with large intensity only 
in those directions in which the path difference between the 
single waves is a multiple of the incoming wavelength (see 
Fig. 3a). I'sed as a wavelength-selective mirror in an optical 
resonator, as in the external-cavity laser, the grating reflects 
the first-order wavefront into the direction of the incident 
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Fig. 3. 1 9 ) Optical path difference As of the reflected partial waves 
a and !i in a diffract inn grating. For I lie iiitli-order lieain, As = da - dj 
= m>.. (I)) With the Lit trow grating mount, the first-order reflected 
beam retraces the path of the incident beam. For this special case, 
As = gsina = a/2. Ic) Principle of the Fabry-Perot etalon (ray angles 
exaggerated for clarity). For constructive interference. As = 
2d v'n- - sin 2 u = m).. where n is the refractive index of the etalon. 

beam ( Littrow grating mount, see Fig. 3b). For this special 
case there is a simple relationship between the angle of the 
grating relative to the incoming beam and the wavelength 
that will be reflected back into the laser chip: 

/. = 2gsinct, 

where a is the angle between the incident beam and the 
grating normal, g is the spacing between grooves, and X is 
the incident wavelength. 

In the IIP 8167A the grating has 12(11) grooves per millimeter, 
and in the IIP 8168A. for the same mechanical geometry, the 
grating has 1020 grooves/mm. For a tuning range of 1280 to 
1330 nm (HP 8167A) or 1500 to 1565 nrn (HP 8168A) this 
defines the incident angle of the laser beam to be between 
50 and 53 degrees. Besides the surface Quality of the grating, 
the wavelength resolution depends linearly on the number 
of grooves reflecting the laser beam: 

AaA= l/(Nm). 
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where A>. is the wavelength difference thai can be resolved. 
N is the number of grooves illuminated, and m is the order 
of the reflection. With a beam diameter of O.ii nm and the 
chosen geometry, the resolution is about 1 nm. 

Fine Filter. The second filter is a Fabry -Perot etalon. In princi- 
ple, it is also based on the coherent superposition of partial 
contributions. Here the single waves are generated by a par- 
allel light beam going through a plane parallel glass plate 
and being partially reflected. Just as in the diffraction grat- 
ing, the optical path difference between the partial waves 
has to be a multiple of the wavelength to get constructive 
interference (see Fig. 3c). In contrast to the diffraction grat- 
ing, all outgoing beams thai fulfill these conditions have the 
same direciion. resulting in an ambiguous filter curve (see 
Fig. 2). The spacing between the transmission maxima is 
called the mode spacing or ihe free spectral range FSR: 

FSR = /. 2 /(2d(n 2 - sin 2 u) 1/2 ), 

where n is the refraction index of the etalon, d is the thick- 
ness of the etalon, and a is the angle between the incident 
bean and the surface normal. 

To get very fine wavelength resolution it is necessary to gen- 
erate many partial waves. A parameter often used to charac- 
terize the comblike filter Curve (Fig. 2) is the finesse F", 
which defines the ratio of the free spectral range FSR to the 
width of the transmission maxima. For an ideal parallel 
plate with perfect surface quality the finesse is determined 
only by the reflectivity R: 

F=FSR/FWHM= nR""-/(l-R). 

where FWHM is Ihe full width at hair maximum of Ihe 
transmission maxima. 

To avoid lasing on more than one etalon mode, the FSR of 
the etalon has to be significantly greater than the wavelength 
resolution of Ihe grating. In addition, to suppress all of the 
cavity modes (see page 21 ) except Ihe desired one. the 
FWIIM has lo be smaller than 0.1 nm. To achieve this, Ihe 



etalon chosen has a thickness d of 500 um and reflectivity R 
of 7."".. Tims the FSR is about 1.1 nm for the HP 8107A ( l.fi 
nm for the HP 8168A) and the finesse F is approximately 11 

The wavelength for which the etalon has maximum transmis- 
sion is a function of the angle 0 of the surface normal of the 
etalon relative to the optical axis (Fig. 3c). The following 
relationship applies: 

m>. = 2d(.n 2 -sm 2 «) 1 '-. 

where n. /.. and d are as above and m is the order of the 
transmission maximum. 

Taumei* F:taIon 

Typically the wavelength is shifted by lilting the etalon 
around an axis perpendicular to the optical axis (changing a 
directly). With this method it is Very costly and complex to 
gel a wavelength resolution of a few picometers. F'or litis 
reason a new tilting concept called the taumei etalon was 
developed. The etalon is mounted concentrically on a spindle 
thai has a 2-degree inclined cndfaee. The spindle is connected 
to the shaft of a dc motor which is coupled to an encoder 
with a resolution of 4090 steps per turn. This assembly is 
fixed in the optoblock In such a way thai the angle between 
the molor shaft and I lie laser beam is about three degrees 
(see Fig. 4). If the etalon is turned, the angle between the 
surface normal and the laser beam is changed between 1 and 
5 degrees, resulting in a maximum wavelength shift of about 
3 run. In Fig. 5a this wavelength shift is plotted as a function 
of the molor position, and Fig. 5b shows ihe wavelength 
shift per motor step. 

The coarse filter is mounted on a lever which is sealed in a 
tamable bearing, A two-phase stepper motor coupled with a 
precision micrometer leadscrew works as a linear drive for 
I uriiiiig and moving the grating filler. I sing the microslep 
capability of the Stepper motor il is possible lo achieve a 
travel resolution and accuracy of better than 0.1 micrometer. 

" "Taumei" is Ihe German expression 'or "reel' or "stagger 1 
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Fig. 5. Wavelength shift in the taumel etaton us a (unction of motor 
position. 



The coarse- filler has lo have a known angular reference 
position after the instrument is switched on. A slepper motor 
is not able to provide this feature because it lias no reference 
position. Therefore, a precision sensing switch is built into 
the cavity mechanism. As mentioned earlier, it is necessary' 
lo match the diffraction grating and the etalon when tuning 
the laser. This means thai i he reflection maximum of the 
grating has to be coincident with one of the transmission 
maxima of the elalon. It has been calculated that the maxi- 
mum tolerable wavelength difference between the filter 
curves is less than 50 pm. Based on this, the accuracy of the 
switch has to be better than 1 micrometer. 

The precision bearing is an important part that has a major 
influence on laser performance and reliability. Any kind of 
bearing clearance or tilt of the axis of rotation will cause 
mismatch of the filters. The objective was to find a bearing 
type that provides very good long-term stability. Using very 
hard materials that exhibit no or very little abrasion will 
guarantee a fixed position of the lever pivot under all condi- 
tions. At the same time it is essential to design all the mov- 
able mechanical parts of the cavity carefully. To keep the 
stress on the precision parts low. it is necessary to find the 
optimum weight and stability of the cavity structure. 

Going through several design stages, it turned out that the 
best cavity design is achieved mainly by optimizing and 



choosing the right material properties. In particular, the 
I hernial expansion coefficients of the parts have to be well- 
balanced. I 'sing exotic materials like Invar, Vacon, Carpenter, 
or Gerodur did not improve the results. If t he temperature of 
the cavity changes, a drift in wavelength will occur, but the 
main contribution comes from the optical parts. The change 
in the thickness d of the etalon is the main determinant of the 
shift in wavelength, according to the simple formula: 

&Vt. = HAT, 

where II is the thermal expansion coefficient (typically 1 x 
10~'/K for fused silica) and AT is the temperature change in 
kelvin. For example, a temperature change of 1 kelvin will 
cause a drift of about 10 pm at a wavelength of 1.5 um. 

Laser Isolation and Fiber Coupling 

Like the laser cavity, the laser output section of the HI' 
81(>7/68A tunable laser sources is also a bulk optical design. 
The laser light passes first through an optical isolator lo 
protect the laser chip from backrelleclions coming from the 
coupling lens, fiber end. cable connectors, and other exter- 
nal disturbances. The isolator is a two-stage magnetooptic 
isolator. It is a preassembled unit that only has to be aligned 
according to the polarization axis of the laser light. The 
isolation is typically more than 00 dli and the insertion loss 
is less than 0.5 dB. 

The laser beam is focused into a ii-mn fiber using a SELFLOC 
lens. For low insertion loss, the focal length is adjusted ex- 
actly to the focal length of the lens in the laser module and 
to the ratio of the numerical apertures of the laser chip and 
fiber. To obtain a high return loss the reflectivity of the fiber 
end is reduced by polishing the endface at an eight -degree 
angle. To avoid a mismatch of the optical axis and the fiber 
axis because of the slanted endface. the fiber is tilted about 
four degrees (see Fig. 6). 

Also for high return loss, the front-panel connector is 
slanted by 10 degrees. To avoid damage of the fiber end by a 
badly mating connector, the connector used is a no-physical- 
contact type. 

Optoblock Protective Housing 

After lite first experiments done on the optical block of the 
tunable laser sources it became obvious that the perfor- 
mance and reliability of the external cavity laser depends on 
the stability of the cavity in terms of unwanted motions of 
the optical filters caused by shock, vibration, and thermal 
expansion. One of the mechanical design goals was to come 
up with a nigged instrument package. 

To achieve the highest optical signal accuracy, the opto- 
block needs a controlled environment and is therefore lo- 
cated in a separate housing, which is heated to 55°C. The 
optoblock housing acts as a shell and is a part of the temper- 
ature stabilization system. The base of the heat chamber is 
the chassis. It carries the heat chamber printed circuit board 
and the optoblock (Fig. 7). The optoblock is an independent 
and pretested subassembly, and is seated in the chassis us- 
ing soft rubber spacers to reduce mechanical stress. To- 
gether with the mainframe, the design forms a two-stage 
shock absorbing system. As a result, the tunable laser 
sources are able to withstand use in both laboratory and 
production environments without special handling. 



24 February IBM I lewleli-Parkard Journal 

©Copr. 1949-1998 Hewlett-Packard Co. 




Fig. 6. Liser isolation and fiber 
coupling merhanism. 



Mainframe Design 

The mainframe is a Standard HP System II cabinet, 425.5 mm 
wide. 132.G mm high, and 497.8 mm deep. The instrument 
weight is approximately 1 7 kg. 

The optical unit takes a third of the mainframe volume. The 
cardeage of t he t unable laser source provides six slots for 
printed circuit boards and the power supply module. It is 
made of zinc-plated steel and is strengthened at different 
points to withstand the acceleration forces of the heavy 
optical unit. 

The mainframe power dissipation is approximately 150 
watts. A dc fan located at the rear panel of the instrument 
keeps the temperature rise inside the cardeage and around 
the optical unit well below 15 ( ' 

Wavelength Calibration 

For wavelength calibration of the tunable laser sources, 
there are two dependent variables (the etalon and grating 
angles) that can be varied to gel the desired wavelength 
with maximum output power. 

One calibration method is to measure the motor positions 
for each wavelength setting. Assuming a tuning range of 




Fig. 7. Optical unit of the tunable laser source, showing ' 

D|ilobliH'k and sonic elements of the heal chamber. 



100 urn and a wavelength resolution of 1 pm. this would re- 
quire 100,000 calibration points. For each calibration point 
the two motors have to be moved so the desired wavelength 
is obtained with maximum output power. If each measure- 
ment takes only 10 seconds it would take about 12 days to 
complete a calibration. 

Another way of calibrating is to calculate as much as pos- 
sible and measure only a few reference points. The number 
of calibration points is then dependent on production toler- 
ances and uncertainties. This is the method of calibration 
used for the tunable laser sources. 

Grating Calibration 

In the first step of the calibration process, the angular 
orientation of the grating (or position of the motor drive) is 
determined for several discrete wavelength values, such as 
Jt] and ).•> in Fig. 8. The laser output beam is coupled by an 
optical beamsplitter to a high-precision wavelength meter 
and to an optical power meter. Thus, the laser output wave- 
length and output power are measured simultaneously. The 
etalon is arranged at a fixed, but unknown angular position 
(A.,,). The grating is now moved within the tuning range of 
the laser (around 1540 nm Tor the BP 8168A) until the output 
power is at a local maximum. If this is the case, the maxi- 
mum Of the grating reflection curve is located at a transmis- 
sion maximum of the etalon. This is illustrated in Fig. 8 
where the maximum of the grating curve (i| is at the etalon 
transmission maximum Ej. The corresponding wavelength 
/.] is determined with the wavelength meter. This wave- 
length and the grating position constitute the nisi data pair 
of the first calibration data array. 

Finding the local maximum of the output power is not a triv- 
ial problem The measured output power curve is very noisy 
because it inc ludes the laser's gain ripple and some mea- 
surement uncertainties. To get an accurate transmission 
maximum, signal processing using fast Fourier transform 
and digital filtering techniques is necessary. 

After the first data pair is measured, the grating is mov ed by 
a fixed amount (for example 10 nm) to a second position 
;uid is tuned until the output power is again a local maxi- 
mum. This corresponds to the situation where the maximum 
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Fig. 8. The curve with the peaks 
labeled E, indicates the trans- 
mitted power of the elalon as a 
fiuu'linn of wavelength. The 
peaks labeled <i| and Gj repre- 
sent the reflect ivity versus wave- 
length for two different angular 
positions of the grating. For max- 
imum feedback the maximum of 
the reflectivity CUIVe must coin- 
cide with a maximum of the 
transmission curve. 



of grating curve in Fig. 8 is located at the elalon transmis- 
sion maximum E7. The corresponding wavelength /.^ and the 
grating position are stored as the second data pair of the 
first calibration array. This procedure is repealed lor the 
desired number of calibration points. The number of calibra- 
tion points (about 10) is selected according to the total tun- 
ing range of the external-cavity laser, l-ater. when the laser is 
tuned to a desired wavelength that lies between two calibra- 
tion wavelengths, a linear interpolation between these two 
wavelengths is done to determine the corresponding posi- 
tion of the grating drive. The linear interpolation is good 
enough because the transfer function (motor Steps to grating 
angle) is nearly linear. 

Etalon Calibration 

As mentioned above, the elalon is arranged at a fixed bul 
unknown position (/.„) during the calibration of the grating. 
Calibration of the elalon total ion is also required for pre- 
cisely adjusting a wavelength that is located between iwo 
transmission maxima of the elalon — for example, wave- 
length /.,[ between lite points f.\ and h< in Fig. 8. To ensure 
maximum laser output power al a transmission maxi- 
mum of the elalon has lo be at a maximum of the grating 
reflection curve. Titus, in Fig. 8, the elalon transmission 
curve has to be shifted such that the transmission maximum 
K.i is at the position \\. At I he same lime, the graling posi- 
tion has to be changed such that the graling reflection curve 
has its maximum at The required grating position is 
derived by interpolation between the calibration points k\ 
and hi. The shift of the elalon transmission maximum to A<| 
is accomplished by appropriate rotation of the motor axis 
on which the etalon is fixed. The angle by which the motor 
axis has lo be rotated to shift the elalon transmission curve 
is taken front a second data array, which Contains data pairs 
consisting of wavelength shifts and the corresponding 
angles of rotation. 

To obtain the data pairs of the second array, first the refer- 
ence position for the etalon (u = u max in Fig. -1 ) has to be 
found. This is done by liming the etalon the way I he wave- 
length decreases. At each selling the graling position is cor- 
rected as mentioned above. The reference position is found 
al the minimum wavelength position and corresponds to the 
zero point (wavelength shift = 0 in Fig. oa). 

Assume that the reference position corresponds to 'r.2 iii Fig. 
8. Now, the motor axis is rotated by a fixed amount, for ex- 
ample 1 degree. The grating is then moved slightly to the 



new wavelength measured by the wavemeler. Let the wave- 
length at this position of the etalon he >.,. a |,. The dala pair 
consist ing of the difference between and /.2 and the 
angle of rotation of the axis ( 1 degree in this example) is the 
first entry in I he second data array. The rotation angle of the 
axis is expressed as the corresponding position of the motor 
position encoder and stored in this form in the second dala 
array. Next, the axis is rotated full her by I he same fixed 
amount ( 1 degree in this example), the graling is again read 
justed, (he resulting wavelength is read, and the difference 
between this wavelength anil h> together with the total rota- 
tion angle t2 degrees) of the axis is stored in the second 
dala array. This procedure is continued until the etalon has 
completed a rotation by 180 degrees. 

The Wavelength tuning of the elalon is dependent on the 
absolute wavelength. To minimize calibration time the tuning 
function is only measured al one wavelength and stored in 
the second data array. For the other transmission maxima 
1 his atra\ is ci incited by the following fi innttla 



Correction = 



x - arc cos f(m ar i, AX) 
B — arc cos f(mi, AK) 



where m is the order of the etalon maximum and A/, is the 
wavelength shift. Using the calibration data of the second 
data array and this equation, it is possible to artist any 
wavelength shift between Iwo transmission maxima. The 
wavelength range that can be covered by the etalon rotation 
is determined by the parameters of the etalon. In the IIP 
8H58A, this wav elength range is about 2.2 run. If a desired 
wavelength shift lies between any two values in the second 
data array, a linear interpolation is done to obtain the proper 
rotation tingle of the motor axis. 

Absolute Wavelength Calibration 

Returning to the task of adjusling the wavelength /.a in Fig. 
S, there is still one problem to solve. Even though it is now- 
possible to shift the elalon transmission curve by a desired 
wavelength interval, it still has to be determined by what 
amount il has to be shifted so that an elalon transmission 
maximum (such as Em) is al the position Xa. For this purpose, 
it has lo be determined al which absolute wavelength posi- 
tions 1 he elalon transmission maxima at the etalon position 
angle X„ are located. This is done in the following way. 

First, two wavelengths are chosen that base been accurately 
measured with a wavelength meter using the procedure for 
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determining the first data array. Assume that these two 
wavelengths are >.j and /.2 as Shown in Fig. 8. Several etalon 
transmission maxima E> to E,; are located between /.| and 
f.->. As explained earlier, the wavelength difference between 
adjacent maxima is the free spectral range of the etalon 
(FSR) and satisfies the following formula: 

FSR = >i a /(2d(n 2 - sin 2 a) l/2 ), 

where >. is the wavelength transmitted through the etalon. n 
is the refractive index, and « is the angle of incidence. Since 
the angle of incidence a u at the initial angular position of the 
etalon is not known and is typically small (a few degrees). 
I he approximation can be made that the term sin-a is zero. 
Then: 

FSR = >. 2 /2dn. 

As an approximation. /. is selected lo be This gives a pre- 
liminary value for the FSR. Denoting the orders of the etalon 
transmission maxima ai '/.[ and >,2 as nt| and ni2. respec- 
tively, and the difference between ni] and m> as Am. the 
following applies: 



Am = 



l 2 - h 
FSR 



With the constraint thai Am has to be an integer and with 
A-l and h> known, this equation can be used to correct the 
preliminary value for the FSR 

The absolute value of ni] can be calculated as: 

Am 



mi = 



Now. using the following equation, the absolute wave- 
lengths of the etalon transmission maxima subsequent to 
the maximum E] are calculated. 

/.iini = i*. 

For example, the following applies for the wavelength >.£; at 
etalon transmission maximum Bg, which is the first after the 
transmission maximum at >.| (corresponding to the order mi): 

>-tn»l =>-E2(n«i - 1). 

All subsequent transmission maxima are calculated by the 
stepwise decreasing of the order m of the transmission by 1. 

Now the wavelength difference between the desired wave- 
length >,| and the adjacent etalon transmission maximum 
(peak E;j) can be accurately determined. The rotation angle 
of the motor axis (or difference in motor encoder positions) 
corresponding to this wavelength difference is looked up in 
the second data array. This value is corrected as explained 
above and then the axis is rotated by the calculated amount. 

This calibration method is fast and accurate, and takes into 
account the manufacturing tolerances of the optical and 
mechanical components. 
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External-Cavity Laser Temperature 
Stabilization and Power Control 



The theory and operation of the laser temperature control and 
measurement circuits and the output power control and calibration of the 
HP 8167A/68A tunable laser sources are presented. 

by Horst Schweikardt and Edgar Leckel 



The operating temperature of the external-cavity laser of the 
HP 8167A and 8168A tunable laser sources is from +5°C to 
+35°C. To meet instrument specifications over this tempera- 
ture range it is necessary to stabilize the temperature of the 
key internal components. 

The simplest way to control temperature is to generate heat 
only, without forced cooling. This concept requires a cavity 
temperature T (/ \v of about 55' C. Therefore, all components 
in the chain from the laser to the power measurement ampli- 
fier are located in a controlled temperature environment at 
approximately 55' < '. « In I he other hand, for long laser life- 
time ;uid low threshold current, the laser chip temperature 
needs to be less than 2S°C. In the HP 8167A/fi8A, a Peltier 
cooler is used because of its small dimensions and its heat 
pump capacity. This allows a laser chip temperature of 
approximately 20°C. 

This article deals with the laser chip temperature control, 
the temperature sensing circuits, the output power control, 
and output power calibration. The hardware that performs 
these functions resides on the laser control board. 

Laser Temperature Stabilization 

Fig. 1 shows the laser temperature control loop. Laser chip 
temperature is measured by a thermistor chip which is 

Laser Module 



Vref, 



Pa 




Co 


9 



"ntc 




Thermistor 



Bridge Amplifier Integrator Converter 

Fig. 1. Laser temperature control loop. 



R, > R, 



"ntc >' R« 



4 — VvV 



Vref. 

Fig. 2. Bridge amplifier with DA< ' (digit al-to-analog converter). 

mounted near the laser diode on the cold side of the thermo- 
electric Peltier cooler. A resistor bridge senses the deviation 
from the set voltage for the laser chip temperature. The am- 
plified signal V|,D drives the input of an integrator. The inte- 
grator output feeds a voltage-to-current conv ener, which 
delivers the current for the thermoelectric cooler. This 
forces the cold side of the cooler to change its temperature 
until the thermistor value Rntc is equal to R s ,.|. At steady- 
state conditions, Rntc = Rsel an( ' 'he bridge amplifier output 
V|,i> = 0 volts (no integrator input current). 

The resistance R^., is adjusted using a DAG as shown in Fig. 
2. The relationship between R^., and the DAC value is: 



Ri(R v /R| - DAC/40SH5) 



Rvd/Rj + 1/Rk + 1/Rv) + DAC/4096 



where: R, = 38.3 kQ, R., = 17.72 kQ. R K -216 kQ R v = 147 
kQ and 0 < DAC < 4095. For example, if DAC = 2048, equa- 
tion 1 gives Rs,., = 12.2 kQ and the bridge amplifier gain is 
dV'i.iVdT = -1.41V/°G With DAC values from 0 to 4095, the 
laser chip temperature can be changed by more than IOC to 
select a desired operating point. 
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The relation between the thermistor resistance and the 
thermistor temperature is described by the Steinhart-Hart 
equation, equation 2: 

1/T = A t BllnRyrc) ♦ CdnRyrc) 3 , (2) 

where Rvrr is the thermistor resistance in ohms and T is the 
absolute temperature in Kelvin. The specifications for the 
thermistors used in (he tunable laser sources are Ryrc(20°C) 
= 12 kQ ±10% and negative temperature coefficient NTC = 
-0.038/°C at 20°C I T sing these values and modeling by the 
Steinhart-Hart equation gives the curves in Fig. 3. For the 
nominal curve, A = 8.7636 x W 4 , B = 2.5084 x lO" 4 , and C = 
2.1774 xlO" 7 . 

For DAC = 2219, the control loop will set R NTC = R^, = 12.0 
kQ independent of the thermistor curve. Thus Fig. 3 shows 
that the laser chip temperature T will be between 17.2' C and 
22.5°C. This means that, depending on the particular therm- 
istor, the cooler current change will be somewhere in a 
200-mA range. This was considered too much variation. 
Therefore, instead of adjusting the DAC for Rsp, = 12.0 kQ 
the laser diode drive current is set at 30 mA and the DAC 
setting is adjusted for a thermoelectric cooler current of Ip = 
800 mA. which corresponds to a cooler temperature of nom- 
inally 20°C. The temperature control loop then maintains a 
constant laser temperature. 

Laser Temperature Measurement 

To measure the absolute laser chip temperature T. another 
bridge amplifier is used. The parameters for this bridge am- 
plifier are: Ri = 38.3 kQ R, = 38.3 kQ R K = 56.2 kQ R v = 
infinite, Vrefj = 10V. Ryrc is calculated with equation 3: 



Rntc - 



RiVld + RkVrefi 
VkkkiH + Rk/R4) - Vuj" 



(3) 



For example, reading bridge output voltage Vi,p = -5.287V 
and inserting this value into equation 3 gives R.vrc = 12.0 
kQ From equation 2 we get T = 20.0°C. The actual laser chip 
temperature will be T = 20.0 ±2.7"C because of the 10% 
thermistor tolerance. 

Laser Power Control 

A tunable laser source provides optical power over a spe- 
cific wavelength range. Thus, in addition to depending on 
the same parameters as in a fixed-wavelength laser source 
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(temperature, coupling, materials, etc. ), the output power is 
also a function of wavelength. To level the output power in 
the HP 8167A and 8168A tunable laser sources, a power con- 
trol loop is used (see Fig. 4 ). The control loop is similar to 
that used in the laser sources for the HP 8 153 A optical 
power meter. 1 Because of gain variations with wavelength, a 
v ariable-gain amplifier is inserted in the loop instead of a 
fixed-gain amplifier. 

Laser output power P^ is coupled into a fiber coupler with 
coupling ratio Km,,,,. The coupling efficiency from a parallel 
beam into the fiber coupler is Kfiber Thus the output power 
at the front-end connector is: 

Peel = PlasKnbpr( 1 - Kratio)- (4) 
Nominal values are K rallo = 0.06 and K n i„. r = 0.5. The portion 

PpiiKnitio 



PfJet — PlasKfiberK,;,,!,, — 



1 - K r 



(5) 



is coupled to a germanium photodiode detector for output 
power monitoring. The detector feeds a transimpedance 
amplifier with output Vxaip: 

Vximp " P,i,.|R,|Rm (6) 

where Rj is the responsivity of the photodiode (AAV). K n , is 
the feedback resistor (ohms), and is given by equation 5. 

All components in the chain from the laser to the transim- 
pedance amplifier are located in a heat chamber and are 
therefore in a controlled temperature environment at ap- 
proximately 55°C. This reduces temperature dependence 
significantly by shifting the long-wavelength tail of the re- 
sponsivity to wavelength values greater than 1550 run with 

increasing temperature. 

A multiplying DAC with gain Ci m ,| a( .(X) provides the voltage 

Vmon : 



V MON = V XIMl' ( ' m ,|ac(M 



Fin. 8. Thermistor variations 



A calibration procedure (see below) determines C lm | a( .(X) 
for each wavelength so that V'mun = Peel x 5V7mW indepen- 
dent of the wavelength. Since ti, n( | a ,.(>v) can only take values 
greater than I, the transimpedance resistor R n , must be se- 
lectable according to the change of responsivity at center 
wavelength ( 1310/1550 run) anil the coupling ratio specifica- 
tion of the fiber coupler to achieve 5V/mW for VjjoN- A 
rocket' switch provides values from 111.2 kQ up to 178 kQ 

The set voltage V powpr ( | a( . for the desired output power is 
generated with the 12-bit power DAC shown in Fig. 4 ac- 
cording to equation 8. giving a resolution belter than 1 uW: 

Vpnwer .lac = * 5V/mW = -V REF |MDAC/4096, (8) 

where 0 < MDAC < 4095. The difference -V MO n - V pnw ,., ,|.„ 
is the input of an integrator with time constant t (W = 1 ms. 
The integrator output controls the input voltage V IS of a 
current source which generates the laser currenl This 
creates optical power according to equation 9: 

Pta = Pihr + S(l L ,,-I llir ). (9) 

where I,nr i s the threshold current for lasing, \' t \ l{ is the 
optical power al l,|„. and S is the laser efficiency i iiVVVmA I 
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Fig. 4. Power conttol loop of the tunable laser source 

A typical measurement Of OUtpJll power versus lime under 
changing operating conditions is shown in Fig. 5. The total 
change in the output power was :J |iW or 0.067 dB lor a 
change of operating temperature from 25 C lo 40"C, 

Modulation is applied by switching the laser current I|.d on 
and off with a duty cycle of 50%. The modulated signal after 
Ihe variable-gain amplifier is averaged by a low-pass filter 
(third-order Bessel wiih fa = 2(i II/.) with a gain of two. just 
canceling the 50% duty cycle. To get stable behavior in the 
modulated mode, the integrator time constant was chosen 
lo be T M1 „,i = 76 nts. 




Variable-Gain Amplifier 



Since optical output power is specified after 2 m of liber 
cable. Ihe insertion loss A<< onn of the output fiber must lie 
taken into account. Willi .V, inn = 1.3 dB. Ihe set voltage 
Vpowerdac ' s inultiphcd by 10' to compensate for Ihe 
worst -case inseilion loss. 

Output Power Calibration 

Calibration of the optical output power of Ihe tunable laser 
source is necessary lo ensure constant output power and 
maximum laser output power as a function of wavelength. 
A typical characteristic for Ihe output power of an external 
cavity laser at constant laser diode chip current is shown in 
Fig. 6. 

To guarantee a long lifetime, the semiconductor laser chip 
can only be driven up lo a maximum constant current level. 
This then determines the maximum power as a function of 
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Fifi. 6. Topical OUtpUt power of an external-cavity laser al constant 
drive current as a function of wavelength. 
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wavelength. To stabilize the output power as a function of 
lime the laser is operated in a power feedback loop. Because 
I he loop is set for a particular power level, not a particular 
current level, we need to measure the maximum laser power 
as a function of wavelength to determine the maximum 
power available for a given power setting. 

Several internal optical parameters, such as the photodiode 
responsiviry and the splitting ratio of the coupler, are wave- 
length dependent. To guarantee the flatness of the output 
power as a function of wavelength, the whole arrangement 
has to be calibrated as a function of wavelength. 

In the power control loop, the light coming from the laser 
diode is split by a coupler into the output power P,, c | and the 
power incident on the photodiode, P,| el . After the transimped- 
ance amplifier with fixed gain, the detected power signal is 
controlled by a multiplying DAC to generate a wavelength 
independent signal. This voltage is proportional to the opti- 
cal output power and is compared with the desired v oltage 
from the power DAC to control the laser current source. 
Calibration consists of determining the multiplying DAC 
setting for each wavelength to compensate for all of the 
wavelength dependent effects. 



The gain of the multiplying DAC is 
G mda( . = 4096/MDAC. 



(10) 
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Fig. 7. Result of power n.-iiness and maximum power calibration (is a 
Function of wavelength. 



where 0 < MDAC < 41)95. For the calibration measure- 
ments we bypass the multiplying DAC. effectively setting 
••'mdac = 1- arid adjust the output power so that Vmon = 
^XlMl'Gniiiar = constant. We determine the measured propor- 
tionality factor R.-ahi /.) in volts per wall by measuring P er | at 
each wavelength 



V MUN 



(11) 



Then the gain of the multiplying DAC needed for any wave- 
length is: 



1 mdac 



(>■) = 



VMON want R»am 5V/ 111 W 



Vmos atA '•) BcanOO R*an@>) 



023 



After (his calibration the output power is easily chosen In 
setting the power DAC: 



Vpower.iuc = PwaniRwant = Pwanl x oVffitW. 



(13) 



The last calibration step is to detect the maximum power of 
the laser as a function of wavelength at the maximum drive 
current. The final power DAC value is then: 



^ power (lar - P\vaii|Rwanl' PwalH "~ l'inax('-) 
» power d.'ii- = Pmax''-)Iiwanl- Pwanl — P max(^)- 



(14) 



Thus, lo get constant power as a function of wavelength it is 
only necessary to change the gain of the multiplying DAC. 
and W gel different output powers al a fixed wavelength it is 
only necessary to change the power DAC. 

The result of I he calibration is shown in Fig. 7. Curve 1 shows 
the maximum output power of one tunable laser source. 1.2 
m\V is the Until imposed by laser safety regulations. Curves 
2 to 5 are examples of constant power-versus-wavelength 
curves. 

The calibration setup requires only a power meter and a 

controller. 
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Dual-Output Laser Module for a 
Tunable Laser Source 



This reliable, hermetically sealed laser module is a key component in the 
HP 81 67A and HP 81 68A tunable laser sources. The semiconductor laser 
chip is precisely and stably aligned to two output lenses. One facet of the 
laser chip is antireflection-coated and has very low residual reflectivity. 

by Roger L. Jungerman, David M. Braun, and Kari K. Salomaa 



Wavelength-tunable light sources in the near-infrared wave- 
length band of 1300 lo 1550 nm are finding increasing use in 
fiber optic instrumentation. Applications include character- 
ization of gain in optical amplifiers as a function of wave- 
length and optical dispersion measurements in fiber systems. 
One method of making a widely tunable, narrow-linevvidth 
optical source is to use an external-cavity laser (Fig. 1 ). This 
laser is wavelength-tuned by mechanically rotating a diffrac- 
tion grating. A wavelength-selective side-mode filter ensures 
single-mode operation. As indicated in Fig. 1. an integral pail 
of the external cavity laser is the laser module, which is de- 
scribed in this article. The design of the external-cavity tun- 
able laser source as well as several instrument applications 
are covered iti more detail in the articles on pages 1 1 and 20. 

The laser module must maintain precise alignment between 
the laser diode and two collimating lenses and provide elec- 
trical connections for the laser chip drive current and the 
laser temperature controller. We have provided this func- 
tionality in a small, robust and hermetic package (Fig. 2). A 
schematic diagram of (he laser module is shown in Fig. 3. A 
semiconductor laser chip with one facet antireflection- 
coated is solder-mounted to a siibntount and heat sink. The 
heal sink is teniperalure-cont rolled with a Peltier cooler 
using a thermistor to monitor the temperature. The reduced 
temperature extends the laser life and increases the optical 
output power for a given laser current. In addition, by Mini- 
mizing temperature fluctuations, thermally induced refrac- 
tive index changes in the chip are reduced. This improves 
the wavelength stability of the external-cavity laser. 

Semiconductor lasers operating in a humid environment can 
have compromised reliability. This is particularly true when 
the laser is at a reduced temperature, which encourages 



water condensation on the laser surfaces. To avoid this 
problem in the module, hermetic solder seals are used 
throughout. 

Semiconductor Laser Chip 

Tile optical signal for the extental-cavily laser is produced in 
a semiconductor laser diode chip. The laser diode is a qua- 
ternary InGaAsP index-guided buried-heterostructurc device 
produced on an InP substrate. The center wavelength of the 
laser is determined by the quaternary material composition 
and can be varied to produce lasers with center wavelengths 
near the two wavelength bands of interest in telecommu- 
nications. 1300 nm and 1550 nm. The endfaces of the device 
are cleaved to produce semiconductor mirrors. ( Mimic con- 
tacts on the top and bottom of the dev ice are used to inject 
current, which produces optical gain and light output. Anti- 
reflection coating on the cavity-side facet of the laser diode 
reduces the feedback from this facet. This feedback must be 
minimized to give a broadband tuning range t > 100 nm). 
Reflections would introduce ripple in the power output 
spectrum of the external cavity source as described in the 
article on page 35. Small amounts of output power ripple 
can be compensated by varying the laser drive current in the 
instrument to achieve constant power. However, for maxi- 
mum output power stability in the source while sweeping in 
wavelength, it is desirable to minimize the facet reflectivity 
as much as possible. 

Very good antireflection coatings can have a reflectance 
below 0. 1% across a 200-nm bandwidth. The ripple in the 
output spectrum of the laser can be used to measure the 
residual reflectivity of the coating. 1 First, the output spectral 
ripple of the uncoated chip is measured at a drive current 
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Fig. l. Schematic diagram of a 
wavelength-tunable external 
cavity laser containing a hermetic 
laser module. 
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Fig. 2. Laser module with cables attached. 

below the lasing threshold (Fig. -I ). Knowing the uncoated 
facet reflec tance and then measuring the ripple in the same 
chip after coating, it is possible to calculate the coating re- 
flectance as a function of wavelength (Fig. 5). This result is 
for a three-layer coating of hard dielectric materials that arc 
impervious to changes in humidity. This stable multilayer 
coating has a much wider range of wavelengths with low 
reflectance than can be produced with an ideal single-layer 
coating. The antire fleet ion coating must be optimized 
separately for both L'iOO nm and 1550 nm lasers. 

Module Assembly 

Before it is coated, the laser chip is soldered to a submount 
that has high thermal conductivity and provides a good ther- 
mal expansion match to the device. Both of these submouni 
properties are critical for reliable long-term laser operation. 
The submount is soldered to a metal heat sink and attached 
to a Peltier cooler mounted on a metal carrier. A thermistor 
for temperature monitoring is mounted on the heat sink. The 
laser is then precisely aligned to the two lenses and all three 
components are soldered in place as shown in Fig. 3. Before 
fixing the components in place the module is tested in an 
external cavity to ensure stable single-mode operation with 
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Pig. 3. Schematic diagram of the laser module, 



Fig. 4. Spectral ripple of an (a) uncoated and (1>) aiuirefleclion- 
eoated semiconductor laser measured below tlireshold. 

the lowest possible threshold. Extremely precise laser-to- 
lens alignments arc required for optimum instrument opera- 
tion. Iaser-to-lens misalignments of less than a few micro- 
meters are required of both lenses before assembling the 
module into an instrument Misalignment of the lens and I lie 
laser causes output beam defocusing or tilling. After the 
alignment is verified the package is checked for leaks using 
helium, backfilled with dry nitrogen, and solder sealed. A 
cable and an electrostatic discharge (ESI)) protection plug 
are attached. Proper ESD procedures are observed through- 
out 'h p process since ESD damage can cause latent laser 
failures, which degrade the long-term reliability of the mod- 
ule. Once the module is assembled and aligned in an instru- 
ment, the long-term alignment tolerances are even more 
severe — on the order of a few tenths of a micrometer. The 
Peltier cooler in the module and the heated and enclosed 
environment of the instrument help guard against thermal 
expansion of the package, which could produce misalign- 
ments and output power variations over the operating 
temperature range of the Instrument 

Reliability 

The laser modules described above haw been stress tested 
as shown in Table I, with no failures. Temperature cycling 
and mechanical shock and vibration tests point out weak 
spots in the solder process, thermal mismatch problems, 
and unreliable wire bonds. For more sensitive humidity tests 
a small humidity sensor was placed In a module which then 
underwent high humidity followed by thermal cycling and 
an additional humidity test No change in the interna] pack- 
age dew point ( < -2ir< ') was observed. To lest laser chip 
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Fig. 5. AntireflectJon coating reflectivity as a Function of wavelength 
calculated from the spectral ripple before ; 1 1 ■< i after coating. The 
mating consists of Uiree layers of hard dielectric materials. Also 
shown are theoretical curves for a three- layer coating anil an Ideal 
single-layer mating. The use of more layers results in a hroader- 
band antireflection coating. 

reliability alter antireflectiOn coal ins. lasers al both 1300 run 
and £550 nm were stressed with high drive current at To t ' 
for 3000 hours. Less than 5% change in output power was 
observed. 



Test 

Temperal tire Cycle 
Vibration 

Ilumidily 



Table I 

Laser Module Reliability Tests 
Conditions 

-55to+150°C 



0.02 g-/Hz 
50-2000 Hz 

85°C 
85% RH 



Duration 

10 cycles 
15 min/axis 

10 days 



Summary 

A laser module has been developed in which a semiconduc- 
tor laser chip is precisely and stably aligned to two Output 
lenses. One facet of the laser chip is antirefleclion-coated 
and has very low residual reflectivity. The package is her- 
metic and reliable. The module is a key component in the 
HP 8167A and IIP 8168A tunable laser sources. 
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Research on External-Cavity Lasers 



The external-cavity laser is more complicated than it seems, showing both 
testability and multimoding behavior. Thorough detective work was 
needed to understand this behavior and develop the light source for the 
HP 8167A and HP 8168A tunable laser sources. 

by William R. Trutna, Jr. and Paul Zorabedian 



The (unable source in the HP 81G7A and 8168A tunable laser 
sources is an external-cavity semiconductor laser. 1 The 
external-cavity laser is an optical oscillator, and like any 
oscillator, it consists of an amplifier with feedback. The 
external-cavity laser in its simplest form is sketched in 
Fig. L. It consists of a gain element — a semiconductor laser 
chip — which is coupled to an external cavity that provides 
wavelength-selective feedback. 

A straight optical waveguide is built into the top surface of 
the laser chip, running the length of the chip perpendicular 
to the cleaved chip end facets. When the diode is forward 
biased, gain in the waveguide is generated by optically stim- 
ulated recombination of holes and electrons. Usually, the 
feedback in semiconductor lasers is provided by reflections 
from the cleaved facets, whose reflectivity is independent of 
wavelength. In this simple form the emission wavelength is 
the wavelength corresponding to the bandgap energy of the 
semiconductor where the gain is the largest. However, the 
gain bandwidth is typically 10% of the center wavelength, 
and semiconductor lasers can be tuned provided that the 
feedback wavelength is controlled. The tuning bands can be 
varied by changing the semiconductor composition. 

In I he external-cavity laser, tunable feedback is provided by 
the external cavity. However, the Q of the chip resonator 
must first be spoiled by depositing an antirefleetion (AR) 
coating on one of the facets. Light from the AR-coaled facet 
is then collimated by a lens. The collimated beam strikes a 

Tuning 




Laser Chip 



Fig. I. The external-cavity laser lit the most common configuration, 

using ;i diffraction graitnfi to provide wavelength-selective feedback 



diffraction grating, which disperses different wavelength 
components of the incident beam at different angles. Only a 
narrow band of wavelengths, which depends on the grating 
angle, is retroreflected back down the optical axis into the 
laser waveguide. The feedback wavelength, and therefore 
the oscillation wavelength, can be controlled by rotating the 
grating. 

All hough the external-cavity laser appears to be a simple 
device, a number of practical and fundamental problems 
had to be overcome before the external-cavity laser could be 
put into an instrument. The practical problems, such as tight 
mechanical tolerances on the external cavity and the diffi- 
culty of designing and manufacturing high quality AR coat- 
ings, are covered in other papers in this issue (see pages 20 
and 32). Here, the topic is the research that led to an under- 
standing of how to control the spectrum of the external- 
cavity laser reliably. 

Spectral Characteristics 

Two of the essential requirements of an instrument based on 
an external-cavity laser are that it should be tunable to any 
wavelength within its tuning range, and at each output wave- 
length it should produce a single-frequency or single-mode 
output Early versions of the external-cavity laser met neither 
of these requirements. Inadequate AR coatings prevented 

inning between the spurious chip-cavity modes. More myste- 
rious was I he seemingly unpredictable tendency of (he laser 
to produc e niulliuiode output al Some wavelengths and 
single-mode output at other wavelengths. 

The modes referred lo here are (he modes of the external 
cavity, which is long compared lo die optical wavelength. 
The cavity therefore oscillates on a very large harmonic 
(mode number) of I he cavity fundamental frequency. Several 
thousand external cavity modes spaced by a few GHz lie 
Within the tuning range of the external-cavity laser. The job 
of I he external cavity is to select one and only one of the 
cavity modes. 

Most of the external-cavity laser tuning problems can ulti- 
mately be traced to a competition between the external cav- 
ity and the laser chip cavity for control of (he oscillator. 

Unfortunately, the chip cavity cannot be totally eliminated 

because AR coatings with zero reflectivity cannot be made. 
Two of (he more Iroublesome consequences of I he residual 
chip cavity are Instability and miillinioding. 
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Fig. 2. A schematic of the 
external-cavity laser control and 
diagnostic system. 



Control and Diagnostic System 

The- Lnfornialion provided by the measurement system 
sketched in Fig. 2 made it possible to make sense of the laser 
behavior. An HP 8152A power meter monitored I he laser 
power output. A scanning Fabry-Perol interferometer was 
used as a high-resolution spectrum analyzer capable of re- 
solving individual cavity modes. A Burleigh wavemeter mea- 
sured the laser wavelength to an accuracy of 5 parts per 
million. The IIP 71400A lightwave signal analyzer was used 
as a secondary, more sensitive method of detecting intilli- 
mode signals. These instruments and the laser were con- 
trolled by an HP 9000 Model 1336 computer, which collected 
the measurement data and tuned the laser. 

Bistability 

The Bret external-cavity lasers built in our laboratory con- 
tained laser chips with poor-quality AR coatings, that is, the 
facet reflectivity was reduced from the uncoated facet re- 
flectivity of 30% to only about 4%. While this is sufficient to 
permit tuning of the laser to wavelengths between the chip 
cavity modes, the laser exhibited bistable behavior in some 
spectral regions. 2 

An example of a bistable external-cavity laser tuning curve 
(power versus wavelength) is shown in Fig. 3. The two exper- 
imental curves are the output power of the external-cavity 
laser as a function of wavelength plotted for wavelength 
scans up and down in wavelength. The drive current is con- 
stant and equal to 1.15 times the threshold current of the 
laser chip without external cavity feedback (the threshold 
current is the minimum current for laser action ). The output 
power is normalized to the laser power without feedback. 
There are clearly some spectral regions in which two values 
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Fig. 3. Theoretical and experimental output power modulation 
normalized to zero-feedback output power, at 1.15 times zero- 
feedback threshold current, for 4% AR-coated facet reflectivity 
and 22% external-cavity feedback, (a) Minimum power, maximum 
threshold gain. (t>) Maximum power, minimum threshold gain. 
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Current ImA) 

Fig. 4. Power as a function of current hysteresis, (a) Low-threshold 
state. (b) Low-to-higli threshuld transition caused by momentary 
feedback interruption. (c) High-threshold stale, oscillation extinction 
by current reduction, (d) High-lo-low threshold transition, reinitiation 
of oscillation by further current reduction, 

of output power are possible; this is the condition given the 
name bistability. Furthermore, the oulpul power is periodic 
in wavelength with a period equal to (he mode spacing of 
lite spurious laser chip cavity. 

With the laser luneel to a bistable wavelength region, it is 
possible to switch the laser between I he I wo states. In the 
bistable region, the laser exhibits power versus current hys- 
teresis as shown in Fig. 4. When I he current is increased 
from zero, the laser turns on in the low-threshold external- 
feedback state. A transition from the low-threshold slale lo 
the high-threshold state is triggered by momentarily block- 
ing the external cavity. In this slale, current reduction below 
the Ihreshold citrrenl of the high-lhreshold slate extinguishes 
the output Further currenl reduction causes a spontaneous 
transition back to Ihe low-threshold state. 

The periodic nature of the bislable tuning curve in Fig. 3 is 
clearly a resull of the residual chip cavity. The period is cor- 
rect for the 285-um laser chip cavily length, and Ihe maxi- 
mum power is expected when the optical signal is tuned lo 
the cavity resonance. However, if this were the only physics 
involved, there would be no bistabilily anil Ihe power-versus- 
wavelength curve wotdd be nearly sinusoidal. To explain 
bistabilily, the strong coupling between gain and laser 
refractive index must be included in Ihe model. 

The coupling of gain, which is proportional to carrier density, 
and refractive index can be explained by arguments similar 
lo those used lo model propagalion of radio waves in plas- 
mas/ 1 In laser theory, Ihe effect is quantified by a linewidlh 
enhancement factor, u, which was originally introduced lo 
explain the anomalously large spectral linewidths of semi- 
conductor lasers. When the u factor is included in Ihe 
model of an external-cavity laser with a partially AR-coutcd 
facet, the oulpul power-vcrsus-wavelength curve distorts 
from a sinusoid to Ihe multivalued theory curve in Fig. ;i, 
which is in good agreement with the experiments. The n 



factor is an inherent characteristic of Ihe laser and cannot be 
reduced. However, bistability can be eliminated by improv- 
ing the AR coatings and by increasing the external-cavity 
feedback. 

Multimoding 

Even when the AR coating reflectivity was reduced front a 
few percent to a few tenths of a percent, which cured the 
bistability problem, good tuning behavii >r could nol be guar- 
anteed. The extemal-cavity laser still suffered from a ten- 
dency to oscillate in multiple modes, particularly in certain 
spectral regions. Studying, explaining, and solving this prob- 
lem was one of the most difficult and time<'onsuming aspects 
of the tunable source development project. 

The multimode behavior of the external-cavity laser is well- 
illustrated by Fig. 5, which presents two sets of measure- 
ment data. The upper curve is a plot of the laser threshold 
current as a function of wavelength, showing the modula- 
tion effects of the laser chip cavity. The lower curve is a 
statistical measurement of Ihe fraction of multimoding events 
detected on multiple sweeps. There is a clear correlation 
between multimoding and the threshold currenl modulation 
induced by the chip cavity. 

The explanation for Ihe periodic mullimoding behavior of 
the external-cavity laser is centered around the saturation 
behavior of the laser. In the time domain, the multimode 
laser output is noisy and in some instances pulsates at the 
external-cavity round-trip time period. The amplifier satura- 
tion will normally tend to damp out these amplitude fluctua- 
tions. The damping occurs because, as the circulating power 
increases above the equilibrium level, the gain saturates, 
which in turn causes the power to decrease back toward the 
equilibrium level. Mullimoding of Ihe type illustrated in Fig. 
5 is caused when the ct factor and the residual chip cavity 
work together to switch off Ihe saturation mechanism. 

The details of Ihe arguments leading lo this conclusion are 
beyond the scope of this paper, hut some results of Ihe anal- 
ysis are presented in Fig. (i. which again shows two curves. 
The first is a calculation of Ihe threshold single-pass chip 
power gain tinder reasonable conditions of external-cavity 
feedback and AR-coated facet reflectivity. The horizontal 
axis is frequency normalized to one laser chip mode spac- 
ing. The second curve is related lo the saturation behavior 
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Fig. 5. The upper curve is Hie threshold currenl as a function nl the 
laser wavelength, showing modulation resulting from the residual 
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Fig. 6. Tin' curve associated wilh (In- riglil uiib-i] :i\t- i- tin- i ;ili ii- 
lated threshold single-pass power gain ((1, ) .-is a function of fee* 
quency normalized in h single chip mode period. AR-coating reflec- 

tivily is 0.3296, external feedback is 7.14%, and tt = -5. The second 
<<K I 

curve is j^; where K is the external ' hip gain, (i is the single-pass 
chip power Main, and (i, is Che threshold gain. 

of the laser. It is the derivative of the external chip power 
gain with respect to the internal chip Rain. The external gain 
is defined as the ratio of the power coming out of the AR- 
coated facet to the incident power. 

I nlike the internal gain, the external gain is strongly influ- 
enced by the laser chip cavity. A zero value of the derivative 
is an indication that the external gain is not changing as in- 
ternal gain decreases as a result of carrier depletion. This is 
possible because even t hough earner depletion reduces the 
internal gain, it also tunes the chip cavity because of the 
coupling of gain and refractive index. When the chip cavity 
is tuned closer to resonance by a carrier-depleting optical 
pulse, then the resonantly enhanced external gain can com- 
pensate for the reduction in internal gain. In effect, the am- 
plifier has become unsalurable. In the spectral region where 
the derivative is small, the saturation of the amplifier has 
been reduced to the point where multimoding is likely. 

The conclusion drawn from Fig. ti is that multimoding is more 
likely in the spectral regions where the threshold gain curve 
lias the steepest slope. This is indeed what was measured in 
Fig. 5. 

There are two approaches to solving the multimoding prob- 
lem. The first is simply to reduce the AR-coated facet rcllce- 
tivity to the smallest manufacturable level and at the same 
time increase the external feedback to the largest practical 
level. It can be shown theoretically that multimoding will 
disappear if the facet reflectivity is sufficiently reduced. 1 ' 
The second approach is to reduce multimoding by changing 
the external cavity design. The idea here is to make the ex- 
ternal cavity filter bandwidth narrow enough so that only 
one external cavity mode lies within the filter bandpass. 
Several ca\ity designs were investigated both analytically and 



experimentally with this goal in mind. Our conclusion is ihat 
a sufficiently narrow filler cannot be made using the diffrac- 
tion grating alone. For this reason a second filter element — 
a tilled etalon as described in the article on page 2(1 — was 
added to solve the multimoding problem. Although the eta- 
lon complicates the external-cavity laser because the grating 
filter and the etalon must be tuned synchronously, the etalon 
proved to be the most reliable muliiinode suppression 
method. 

S ii miliary 

instability and multimoding are I wo important phenomena 
that affect the control of exlernal-cavity laser wavelength 
and spectral width. The investigations at III' laboratories 
were done to develop a set of single-mode design specifica- 
tions for AR coating reflectivity, feedback strength, and ex- 
ternal filter bandwidth. Other investigations on cavity de- 
sign.' s 11 mechanical tolerances, and phase-continuous 
liming 1 " were also completed. Altogether, (he outcome of 
this work was a significant contribution to the development 
or the HP 8K57A and IIP 81G8A tunable laser sources. 
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Design of a Precision Optical 
Low-Coherence Reflectometer 



The HP 8504A precision reflectometer uses the classic Michelson 
interferometric measurement technique to allow designers and 
manufacturers to measure reflections easily in optical components and 
assemblies. Spatial resolution is on the order of tens of micrometers. 

by D. Howard Booster. Harry Chou, Michacd G. Hart. Steven J. Mifsud, and Roll in F. Rawson 



An optical low-coherence reflectometer uses a Michelson 
interferometer configured with a broadband source to make 
spatially resolved measurements of reflections within optical 
components and assemblies. The short coherence length* of 
the source, usually a light-emitting diode, produces a spatial 
resolution on the order of tens of micrometers, while the 
measurement range is limited only by the travel of the refer- 
ence mirror in the interferometer. The objective of the HP 
S504A precision reflectometer project was to provide the 
lightwave industry with the first commercial implementation 
of the Michelson interferomet ric measurement technique in 
which all the components are provided in one package. 

* Law coherence and short coherence length are two ways of describing the same lundamonlal 
characteristic o! the L£D source in the rellectometer A low-coherence source has a hroad 
spectral conient and therefore it is noisy The broad spectrum means that the source will have 
a short coherence length because the light beam travels only a short distance belore it be- 
comes incoherent 



While while-light interferometry** has been around for 
some time in research labs, the measurement setup is com- 
plex, typically requiring an optical table and a very skilled 
person to make the measurement and Interpret the results. 
To be successful, the commercial version of this measure- 
ment technique needs to be rugged, reliable, easy to use, 
and affordable for manufacturing applications. To meet this 
challenge within the constraints of a short development 
cycle and the requirement to minimize development cost, a 
small group of experienced engineers was assembled to 
build the HP S504A. Off-the-shelf parts were used wherever 
possible and every Opportunity to leverage previous designs 
was taken. 

The article on page 52 provides a detailed discussion about 
the Michelson interferometer and white-light interferometry. 

• White light imerlerometrv uses a broadband, noisy source 




Fi«. I. The Hi' 8504A precision 
reflectometer. The top pari is 
the display and signal processing 

sci linn and the bottom pari i on 
tains the optical and rlet.cct.iou 
ha I'll ware 
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Several instrument concepts were considered for the HI' 
8504A precision reflectometer, including a single, designed- 
I'rom-scratch box and an upgrade or retrofit of an existing 
network analyzer. The final design consists of two packages 
of reasonable size and weight which can be transported 
separately and then reattached without losing factory 
calibration. 

Measurement Example 

Fig. 2 shows the display of a measurement taken with the 
IIP 8504A precision reflectometer and an illustration of the 
device under test. The vertical axis of the display shows the 
magnitude of the optical reflections seen looking into the 
device and the horizontal axis shows the positions of the 

reflections. 

In this case, the device is a small packaged laser. The first 
reflection is from the end of the fiber pigtail. The return loss 
is approximately 14 dB. which one would expect from the 
polished end of the fiber. The next two reflect ions are from 



the two faces of the package window that provides the her- 
metic seal for the laser. The reflections are very low because 
these surfaces are coated with an antireflection film. Reflec- 
tions from both sides of the spherical lens can also be seen. 
Because of the spherical shape of the lens the reflected light 
diverges, causing lens reflections to be small and limiting 
the amount of reflected light recaptured by the fiber. Finally, 
reflections from the front and rear facets of the laser chip 
are clearly visible. 

Measurements of this type are nondestructive and valuable 
to both the component designer who wants to optimize each 
element of the component and the process engineer who 
wants to monitor the component's quality and assembly 
process consistency. 

Block Diagram 

Fig. 3 shows the block diagram of the IIP 8504A precision 
refleetometer. In its standard configuration, the instrument 
contains two light-emitting diode sources, one at 1300 tun 



Device Under Tesl 




CENTER 102.652 mm 



1300 nm n=l 



SPAN 5.000 mm 



Fig. 2. Laser assembly measure- 
ment example showing the ori- 
gins of the reflections thai appear 
on the display, fa) The device un- 
der test, (b) The HP 8504 display 
showing the reflections in dB. 
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Fig. 3. Ill' Hfiu4A block diagram. 



and lite "liter ai 1:V>0 nm. The outputs of the I wo sources 
are multiplexed by a wavelength division multiplexer. (Only 
one source is on ai a lime.) The output of the multiplexer is 
split into the two amis of the Michelson interferometer by a 
3-dB directional coupler. The test arm is simply one leg of 
the directional coupler lo which a lost device can be con- 
nected. The reference arm output is polarized and collimated. 
and after going through a retroreflector, is reflected back 
along the same path by a stationary mirror and reenters the 



fiber. This reflection from the reference arm is then com- 
bined with the reflection from the lest arm by the directional 
coupler and sent to the receiver. 

The ret roreflector doubles the optical path length for a given 
mechanical travel and also improves the stability of the opti- 
cal assembly. The reference arm also contains an extension 
cable that can be changed front the instrument front panel. 
By varying the length of this extension cable, the reference 
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plane of the measurement can in- positioned ai any desired 
point — thai is. (he measurement window can be offset to 

compensate lor the 111)1'!' pigtail on the device under lesl. 

The relroreflccl or scans during the measurement and hence 
the light reflected from the reference arm of the reflect ome- 
ler is shifted in fre(|iiency (hecause of the I lopplcr effect ) hy 
;ui amounl proportional to the scanning velocity of the relro- 
refleCtOt (a frequency shift of 27,7 kHz in this case). Thus, 
two beams of different optical frequencies are incident upon 
the polarization diversity receiver, and it is their difference 
frequency (or heal frequency) of 27.7 kHz that is processed 
by the receiver. 

Provisions are made that allow the user to configure the III' 
sr>04A into a general-purpose Michelson interferometer. The 
connector pair in the source ami makes it possible for the 
user to provide sources to be used with the interferometer 
and the connector in the receiver arm makes it possible For 
the user lo supply external receivers. This opens up a wide 
variety of measurement applications. For example, the user 
can obtain the coherence function of a source by connecting 
it lo the source arm input The user can also connect an op- 
tical amplifier between the source arm connectors to im- 
prove the sensitivity of the instrument In addition, the mov- 
ing relroreflector and the zero-span feature buill into the 
user interface allow the IIP 8504A to be used as a program- 
mable, variable, optical delay line with 1.3 lis of total range 
and S fs of resolution. 

Receiver 

The hardware blocks lhat make up the receiver portion of 
I he IIP 8">04A are shown in Fig. 4. The polarization diversity 
receiver detects the optical interference signal generated by 
the combined reflections from the lest ami and the refer- 
ence arm of the interferometer. The electrical current output 
from the polarization diversity receiver is convened into a 
voltage by the iransimpedance amplifier and led lo a band- 
pass filter to reduce unwanted frequency components. 

Next, the envelope of the interference signal is detected by 
an active full-wave rectifier circuit followed by a low-pass 
filter. The resulting dc signal is fed lo a sample-and-hold 
circuit, a multiplexer, and then on to the analog-to-digital 
converter in the display section of the instrument to be 
processed for display. 



Polarization Diversity Receiver. The purpose of the polarization 
diversity receiver is to remove the undesirable dependence 
of the interference signal on polarization transformations in 
the lest arm of the interferometer. In the IIP 8~>04A, the polar- 
ization diversity receiv er consists of a polarization splitter 
thai splits the incoming optical fields into two orthogonal 
polarization components, each of which is imaged onto its 
own photodiode, These two pholodiodes are described in 
I he article on page 49. 

During the instrument calibration procedure, Ihetesl port is 
first terminated with a low reflection, so thai only the refer- 
ence aim reflection is detected. The polarization controllers 
in the receiver arm are then adjusted such that the optical 
powers in the two orthogonal polarization axes are roughly 
equal. This ensures lhat an interference signal will occur 
regardless of the polarization stale of the signal in the lest 
arm. The device under test is then connected to the lest port 
and the resulting interference signals are detected and con- 
verted to a current that consists of bursts of the 27.7-kIlz beat 
frequency. The peak amplitude of these bursts is proportional 
to the square root of the magnitude of the reflectivity at I be 
particular mirror position. 

More detailed information about polarization and the polar- 
ization diversity receiver is given on page 55. 

Transimpedance Amplifier. The iransimpedance amplifier con- 
verts the output currenl from the pholodiodes in the polariza- 
tion diversity receiver into a voltage at the amplifier output 
(see Fig. 5). Since the information of interest is contained in 
a low-level 27.7-kHz signal, the amplifier must be capable of 
processing this frequency and also have good noise perfor- 
mance However, as frequency increases, the reactance of the 
diode capacitance (Cp) and stray capacitance (C' m ) shunts 
the negativ e feedback port of the operational amplifier, 
causing a potentially unstable condition. Adding capacitor 
C] across feedback resistor R] helps lo compensate for this 
effect. 

Noise performance is also improved by adding Cp 1 The 
voltage gain for any noise appearing at the input of the 
amplifier is equal to: 

Voltage gain = 1 * Z[/Z ( |, ode . 




Fig. 4. Receiver block diagram 
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Equivalent 
Circuit 




Fig. 5. Tninsitiiin'iliiin r amplifier circuit 

This gain al dc is very nearly equal (o one siiiee the diode's 
equivalent resistance is very large compared to Rj. How- 
ever, as the frequency increases, the diode impedance de- 
creases because of the shunt capacitances. When the diode 
impedance equals R|. the voltage gain increases at a rate of 
fi dB per octave. Adding C| in parallel with R| reduces Zi, 
thereby reducing the voltage gain. 

A voltage amplifier with adjustable gain follows the trans- 
impedance amplifier. This compensates for the LED device- 
to-device power variation and the wavelength sensitivity of 
the detector responsivity. 

Bandpass Filter. The bandpass filter is an active, stale- variable 
type of filter (see Fig. t>). If the gain of the operational ampli- 
fiers at the desired frequencies is sufficient, Ihe characteris- 
tics of the filter are only dependent upon the passive compo- 
llenls. Sn by choosing proper components, the filler can be 
made very stable with temperature. 

Remaining Components. The envelope detector, sample-and- 
hold circuit, and multiplexer were all leveraged from other 
III' Instruments. However, improved dynamic range was 
needed from Ihe envelope detector. By optimizing the oper- 
aiingpoini of the envelope detector diodes and using a high- 
er-frequency operational amplifier, Ihe dynamic range was 
extended beyond 80 dB (see Fig. 7). 



B 

W, 

c c 




Fig, 6. Bandpass IBter circuit 



- 




*10 V *1 V *0.1 V ♦0.01 V +1 mV 

Detector Output 

OdB -20 dB -40 dB -60 dB -80 dB 

Fig. 7. Dynamic range of the envelope detector used in the receiver 
section of the HP .SStMA 

Signal Processing 

The lop section of the IIP 8504A shown in Fig. 1 is the dis- 
play processor. It controls the lightwave section, digitizes 
Ihe measurements, processes and displays the data, and pro- 
vides the user interface. Control of the lightwave section 
includes initiating motor control, selecting the source, set- 
ting source power, and sampling measured signals. 

The data processed by the display processor comes from the 
signals received by the two receiver channels. These signals 
are multiplexed and sent to a single. 10-bil analog-lo-digilal 
converter that produces a number thai is proportional to ihe 
magnitude of the signal in the corresponding receiver chan- 
nel. Then a constant, corresponding to Ihe dc offset voltage 
in ihe particular receiver channel, is subtracted from each 
number. This data tlow is shown in Fig. 8. 

Next, the number of data points musl be reduced to fit on 
Ihe CRT. Data is measured approximately every 2.6 micro- 
melers (in Ihe l-'iOO-nm case) and since the envelope gener- 
ated by each reflection is approximately 15 micrometers 
wide, no reflection will be missed. However, in a full spun of 
4(1(1 mm litis produces HiO.OOO data points. Only 4(1(1 points 
are displayed on Ihe CRT, so Ihe number of points must be 
reduced. This is accomplished using a maximum hold func- 
tion. The number of measured points, which ranges from 
400 to HiO.OOO as a function of the span, is divided into 400 
groups. The dala wilh the largest magnitude is found in each 
group and becomes the nominal value for the group. Conse- 
quently, in wide sweeps, a single response on the display 
may represent multiple reflection responses in the device 
under lest. However, performing this function guarantees 
that every DI'T reflection is represented. By reducing Ihe 
span, multiple reflections can be resolved down to the 
25-mierometer spacing. 

Dala averaging can be used to improve the noise floor. The 
averaging function in ihe processing sequence is an expo- 
nential average. The data being averaged consists of complex 
values representing the orthogonal polarization components 
of Ihe detected signals. Each element of Ihe complex data 
pair Is averaged independently for each spatial position. An 
averaging factor, k, selected by Ihe user, specifies how much 

of the currenl measurement is added to a complementary 

poll ion of Ihe previous average to form the currenl average. 

(cominuad on pafle 451 
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Averaging Measurements to Improve Sensitivity 



Significant measurement sensitivity improvement can be realized if multiple mea- 
surements in narrow sweep widths are time averaged, reducing the level of the 
noise floor Fig. 1 shows a reflection that is just above the noise floor in a single 
sweep, but is clearly visible after averaging. When using averaging to improve the 
noise floor, care must be taken to correctly interpret the results. 

The HP 8504A measures reflections at discrete points spaced approximately 2.5 
micrometers apart when using a 1300-nm source The envelope of the response from 
each reflection is approximately 15 micrometers wide because of the coherence 
length of the LED source, so each reflection is sampled at a minimum of five points 

In the maximum sweep width of 400 mm, 160,000 data points are obtained, but 
only about 400 points can be displayed on the CRT So in this case the 160,000 
data points are divided into 400 groups of 400 data points each, and the largest 
value in each group is displayed on the CRT 

This technique of displaying the maximum value in each group of data points 
guarantees that any reflection that exists in the OUT will show up in the final 
measurement, ensuring that no DUT reflections are missed However, it also 
means that averaging the data will improve the noise floor more in narrow 
sweeps than in wide ones. 
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Fig. 1. A rellection thatis|ust above the noise lloor la) Before averaging Ibl After 100 
averages 



Fig. 2. Amplitude change with sweep width (al Sweep width (span) t 4 999 mm (h| Sweep 
width = 2.5 mm (cl Sweep width = 1 0 mm 
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In the scheme |ust described, the largest signal in each of the groups of data 
points is the one that is displayed on the CRT and subsequently averaged But 
noise is a random function, and m wide sweeps which have a large number of 
data points m each group, there is a high probability of having a noise peak or 
spike show up m each group. It is this peak, the maximum value of the data points 
m the group, that is displayed on the CRT and used m the averaging algonthm 
This has the effect of biasing the displayed noise floor upward, because it >s the 
maximum value m each group that is kept and averaged Decreasing the sweep 
width, and hence the number of data points in each group, decreases the probabil- 
ity that a noise peak will occur in any given gioup of data points Thus, the dis- 
played noise floor will be lower with narrower sweep widths with the optimum 
performance being achieved when there is only one data point per group. 

This situation can lead to some confusing results when using averaging to pull 
signals out of the noise, particularly when measuring reflections that are below 
the level of the urtaveraged noise floor peaks. As the sweep width* is narrowed, 
the level of the reflection will appear to decrease iSee Fig. 21 This is because the 
maximum value of the reflection and the noise in each group is being averaged In 
wide sweeps, the noise will dominate As the sweep is narrowed, fewer noise 
peaks occur within each group and the desired reflection dominates the maximum 
value of the group. 

So. for the best sensitivity and accuracy in the measurement of low level signals, 
the minimum sweep width should be used 



Sweep width is also called measurement span 



The average for each element of the complex data is calcu- 
lated as follows: 



Average,, = x Data,,™ + 
where k is an averaging factor. 



(k - I) 



k 



x Average,,-! 



Sec "Averaging Measurements to Improve Sensitivity," on 
page 44 for more about measurement averaging. 

Calibration 

Calibration processes are used to remove systematic mea- 
surement errors and to reference measurements lo a reflec- 
tion of known magnitude. The calibration process consists 
of several steps. First the dc offsets in the receiver channels 
ate measured. Next, with a low-reflection termination con- 
ucclcd lo the lest poll, the receiver polarizal ion is balanced 
lo divide the reference power equally between the I wo po- 
larization diversity receiver photodiotle detectors. The user 
interface provides a special display lo indicate I he ratio of 
power in the two detectors. The user manually adjusts a 



two-paddle polarization controller until the trace on the dis- 
play falls within a marked range. The final step is performed 
by connecting a known reflection to the test port. This 
known reflection standard is measured and used to calibrate 
the magnitude of the displayed reflection formed by the sum 
of the squares of the outputs of the two receiver channels. 
In addition, for measurements made at 1550 tun, the user 
can elect to correct for the dispersion effects of the fiber. 
Tlie equation for calculating the value of a data item to take 
into account systematic measurement errors is: 



Data- = (ki„ x S|J + (*! x 4,) 



where k| and k2 are correction coefficients combining bal- 
ance, magnitude, and dispersion factors and sj and s-j are the 
data points for the two channels with the offsets removed. 

Magnitude data is formatted either as linear data ranging 
from 0 to 1.0 for calibrated measurement, or as logarithmic 
data in dB. The absolute value of the logarithmic data is re- 
turn loss. Before the data is displayed, it is scaled and the 
reference value and position are set. 

Interferometer Details 

The interferometer sect ion of t he 1 IP S504A consists of t wo 
major assemblies: the optical deck and the translation 
stage. The modular approach of these designs allows the 
interferometer section to be serviced in the field and lo be 
manufactured separately. 

Optical Deck. The optical deck houses the major interferome- 
ter devices (see Fig. 9). The LED sources, wavelength divi- 
sion multiplexer, coupler, and receiver are packaged within 
one sheet-metal tray. The liber and each splice are routed 
through channels of neoprene foam to control bend radii 
and fiber stability and to manage fiber lengths. The front- 
panel connectors are attached directly lo the tray, which 
aids in assembly. 

Translation Stage. The translation Stage serves tWB Btmctiona 
in making the relum loss measurement. The first is to posi- 
tion the measurement window at the point of interest within 
the 1)1 'T The translation stage has a maximum travel of 200 
mm. By using a retroreflccloi to double the optical path 
length, 400 nun of measurement range is achieved. The mea- 
surement window, or span, can be as small as 1 nun or as 
large as 400 mm. 
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The second function of tlio translation stagi' is to move I lie 
retroreflector at a constant velocity. This produces a floppier 
shift in lite reference ami signal of 27.7 kHz. The distance 
between two reflections, measured during the same sweep, is 
ralcnlaled from llie velocity and I he elapsed lime. 

The translation stage consists of a preloaded ball-bearing 
linear slide driven by a leadscrew and a servo-controlled dc 
motor (see Fig. 1(1). The leadscrew moves the retroreflector 
along I lie linear slide. Light is launched from the fiber, passes 
through the polarizer and I he collimaling lens, and to one 
side of the retroreflector aperture. The light is then directed 
in a stationary Hal mirror mounted adjacent lo the fiber 
launch where i( reflects back onto itself, retracing the for- 
ward path, and is recoupled into the fiber. By moving the 
position of the retroreflector, the open beam length is in- 
creased by twice the slide travel. 



To minimize the lime lo market for the HI' Soil I A. standard 
components were used in the design wherever possible. The 
dc motor was leveraged from components used in other HP 
products, and I he linear slide is a commercially available 
product. Most of the other optical components were also 
readily available, that is, they did not have to be specially 
designed. 

The translation stage's most critical performance require- 
ment is velocity control. Measurement repeatability, reflec- 
tion position, and amplilude accuracy are all directly af- 
fected by the reirorcflector's velocity. In addition, very 
low-amplitude vibrations can modulate the mirror or Ihe 
retroreflector. This velocity "noise" appears as frequency 
modulation on the Doppler-shifled signal. 
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Fig. 10. i Components in the 
translation stage 
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Balance Receiver 

1 I Connect reference extension cable 
21 Conned low rellection termination to test port 

3) Adjust polarization balance until trace is in shaded area. 

4) Press 'DONE-' | 



Done 




Shaded 
Area 



Trace 



Exit 



Fig. li. Polarization receivei 
balance display. 



Two separate approaches were used to minimize the system 
vibration. First, the loop was optimized for low-amplitude 
velocity noise at the expense of maximum system respon- 
siveness. Second, the open-loop structural vibrations were 
suppressed by damping and using compliant coupling in the 
leadscrew design. 

Optimizing translation stage performance required an un- 
usual velocity measurement technique. The unwanted vibra- 
tions and velocity Unci nations of the optical surfaces on lite 
stage needed lo be measured precisely without influencing 
the dynamics of the system. Traditional approaches such as 
the use of a tachometer or acceleroineler proved inadequate 
in this application. The solution was lo use an external laser 
as the source for the interferometer and then monitor the 
period of the resulting fringes. 



device under test. The user can easily position a trace 
marker on one of the peaks to determine reflection position 
and amplitude. 

A second feature that aids usability is the polarization bal- 
ance display (see Fig. 1 1 ). The user Ls provided with a graphi- 
cal representation of polarization. The display gives real-time 
feedback as the user adjusls the polarization state. The dis 
play includes a shaded target area to indicate the acceptable 
range for polarization balance. 

The IIP 8504A includes a feature called guided setup, which 
is also found in oilier III' lightwave component analyzers. 
This feature greatly simplifies the use of the HI* 8504A preci- 
sion reflect ometer. Graphics and text help the user through 
the important step of selecting and connecting the reference 



User Interface 

Development of the IIP S'iDIA user interface was facilitated 
by the reuse and leverage of firmware from the IIP 8703A 
lightwave component analyzer. Both of these instruments, 
as well as the HP 8702 lightwave component analyzer, are 
used to characterize lightwave components. A common ori- 
gin for the firmware helped maintain a consistent user inter- 
face for lightwave component measurements. In addition, 
development lime was shortened by reusing firmware. 

Most of the user interface and data display manipulation 
features of the IIP S504A are a subset of those found in HP's 
lightwave component analyzers. However, other features 
were added to meet the specific needs of the reflect ometer. 
Two of the adtled features contribute significantly to the 
usability of the IIP 8504A. The first of these is the peak 
search functions. The Interpretation of measurements made 
with the UP S504A involves locating the position and ampli- 
tude n| impulse peaks corresponding to reflections in the 



Select cables lor Pigtailed Device 

1 1 Carefully measure length, 12. ot device pigtail. 

2) From accessory kit, select two cables of equal length, tl. 
such that tl is less than 12 and difference in length is less 
than 240 mm. (tl 12 and 12 LI 240 mm) 

3) Press CONNECT CABLES.' 
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Pig, 12. Guided setup dispta) 
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extension cable (see Fig. 12). The user is also guided 
through receiver balance and magnitude calibration. 

In addition to front-panel operation, the IIP 8504A can be 
remotely controlled using a standard lll'-IB interface. Hard 
copy of the data can be produced using plotters and printers 
connected via the lll'-IB. Data and instrument states can be 
stored to disk via the III'-IH and retrieved for later use. 
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Fabrication of Diffused Diodes for HP 
Lightwave Applications 



The simple but robust p-i-n dual detector used in the receiver of the HP 
8504A precision reflectometer has -17 dB return loss (2% reflection) 
operating at both 1300 nm and 1550 nm. 

by Patricia A. Beck 



The HP 8504A precision lightwave reflect omet or uses a pair 
of eofabricated planar photodiodes as its receiver element 
{see article on page 39). One path of tiie split polarization 
beam strikes each diode and the resulting phot ocurrents are 
added vectorially. Although the InP/InGaAs detectors have 
been optimized for wavelengths from 1300 nm to 1550 nm. 
other operational configurations are possible. 

P-i-n phoiodotectors convert optical inputs to electrical sig- 
nals. A photon enters through the p-doped region, which is 
chosen to be transparent lo the radiation, and is absorbed in 
the intrinsic (i) region. An electron-hole pair is formed. Car- 
riers are moved from the intrinsic region to the p and n re- 
gions by the electric field induced by the applied voltage 
bias. The movement of charge is the detected pholocurrent. 
This photodetector operation is shown in Fig. 1. 

This article describes the design and process used to develop 
the diffused photodiodes used in the IIP8504A. 




Types of Photodiodes 

Two types of semiconductor photodiodes are used in IIP 
lightwave products: mesa and diffused planar. While their 
operation is similar, their structures are different. 

Mesa p-i-n diodes have their layers grown epitaxially with 
the dopants already in place. Extraneous material is then 
etched away to form the devices and provide isolation and 
separation from neighboring devices as shown in Pig. 2. The 
layers for the devices in question are: Zn-doped InP for the p 
region, sulphur-doped InP for the n region, and undoped 
(intrinsic) InGaAs for the i region. 
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Fig. 2. P-t-n structures. Mesa device (h) planar device 
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Planar p-i-n diodes also have their layers grown epilaxially, 
bill the layers above ihe n-lype subslrale are undoped. The p 
region is formed later by diffusing dopants into ihe surface. 
After (he epitaxial layers are grown, a diffusion barrier (in 
this case silicon nitride) is deposited and patterned. The 
openings in the diffusion barrier expose Ihe InP surface lo 
define and separate devices. The patterned wafer is sealed 
in a closed vessel with Ihe solid dopants or placed in an 
f IMVI'E (organometallic vapor phase epitaxy ) reactor with 
dopant gases flowing over its surface. This may be the same 
type of read or used to grow the original epitaxial structure. 
Fig. .'5 depicts a wafer re-sling in a quartz ampoule with ele- 
mental zinc (Ihe p dopanl ), arsenic (lo slow and control Ihe 
zinc diffusion), and phosphorous (lo provide an overpres- 
sure lo keep the phosphorous in the InP from diffusing out 
at high lemperalures). Out-diffusion causes severe surface 
pining. The sliding bar in Fig. -'i illustrates the balance of Zn, 
As, and P in the ampoule. Holding the As concentrate con- 
stant while increasing the amount of Zn tends to cause a 
poor, pitied surface i 100",, Zn u uh cr\. P is the extreme). At 
the other end of the scale, 100% P and 0% Zn will result in a 
smooth surface but no diffusion. The exact balance of ele- 
ments depends on the process parameters for a specific 
device. The wafer is held at high temperature long enough 
for the solid sources to form a gas and drive the dopants to 
the InP/InGaAs junction. Although the time is more predict- 
able in gas source diffusion because there is no solid phase 
with which to contend, closed ampoule diffusion is adequate 
for small production runs and is used in this process. 

Diffused pholodiodes can easily be sized from micrometers 
to millimeters, and can be closely spaced. The planar design 
offers easier fabrication and passivation with improved leak- 
age characteristics and an abrupt turn on The parficulat 
birefringent crystal chosen for use in the HP 8504 A splits the 
incident radiation into two beams whose polarizations are 
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Fig. 5. 1-V curve of a 32Q-nm diameter diffused photodiode 

orthogonal Two planar detectors fabricated on the same 
microchip offer advantages of matched spacing (lo the 
beams) and matched responsivity (to each other). Fig. 4 
shows the dual detector used in the HP 8504A. Bond pads lie 
off Ihe active area above the diffusion barrier. 

Processing and Development 

To speed processing (both layout and alignment ) and lo in- 
crease yield, a simple lab contact to one side of Ihe active 
region is used rather than an encircling ring of metal. If the 
tliode is probed with a small light beam, response decreases 
slightly with distance from Ihe contact. In the HP S504A, the 
beam striking the surface is large compared lo the diode, 
therefore, the tab design is adequate. Although if has higher 
capacitance and therefore lower frequency response than a 
mesa device with a similar intrinsic layer thickness, the dif- 
fused device is ideal for this broad-area application. Under 
reverse bias conditions the intrinsic layer of the diode is 
depleted of charge. In the absence of light only a small re- 
verse leakage or dark current fjaj flows. I,| is considered a 
measure of t he noise floor of the receiver. Planar devices 
have lower dark currents than mesa devices. A typical 
80-um-diametcr mesa device from this laboratory exhibits l,| 
less than 30 uA at -5V, while a similarly sizetl planar device 
would have an l,| of less than 1 nA. Dynamic resistance (ex- 
trapolated resistance through 0V) is greater than 20(1 MQ. 
Responsivity is on the order of 0.9 to 1.1 AAV' over the wave- 
lengths of interest between 0V and -5V bias. Fig. 6 graphs 
typical eurrent-versus-voltage charaet eristics. 

Optical relied ions prove important in component and sys- 
tem manufacturing. Therefore, antirefleclion coatings are 
applied to decrease these reflections. One coating is placed 
directly on the chip and another is placed on the window or 
lens of the package containing Ihe photodiode. The coalings 
decrease the feedback to the laser source and increase the 
amount of light absorbed rather than reflected from the 
surface of the device. 

Fig. (i is a plol of Ihe power reflected as a function of wave- 
length for a standard one-layer antirefleclion coating depos- 
ited on the chip. It is possible lo obtain -17dB (2%) reflec- 
tion at both 1300 nm and 1550 nm. Fig. 7 is a photo of the 
packaged receiver. The top of the T039 can is windowed to 
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Fig. 6. Efficiency curve for diode anlirefleclioii coaling. 

allow light to pass llirough to the diode. The antireflection 
coaling is applied lo both sides of the window. 

The diodes have been stressed ai elevaied temperature and 
bias, predicting a lifetime of 1 x 10" hours at 55°C instru- 
ment operalion. Samples have also been subjected to a vari- 
ety of environmental tests. They have been put through ran- 
dom vibration, shock tested to lOOOg, subjected while under 
bias in their hermetic packages to 90% humidity for greater 
than one week while cycling temperature, and investigated 
at 0°C for variation in electrical characteristics and con- 
densation. No significant changes in diode characteristics 
were produced. It was found thai these devices are static- 
sensitive and can be shoried with the application of 200V 
reverse bias. 

Conclusion 

The large-formal p-i-n dual detector used in the HP 8504A is 
simple but robust and with minimum care it will function 




Fig. 7. Dual detector package. Diode and honding posts are visible 
beneath the windowed lid. 

well over the instrument's life. The use of highly leveraged 
design and processing has resulted in a very short lime from 
concept through production to instrument release. 
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High-Resolution and High- Sensitivity 
Optical Reflection Measurements 
Using White-Light Interferometry 

In the HP 8504A precision reflectometer white-light interferometry is used 
as a nondestructive measurement technique for probing closely spaced 
reflections in optical devices. 

by Harry Chou and Wayne V. Sorin 



Reflections in optical components and systems often pose 
problems to the designer. For example, many laser sources 
become unstable when laser light is reflected back into the 
laser cavity. These reflections can cause abrupt frequency 
changes or increased intensity noise, even for reflectivities 
as low as 10~ H (-80 (IB). Therefore, it is necessary for laser 
manufacturers to avoid any excess reflections within their 
laser packages. Reflecting surfaces can also set up optical 
resonances known as the Fabry-I'erol effect, which converts 
the phase noise of the source (or length variation between 
the reflecting surfaces) inlo intensity noise. In analog com- 
munication links, relied ions as small as 0.1% (-.'iO dB return 
loss) can significantly degrade system performance. The 
Fabry-Perot effect is a particularly acute problem for optical 
amplifiers that will be used in the next generation of optical 
fiber communication systems. In these amplifiers, a double 
reflection with an effective reflectivity (i.e., the product of 
their reflectivities) of 0,0001% (-60 dB) can degrade perfor- 
mance Optica) isolators can be used to circumvent this 
problem provided the isolators themselves have low reflecti- 
vities. These examples show the importance of locating and 
measuring reflections in optical devices. 

A number of techniques exist for measuring optical rellcc- 
tions. Optical time-domain reflectometry (OTDR) 1 is com- 
mercially the most successful, and is suitable for finding 
faults in long lengths (meters lo kilometers) of fibers. The 
technique consists of transmitting a pulse of light through 
the fiber under lest and examining the time-dependent re- 
sponse of the resulting backscattered signal. The basic setup 
for an OTDR measurement is illustrated in Fig. 1. The output 
of a pulsed laser source is launched into the fiber under test 
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by a fused fiber-optic directional coupler, and the backscat- 
tered power is detected by a high-speed photodetector. The 
spatial resolution of an OTDR is limited by the width of the 
optical pulse. Typical resolutions of Commercially available 
OTDRs vary from a few centimeters lo hundreds of meters. 
For spatial resolutions below one meter, the usefulness of 
these conventional pulsed methods becomes limited be- 
cause of the additional receiver noise required to detect the 
shorter optical pulses. The optical dynamic range of an 
OTDR is typically limited to about 60 dB to 70 dB, and is 
usually set by the dynamic range of the receiver circuitry. 

A second reflectometry technique is optical frequency- 
domain reflect omelry 1 1 >FDR) - With ( )FDR an intensity- 
■nodulated optical signal is applied to the device under lest 
and the reflected signal is measured as a function of the 
modulation frequency. An inverse Fourier transformation is 
fhen applied to calculate the time-domain impulse response. 
The spatial resolution achievable with this method depends 
on the modulation bandwidth of the source. A two-point 
resolution of about - r > mm is possible with a 20-GIIz modula- 
tion bandwidth. The dynamic range depends on source power 
and receiver noise. Typical dynamic range is 10 dB lo 50 dB. 

Another technique, based on using a power meter, is to 
measure the continuous-wave (CW) reflected light from the 
fiber under lest. While strictly not a reflectometry technique 
because it does not spatially resolve the reflections, it has 
been widely used to measure the ratio of total reflected 
power lo total incident power. The setup is similar to that 
shown in Fig. 1. except that the pulsed source is replaced by 
a CW source and the detector by a dc power meter. By mea- 
suring the CW reflected power, the total integrated return 
loss from the lest device can be determined. The advantage 
of this method is its simplicity and accuracy, but since the 
reflections are not spatially resolved, it does not provide 
information about the source of the reflections. 

The technique of white-light interferometry described in this 
paper is fundamentally different from the above techniques 
and offers greatly improved performance for high-resolution 
optical reflectometry. Compared lo existing commercial 
techniques, several orders of magnitude of improvement in 
both spatial resolution and reflection sensitivity is achieved. 



Fig. I. The basic components used in optical lime-domain 
reflectometry (OTDR1 
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Fig. 2. TV components i if an open-iieani Michelson iiiPTferomcter 
In litis setup a beam of ltRht front the optical sourer- falls on the 
beam splitter The reflected beam from the splitter passes to the 
fixed mirror where it is reflected back through the spliller to the 
(ielector. The other beam (transmitter) beam) from the splitter goes 
to lite movable mirror where il is also reflected back ll trough the 
splitter to Ihe detector. 

The rest of this paper discusses Ihe principles and practical 
considerations associated with white-light reflectometry. 
particularly as they relate lo the HP S504A precision reflec- 
lometer. The article on page 3ft describes the design of the 
HP 8504A. 

Fundamental Principles 

The white-light measurement technique uses optical interfer- 
ence and is based on the use of a Michelson interferometer, 
which has been in existence for over 100 years. An open- 
beam version of a Michelson interferometer is shown in 
Fig. 2. Historically, this type of interferometer was used to try 
lo detect the presence of an ether which was thought lo be 
needed for light waves to propagate through, ll Was also used 
to define the length of a meter accural ely with respeel to 
various optical wavelengths. ( )ne of the uses of Ihe Michelson 
interferometer is Ihe measurement ofthe coherence length 
(or coherence function) of various optical sources. The IIP 
8504A precision reflect onteler uses litis concept of measur- 
ing coherence length to achieve high-performance optical 
reflect omelry measurements. 

The coherence length of an optical signal is the distance 
over which a correlation exists within Ihe phase of Ihe opti- 
cal carrier. This conflation distance can be measured by 
monitoring Ihe optical interference as the path length differ- 
ence is scanned by the movable minor in Fig. 2. For a long- 
coherence-length source, such ;ts a helium-neon laser, this 
distance can be many kilometers, while for a broadband 
whiie-light source such as sunlighl I his distance is only a 
few micrometers. For these short -coherence-length sources, 
optical interference only occurs when the distance between 
Ihe beam spliller and each ofthe Iwo mirrors is matched to 
within a few optical wavelengths. The operation of Ihe IIP 
8504A can be tuiderslood by replacing Ihe lixetl mirror in 
Fig 2 with an optical component having multiple reflections 
and detecting the optical Interference thai occurs whenever 
the lime delay to the moving minor matches the delay to 
any ofthe component reflections. Although litis seems rea- 
sonably straightforward) H was not until about 1887 that 
these ideas were firsl applied lo the problem of optical 
reflect oinetry measurements. 11 ' 



One way to understand the operation of the reflect ometer is 
to think ofthe CW short-coherence-length source as contin- 
uously emitting "coherence wave packets" that propagate 
through the optical system in a manner identical to that of 
an optical pulse. The length of each of these wave packets is 
equal to the coherence length of the source. For the light- 
emitting diode (LED) sources used inside the HP S504A pre- 
cision refleclometer. these wave packets are on the order of 
a few tens of micrometers long. 

A simplified fiber-optic version of a Michelson interferometer 
is shown in Fig. 3. The use of fiber optics offers advantages 
In ihe manufacturing of the product and is compatible with 
the fiber-optic pi gt at led devices it is designed to measure. 
The low-coherence source is coupled into the input of the 
fiber-optic interferometer and is divided equally between the 
two arms of the interferometer by a fused 3-dB directional 
coupler. To simplify the description we will assume that the 
device under test (DIT) in the upper lest ann consists of a 
single reflection with reflect hit y R that reflects an optical 
power P,|„i back towards the directional coupler. The lower 
ann provides, via a mirror that moves at a constant velocity 
(v|, a reflected reference power (P rl .r) with a variable time 
delay. The reflected [lowers from each ann are then added 
together using the 3-dB coupler and sent to a detector which 
generates a pholocurrent Up) that is proportional to the 
square ofthe incident optical field. 

For the case of a single reflection, the photoeunent can be 
written as; 



Id = K«l(P-ri-r + P,i„, + 2 V P n .rP,i,„ cos Aep). 

where At|> is equal lo the optical phase difference between 
the reflected signals from Ihe Iwo arms, and R, j, which has 
the units AAV, is the rosponsivily of Ihe detector. The term 
At|) is important in the operation ofthe refleclometer since it 
describes all ihe interference effects used in the measure- 
ment. When Ihe path-length difference between the moving 
mirror and the I >I 'T reflection is longer than the coherence 
length of ihe source, th e returni ng optical phases are uncor- 
related and the tenn 2 4 P n .rl\iui COS A(J> averages lo zero. For 
paih -length differences within the coherence length of Ihe 
source, this term produces a beat frequency equal to the 
Doppler frequency shift ofthe moving minor. Detection of 
this Doppler frequency signal allows the delemiination of 
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Fig. 3. A simplified filier-optic version of a Michelson interferometer. 
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Fik. 4. Photocurrenl response of the detector as ilie moving iwlrror 
passes through a reflection. 

both ilit' magnitude arid I ho location (with respect to the 
movable mirror) of any rellection sites along the lest arm. 

Tlie pholocurront response as the moving mirror passes 
through a rellection is illustrated in Fig. 4 The period of the 
sinusoidal current variations is equal to one-half the optical 
wavelength. The peak of the heat signal is proportional to 
the square root of the optical reflectivity. The width of the 
response determines the spatial resolution, and is related to 
the coherence length of the source. If we assume ideal con- 
ditions, that is, no wavelength dependent absorption or dif- 
ferential dispersion in the anus of the interferometer, then 
the photoeurron! response is equal to the coherence function 
(autocorrelation of the optical electric field) of the source. 
This case gives the minimum spatial resolution for the mea- 
surement. By calculating the full width at half maximum 
(FW1IM) of the coherence function squared we can relate 
the minimum spatial resolution to the spectral width of the 
source. For the c;Lse of a Gaussian spectrum the minimum 
spatial resolution is given by: 



where Av is the FWHM of the source spectrum. v« is the 
group velocity of the light, and Ax is the FWHM of the dis- 
played reflection response. For a typical LED with a tiO-nm 
spectral width operating at 1300 nm the minimum spatial 
resolution is about nine micrometers. 

In the description above we have assumed that the returning 
polarization states from the two arms are matched so that 
full optica] interference can take place. In practice, this as- 
sumption is usually not true because of the residual birefrin- 
gence in opt leal fibers. To solve this problem, the HP 8504A 
precision refleclomeler uses a polarization diversity receiver 
that allows accurate measurements to be performed regard- 
less of the returning polarization state from the test arm. 
A more detailed description of the polarization diversity 
receiver will be given later in this paper. 

The use of this optical interference method for measuring 
reflectivity has two major inherent advantages compared to 
the more popular pulsed OTDR techniques. The first advan- 
tage is greatly increased dynamic range and the second is 
much finer spatial resolution. The inherent improvement in 
dynamic range occurs because the photocurrenl beat signal 
is proportional to the square root of the optical reflectivity 
and not just linearly related as in conventional pulsed 



techniques This means thai the dynaftdC range for rHlooiiv in 
measurements can be improved from about lit) dH to values 
on i he order of 120 dB or more. 

The improvement in spalial resolution is also an inherent 
difference because of the fact that the fiber dispersion can 
be canceled using the interference technique, but not with 
the pulsed technique. This cancellation occurs because the 
test and reference signals travel through the same medium 
(i.e., standard single-mode fiber) and therefore experience 
the same dispersion. Since the interferometric detection 
process compares time delays between the test and reference 
signals, any common delays because of dispersion are can- 
celed out. For comparison, using standard single-mode fiber 
al a wavelength of 1.55 micrometers, an optical pulse needed 
to achieve a spatial resolution of 20 micrometers can only 
probe a liber length of 7 cm before dispersion degrades its 
resolution to 10 micrometers. A discussion on the effects of 
dispersion differences in the two anus of the interferometer 
will be given later in this paper 

Practical Considerations 

In implementing a white-light rofloctomcter. a number of 
physical phenomena must be considered. These consider- 
ations had an important impact on the design of the III' 
8501A precision rofloclomeier. 

Signal-to-Noise Ratio 

Rellection sensitivity is determined by the amount of noise 
that passes through the bandpass filler centered al the pliolo- 
current beat frequency. This noise comes from three major 
sources: thermal receiver noise, optical shot noise, and opti- 
cal intensity noise. Both the shot noise and the intensity 
noise result from the large dc component of optical power 
I usually the reference power) incident on the receiver. 

For a single reflection the signal-to-noise ratio (SNR ) is: 

2Rf|Pr..ri , .iu. 

[4kT/R,. + 2qR d I' l + RINRdPtlAf 

where the numerator contains the signal power, which is 
proportional to the square of the photocurrenl , ami the de- 
nominator contains the three major noise sources. The first 
term in the denominator accounts for the thermal noise 
where k is Bollzmann's constant. T is the temperature, and 
R e is the effective receiver noise resistance. The second 
term is the shot noise, where q is the charge of an electron. 
Rd is the responsivity of the photodetector, and P, = P r ,.f + 
P.lin is the total reflected power from the reference and KIT 
arms. The last term accounts for the intensity noise, where 
RIN (relative intensity noise) is a measure of the fractional 
intensity noise within a one-hertz electrical bandwidth. The 
term Af is the detection bandwidth. 

In most cases in which a reasonable source power can be 
obtained, the shot noise or intensity noise will dominate the 
receiver noise. For example, if a l-MQ transimpedance re- 
ceiver is used, a reflected reference power (P r ..r) of only 
about LOO nW is required for the shot noise to start dominat- 
ing the receiver noise. As the source power is increased, the 
shot noise will eventually be dominated by the intensity 
noise. This occurs because the intensity noise increases as 
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the square of Ihe optical power while the shot noise grows 
only linearly. For typical LEI) sources, intensity noise starts 
to dominate for receiver powers on the order of a few micro- 
watts. When intensity noise becomes dominant, reflection 
sensitivity is not improved as the source power is increased. 
This is because boUi Ihe numerator and the denominator in 
Ihe SNR are proportional to the source power squared. By 
making modifications to Ihe basic Michelson interferometer 
configuration, schemes have been demonstrated that re- 
move the effects of intensity noise.''- - The use of these 
schemes can become practical when source powers get sig- 
nificantly larger than a few tens of microwatts. Regardless 
of which noise source is dominant, the reflection sensitivity 
can always be improved by simply narrowing the bandpass 
Dlter of the receiver. However, this solution can lead to very 
long measurement times. 

With optimum design, white-light reflectometry can have 
extremely good reflection sensitivity. For example, by com- 
bining a narrow receiver bandwidth (3 Hz) with a high-power 
source (in mW) and intensity noise removal, reflection 
sensitivities as low as -148 dB have been experimentally 
demonstrated. 8 

Polarization Dependence 

The magnitude of the opt ical reflectivity is obtained from 
the si l ength of the interferometric beat signal. This signal 
can be expressed as a dot produci between the optical fields 
returning from the reference and lesl arms, taking into ac- 
count their relative polarization states. If these Iwo fields 
are in the same polarization state, then the interference pro- 
duces a strong signal. On Ihe other hand, if they are orthogo- 
nally polarized. Ihe signal becomes zero. This illustrates Ilia! 
in determining optical reflectivity, the effects of polarization 

iiiusi i«- considered 



Although the precision reflectometer sends an unpolarized 
signal into the device under test, these polarization effects 
still occur. This can be understood by realizing that an unpo- 
larized field is the linear superposition of two polarized fields, 
each of which can produce independent interferometric sig- 
nals. Thus in an interferometric measurement, unpolarized 
light must be treated as though it were polarized. 

Polarization dependence can present a serious problem when 
using conventional single-mode fiber because the polariza- 
tion transformation properties of the fibers are unstable 
over time and under different environmental conditions. To 
remov e the dependence of the detected signal on the polar- 
ization state of the test arm reflection, a special type of re- 
ceiver called a polarization diversity receiver can be used. 
As shown in Fig. 5, the polarization diversity receiver con- 
tains a polarizing beam splitter that divides the incoming light 
into two orthogonal polarization components and directs 
these to the two phoiodiode detectors. The polarization splii 
is set up such that the power reflected from the reference 
arm is equally divided between Ihe detectors. This condition 
requires that the reference power be polarized, which can 
be accomplished by using a polarized source, or if the source 
is unpolarized, by placing a polarizer in the reference path. 

Equal division of the reference power ensures I hat an inter- 
ference signal will occur regardless of Ihe polarization state 
from the test arm. For example, if the returning reference 
and test signals are orthogonal (the case of no interference 
when using a single detector), the polarizing beam splitter 
projects a portion of each signal onto each detector result- 
ing in two separate interference signals. These two interfer- 
ence signals are 180 degrees out of phase and if they are sim- 
ply summed would produce no signal. If Instead we measure 
the amplitude of the beat signal envelope from each detector 
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and add ihe squares or this quantity, an interference signal is 
obtained thai is independent of the polarization slate return- 
ing from the lest ami of ihe interferometer. 

To calibrate Ihe polarization diversity receiver, it is neces- 
sary lo know how ihe optical field from the reference ami is 
splii between the two detectors. Each detector, however, 
produces a pholocurrent proportional to Ihe optical power 
and not the field incident on it. Even (hough il is possible lo 
deduce the splil of Ihe fields from the splil of ihe powers, 
such deduction requires detailed knowledge of all of Ihe 
proportionality constants. A further complication is that 
typically the photocurrenl is not directly measured bul am- 
plified inlo a voltage by a transimpedance amplifier, which 
may be followed by Other signal processing electronics. The 
gain of each of these electronic slages becomes another 
proportionality constant lo be characterized to convert 
power into optical field. Thus, il is highly desirable lo have a 
simple and effeclive calibration procedure thai removes the 
uncertainties in the combined proportionality constants. 
This can be accomplished by introducing a modulation on 
Ihe source intensity at Ihe Doppler frequency of Ihe interfer- 
ence signal. By directing all the power relurned from Ihe 
reference ami into one or the oilier of Ihe detectors using 
manual polarization controllers, the ratio of Ihe effeclive 
electronic gains of Ihe two polarization channels can be 
obtained. This ralio is a hardware-specific correction con- 
slanl that can later be used to normalize the gain difference 
between the I wo polarization channels of Ihe receiver. The 
same scheme can be used to measure Ihe power splil ralio 
in Ihe two polarizalion channels. Willi boih ihe gain ralio 
and Ihe power splil ralio, the split ratio of Ihe optical fields 
can be calculated, 

More details about the polarizalion diversity receiver used 
in the HI' 8504A can be found on page 42. 

Dispersion Effects 

Dispersion refers lo Ihe v ariation in (he propagation speed 
of a signal as a function of a quantity such as wavelenglh 
or polarizalion state. For the HP 8504A we were concerned 
wilh ihe impact of chromatic dispersion and polarization 
dispersion on measurement accuracy. 

Since the velocity al which an optical pulse (ravels along a 
fiber depends on its wavelenglh, different colors contained 
in a light pulse propagate at different speeds. This effect is 
referred to as chromatic dispersion and results in broadening 
of the optical pulse. 

Chromatic dispersion can play an important role in while- 
light refleclometers because of the broadband source spec- 
trum needed lo achieve high resolution, A mismatch between 
the chromatic dispersion properties of Ihe I wo arms < if I he 
interferometer will result in the broadening of the beal sig- 
nal and a reduction in its peak magnitude. This can lead to 
inaccuracies if the reflectivity is determined solely from the 
peak magnitude of the interference signal. A number of re- 
searchers have examined the effects of chromatic disper- 
sion on white-light interferometers. 0 "" The general problem 
of recovering the (rue signal from the dispersion-broadened 
signal is described in reference il. 



A possible dispersion mismatch exists in the HP 8504A pre- 
cision reflectometer because Ihe reference arm has an air- 
filled seel ion for (he reference arm mirror to move through. 
The corresponding section in Ihe test ami usually consists 
of the fiber pigiail connected lo the device under test Al 
wavelengths centered around l')()(l nm. where Ihe chromatic 
dispersion in silica fiber is a minimum, the dispersion differ- 
ence between the two interferometer anus is usually no) 
significant However, at wavelengths centered around 1551) 
run. standard fiber has a dispersion of about 17ps/(nmkm), 
which is sigiiilicanily different from dial of air. This disper- 
sion mismatch can cause the measured peak reflectivity to 
become a function of Ihe mirror position as Ihe air path 
through the reference ami changes. Fig. 6 shows how this 
dispersion mismatch can affect the apparent reflectivity for 
a reflector located al different positions along the 400-mm 
scan range of the reference arm mirror. The sourc e for Ihe 
results in Fig. li was an LED thai had a spectral width of 
(i() nm centered at about 1550 nm. To correct for Ibis appar- 
ent drop in reflectivity, a model was developed to predict Ihe 
signal drop as a function of mirror position." This model is 
used in the HP S504A precision reflectometer to alter Ihe 
displayed data so that accurate reflectivity measurements 
can be made with ils internal 1 550401 source. 

The dispersion mismatch also increases the width of each 
reflection peak and therefore affects the spalial resolulion. 
Fig. 7 shows how the spalial resolution in the HP 8504A de- 
grades for measurements made w ith an LED operating al 
1550 nm. Note, however, dial Ihe amount of broadening de- 
pends on (he length of ihe mismatched portion of the re- 
fleciomeler. not on the total length of Ihe fiber in Ihe system. 
This is different from optical lime-domain reflectoinctry in 
which the pulse broadening is proportional to the total 
length of the liber. The necessity for dispersion cancellation 
is an important requirement in high-resolution reflectometry. 
For this reason, white-light reflect ometry offers a major 
advantage over high-resolution OTDK techniques. 

White-light reflectometry can also be used lo measure the 
amount of polarizalion dispersion in a component or length 
of fiber. Polarizalion dispersion is Ihe differential lime delay 
resulting from birefringence. Fig. 8 shows an example of 
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Fig. 7. Degradation of the spatial resolution in the HP 8504A preci- 
sion reflectometer made with an LED source operating at 1550 mm 

measuring the group refractive indexes of the principal po- 
larization stales of tite bircfringent material rutile (TiO?). 
With light launched into both principal polarization axes of 
the crystal, there are two reflection peaks corresponding to 
the single back surface of the crystal. This is because the 
reflections of Ihe two polarizalion states propagate at differ- 
ent speeds and therefore are separated in time. Because of 
the high resolution achievable wilh the reflectometer. Lhe 
propagation speed difference and therefore the difference in 
the group refractive indexes are easily measured once the 
thickness of the material is known. 

Spurious Responses 

Because of the high sensitivity achievable using white-light 
interferomef.ry, small secondary reflections within Ihe sys- 
tem can also be detected. Secondary reflections can come 
from any component in Ihe system, but since we are trying 
to measure the test arm, the device under test is not consid- 
ered to be a source of spurious responses. Depending on 
which arm of Ihe interferometer they originate from, sec- 
ondary reflections can show up as symmetric or asymmetric 
sidelobes relative to a large reflection peak. 

If the secondary reflections originate in the source or receiver 
arm of the interferometer, I hey will give rise to a symmetric 
spurious response. Fig. 9, which shows the secondary reflec- 
tion originating from a double bounce within Ihe source, 
illustrates why this spurious symmeliic response is observed. 
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Fig. 8. Measuring the group refractive indexes of the principal 
polarization states of the birefringenl material rutile 

The secondary reflect ion produces a small delayed version of 
the coherence wave packet (pulse) from the source. When 
the reference ami is shorter than the test arm (movable mir- 
ror is closer to the beam splitter), the delayed secondary 
wave packet from the reference arm can combine with the 
primary wave packet from the test arm to produce a spuri- 
ous response. When the reference arm delay is longer than 
the test arm (mirror is further from the beam splitter), the 
secondary wave packet going through the test arm can com- 
bine with the primary wave packet from the reference arm. 
Thus, one spurious response occurs before the true reflec- 
tion ( » in Fig 9) and the other after it ( § in Fig. 9). symmet- 
rically placed around Ihe true reflection at a distance equal 
to lhe spacing between the reflectors thai generated the 
secondary wave packet. The reflection ratio between the 
main signal and Ihe spurious response is equal to the ratio 
of Ihe powers of Ihe primary and secondary wave packets. 

Asymmetric spurious responses come from secondary re- 
flections general ed in either the reference or lesl anus, if 
the secondary reflection is in the reference ami. Ihe spuri- 
ous response is on (he lefl side of the true response. Con- 
versely, secondary reflections in the tesl ami produce spuri- 
ous responses on Ihe right side of the true reflection. 
Although multiple relied ions can originate from the device 
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under test, they are not considered spurious responses sinc e 
they are a true measure of the optical reflectivity from the 
test device. In some devices containing many large reflec- 
tions, it may be difficult to identify the reflective surfaces 
from the secondary relied ions caused by them. 

Effects of Water Vapor Absorption near 1.3 urn 

In white-light inlerferometry, we often observe an asymmet- 
ric tail on the left side of a strong reflection when a 136041m 
light-emitting diode is used as the source. Fig. 10 shows a 
typical response. This tail results from ambient water vapor 
(OII~) absorption at about 1340 nm in the open beam of the 
reference arm under normal humidity conditions. The rea- 
son for this asymmetric tail can be understood if we use the 
fact that the displayed reflection peak is actually a crosscor- 
relation (in the time domain) of the optical fields from the 
two interferometric arms. This crosscorrelat ion can also be 
viewed in the frequency domain as a product of the fre- 
quency spectrums reluming from each interferometric- arm. 

The sharp OH" absorption lines cause abrupt delta function 
changes in the frequency spectrum which then result in long 
slow changes in the Fourier-transformed time-domain sig- 
nal. These changes show up as asymmetric tails on the large 
reflection peaks because of the crosscorrelat ion of the fields 
from the two arms. A similar argument, when applied to 
absorption in the test arm. shows thai the tail will be on the 
right side of the large reflection for that case. If the absorp- 
tion is in the source or receiver arms, the tails arc symmet- 
ric. The spatial extent of the tail is inversely proportional to 
the spectral width of the absorption lines. 

Comparison to Power-Meter-Based Measurements 

As described earlier, a relatively popular technique for mea- 
suring return loss (or percent of reflectivity) from compo- 
nents and connectors is simply to measure the amount ol eic 
power relied ed back from the device under test Although 



easy to implement, this technique provides different infor- 
mation from the interferometric- technique and has limita- 
tions that prevent it from being useful in many applications. 
These limitations include: 

• Since the delected power is the integrated reflected and 
backscattered powers from the total measurement system, 
small reflections can be "masked" by large ones. For exam- 
ple, connector reflections can mask any reflected power 
from the test device. Other sources of unwanted reflectivity 
can occur from coupler directivity, the terminated (unused ) 
coupler port, and Ravieigh hackscatter from fiber pigtails. 
Even when special care is taken to address these problems, 
the power-meter measurement is limited to a return loss of 
about -CO dB or-70dB. 

• Accuracy can depend strongly on the coherence properties 
of the source used in the measurement. When a laser is used 
lo measure a device with multiple reflections, the reflected 
optical fields can add constructively or destructively if the 
Coherence length is longer than the distance between reflec- 
tors, if the reflected fields add destructively, the Integrated 
return loss may not reveal the presence of large reflections. 

Conclusion 

White-light inlerferometry offers some unique advantages as 
a refledometry technique. Excellent dynamic range and 
spatial resolution can be obtained with source powers as 
small as 10 microwatts. Resolution is limited primarily by 
optical coherence lengths, which can be on the order of lens 
of micrometers. Unlike pulsed techniques, resolution limits 
resulting from fiber dispersion can be canceled with the use 
of a reference delay and interferometric detection. Although 
polarization dependence of the interference signal intro- 
duces some complications, it can be minimized by using a 
polarization diversity receiver. Thus, white-light inlerferom- 
etry opens up a wide range of measurement applications in 
device design and testing, process control, and noninvasive 
diagnosis. 
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A Modular All-Haul Optical 
Time-Domain Reflectometer for 
Characterizing Fiber Links 

The HP 8146A optical time-domain reflectometer provides good dynamic 
range and dead-zone performance and user interface features such as 
comprehensive documentation capabilities and automatic link 
characterization. 

by Josef Beller and Wilfried Pless 



Fiber optics has long been established in the communication 
world and so have the test tools that measure and character- 
ize the equipment needed for fiber-optic transmission. Some 
of these lest tools include: 

Highly accurate power meters lo measure the output power 
of transmitters 

Optical sources ( laser or LEU ) to stimulate transmitters 
Power meters and sources to characterize passive optical 
devices 

Optical spectrum analyzers lo measure the wavelength of 
optical sources 

Return loss meters to measure the quality of connections 
Instruments to measure the slate of polarization. 

An instrument that is needed lo qualify the performance 
of fiber used for transmission is the optical lime-domain 
reflectometer (OTDE). 

Fiber-optic manufacturers want to characterize their fibers 
in lerms of mechanical parameters, dispersion, bandwidth, 
magnitude, and uniformity of loss and attenuation at lengths 
mainly below 5 km. Cable manufacturers want to measure 



the same parameters as the Tiber manufacturer but at 
lengths above 5 km. Furthermore, cable manufacturers need 
to identify the location and quality of splices. 

During the installation of fiber cables the installer must 
characterize the quality of the transmission link in terms of 
overall loss, att enuation of sections, position and through 
loss of splices, return loss and through loss of connections, 
link length, and location of breaks. 

While the link is in use it has to be checked regularly for 
preventive maintenance. For these regular checks, measure- 
ments of the link are made to detect, changes in link perfor- 
mance. Changes are detected by comparing the regular 
measurements to reference measiaements that were made 
when the link was installed. By comparing the old and new 
link measurements il is possible to react to transmission 
degradation before il becomes critical. 

The OTDR is capable of making most of these fiber 
measurements. 
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Fig. 1. The main components of 
i he HP 814I5A optical lime-domain 
reflet-lometer (OTDR). 
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Overview of OTDR Operation 

An OTDR measurement begins with a laser operating at a 
wavelength of 850 nm. 1300 nm, or 1550 nm. The OTDR 
probes a fiber attached lo its connector by sending an opti- 
cal pulse into the fiber via a 3-dB coupler (see Fig.l ). On its 
way through the fiber the light is partly reflected (Fresnel ) 
and scattered (Rayleigh ) back to the sending OTDR. By 
means of the optical coupler this backtraveling light is sent 
to a receiver that contains the components to convert the 
light into an electrical current. This current is converted to a 
voltage, which is amplified, sampled, converted to digital 
format, and then averaged by the digital signal processing 
engine. Knowing the speed of light, the index of refraction of 
the fiber, and the time between sending the pulse and receiv- 
ing its echo, the OTDR can determine the distance of the 
backscattered light from the OTDR. The OTDR finally dis- 
plays relumed power versus distance on a semilogarithmic 
scale (see Fig. 2). 

Fig. 2 shows that the OTDR tells the user the attenuation of 
a fiber over a certain distance (dB/km). places (indicated by- 
step changes) where pieces of fibers are spliced together, 
and I he loss from those splices. Also shown are peaks on 



M 






I 


ft : 


& 


.955 


iZ 


Urn 






l 


B : 


71 


.0529 


km 








l 


Dlst. : 


£ 


.0978 


km 








I 


Loss : 




.494 




dB 








l 














i 

i 

i 

.i 
































I 












i 

i 






w 


11 1:1 


5.00 dB 


DIV 


From 


' l ! 




. 




ni 




1540 nm 


SM 








ft«gs. 




392 



(■) 



M 




i 
i 
i 
i 
. 


ft 
B 
D 
L 


1st. 

DSS 


24.6964 km 
28.0995 km 
3.4031 km 
6.272 dB 






i 
i 

i 

■~— i 






























i 
i 

i 

i ' 










ii i 




5.00 
1310 


dB MV 
nm Sll 


From Start 4 


00 ks 

fivgs 


: 

: 86 



111) 



Fij{. 2. An ( >TIM< display showing the attenuation of a fiber in ilH/ 
km (ai A Miiglc-iiiude fiber operational a wavelength of liVIO tun. 

(b) A single -mode fiber operating ai 1310 run, 



the trace resulting from Fresnel reflections which indicate 
poor connections and often lead to transmission problems 
in high-speed transmission links. 

More information about the operation of OTDRs can be 
found in reference 1. The receiver shown in Fig. 1 is de- 
scribed in the article on page 69 and the digital signal pro- 
cessing engine in Fig. 1 is described in the article on page (53. 

History of OTDRs 

The first OTDR was developed about 15 years ago. These 
first-generation OTDRs were multimode instruments that 
used photomultiplier tubes to amplify the very weak input 
signal. Equipped with the simplest data sampling systems 
and externa] oscilloscope displays, these systems were 
heavy and required skilled technicians to operate them. 

In the early 1980s, the second-generation OTDRs started to 
enter the market. They were still multimode instruments but 
offered simplified user control because of the use of 8-bit 
microprocessors. Most of these boxes were portable and 
could be used for maintenance and service applications. 
Digital data processing like storage and averaging was intro- 
duced. However, since only one sample per shot was ac- 
quired (only one sample was taken for each pulse launched ), 
many repetitions of the pulse were needed to characterize 
a complete fiber trace. With this technique only modest 
noise reduction was achieved by averaging, even with long 
measurement times. 

A big step forward in technical performance was achieved 
when third-generation OTDRs were introduced. With a mi- 
croprocessor and dedicated hardware for digital signal pro- 
cessing, measurement speed was greatly increased by pro- 
viding one complete trace per shot. Thus noise reduction by 
averaging improved considerably. Real-time monitoring be- 
came a standard feature because of fast display refresh. 
Some instruments offered pure single-mode capability for 
characterizing long fiber links, and others could be equipped 
with plug-In modules that provided flexibility in measure- 
ment range, resolution, and different fiber types. Features 
such as automatic splice loss, a built-in printer, or masking 
with an acouslooptical switch illustrated the development of 
universal tools covering a broad range of applications and 
customer needs. 

About 1990, the fourth generation ofQTDBa brought about a 
split into two different types of OTDRs: high-end and low- 
end OTDRs, which are mainly distinguished by performance 
and price. 

In high-petfonnance OTDRs, 32-bit microprocessors control 
the instrument and provide powerful data processing capabil- 
ities that increase measurement speed and implement new 
functions. Il is now possible lo provide all-haul ( )TDRs that 
cover both Short-haul and long-haul measurement applica- 
tions without having to change any module. Data storage on 
magnetic disk, interfacing to personal computers, user inter- 
faces with screen windows, native language support for help 
screens, and scan I nice algorithms are now available with 
these new instruments. The clear intention behind providing 
these features is to make the operation Of ail OTDR more 
user friendly and comfortable. However, performance im- 
provement does cost. High-power lasers, low-noise avalanche 
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of 50 (im, and fibers With 62.5-um diameters operating at 
1300 nra. 




Fig. 3. The HP S1-16A all-haul optical time-domain reflectometer. 

diodes, powerful signal processors, and comprehensive 
equipment contribute strongly to a product's price. 

For many customers these high-end instruments represent 
overkill for their applications. As a consequence, more and 
more manufacturers are offering simplified OTDRs such as 
fault locators or mini-OTDRs. Some of the properties that 
describe these portable, low-end instruments include: light- 
weight, handheld, battery operated, limited dynamic range 
and resolution, and low display resolution. 

The Hi' 8146A (see Fig. 3) is a fourth-generation OTOE that 
offers the features and capabilities of high-end OTDRs. 

Design Goals 

With the improving quality of fibers, increasing bit rates, 
changes in fibers ( from multimode fibers with core diame- 
ters of 50 urn and above to single-mode fibers with core 
diameters in the order of 9 um), different wavelengths (850 
nm, 1300 nm, and 1550 tun ). and new fiber-optic application 
areas like LANs and FTTH (fiber to the home), the require- 
ments for fiber-optic test equipment have changed. 

When we started the development or the HP 8146A OTDR, 
we analyzed the OTDR market and came up with the 
following design goals: 

All-haul architecture to cover both long-haul and short-haul 
applications with just one plug-in 
30-dB dynamic range at 10-us pulse width within 3 min 
0.5-m resolution in the short-haul mode 
Modularity to cover single-mode applications operating at 
wavelengths of 1300 nm and 1550 nm. multimode applica- 
tions operating at 850 nm and 1300 nm with core diameters 



We also wanted to provide a user interface with the following 
features: 

i A scan trace feature to identify automatically and quickly 
(in seconds) the locations of splices and breaks, the return 
loss and through loss of these events, and the attenuation 
bet ween events of a complete link 

i Support for beginning users that enables them to set up and 
start a complete, predefined measurement with just three 
keystrokes (not counting power on) 

> Native language support and help screens 
MS I )i >S -compatible flexible disk drive or a memorj card 
for harsh environments to enable users to store measure- 
ment data 

A built-in printer as well as an interface for external printers 
and plotters without using an additional controller 
i PC software that allows users to analyze OTDR measure- 
ments easily 

A feature that allows users to compare the result of a 
previous measurement with the current measurement 
State-of-the-art analyzing functions for two-point loss, 
two-point attenuation, and least -squares approximation 
of attenuation. 

Reflecting on all the different application areas in which an 
OTDR is used and especially all the different skill levels 
likely to use the instrument, the main motto for the defini- 
tion of the I IP 8146A user interface was: "Keep it simple for 
the novice user, but do not restrict the sophisticated user." 

The user interface features of the HP 8146A are described in 
the article on page 72. 

Besides the goals mentioned above other design goals for 
the HP 8146A OTDR included light weight, low power con- 
sumption to allow battery operation, and a wide tempera- 
ture range to allow the OTDR to be used in all the extreme 
environmental conditions where a maintenance instrument 
might be used. Also, exchangeable connectors are offered to 
adapt to a variety of fiber connectors. 
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A High-Performance Signal Processing 
System for the HP 8 146 A Optical 
Time-Domain Reflectometer 



Three custom integrated circuits and a powerful 24-bit digital signal 
processor offload data processing from the instrument's host processor. 

by Josef Beller 



The digital signal processing unii of'lhe HP S146A OTDR 
acquires and processes data coming from the optical front 
end after the data has been amplified and converted from 
analog signals to digital numbers. This data represents the 
response of an optical fiber under test to a probe from a 
laser pulse. After further processing and linear-to-logarithmic 
conversion, the fiber response is transferred to the instru- 
ment's host processor and displayed on the < VTDR's screen 
as a function of distance. 

The fiber response always depends on two physical effects: 
Fresnel reflections and Rayleigh scattering. Reflections oc- 
cur at locations with refractive index discontinuities. Scat- 
tering, which is the dominant loss mechanism in single- 
mode fibers, is generated uniformly along the fiber. One 
main challenge of an OTDR is the wide range of the input 
signal level. High power levels occur because of reflections 
whereas backscattering produces very weak signals which 
are almost always covered by noise. To detect and identify 
clearly events that are hidden by noise (to be able lo do 
long-distance measurements ), any means of improving sig- 
nal! o-n< use-ratio (SNR) must be applied. Some increase in 
SNR is achieved by using an avalanche phoiodiode in the 
optical receiver instead of a p-i-n diode. Remarkable im 
provements arc possible with digital signal averaging (see 
"Improving SNR by Averaging," on page 65). 

With digital averaging as a standard processing scheme in 
OTDRs, SNR improvements of up to .'10 dB can be obtained 
during a three-minute measurement. This corresponds to 
one million averages since the increase of SNR is propor- 
tional to the square root of the number of averages. This 
processing requires a certain amount of hardware because 
each fiber trace consists of several thousand data samples, 

Since the early days of the development and manufacture of 
OTDRs. engineers have had to si niggle with Ihe fundamental 
< )TDR range/resolution trade-off. The high spaiial resolution 
needed in short-haul applications can only be achiev ed with 
shon laser pulses and a wide receiver bandwidth. This means 
a low dynamic range. A high dynamic range for long-distance 
measurements is possible only with long laser pulses and 
low receiver bandwidth. One of the first questions in the 
design of an OTDR is where to place the instrument along 
this range/resolution line and how to balance the properties 
to fit cuslomer needs in the best maimer. It was this question 



that convinced the HP 8I46A development team to build an 
all-haul instrument I hat combines both worlds and covers all 
typical applications. 

Digital Averaging and Processing 

Digital averaging and processing require sampling and ana- 
log-to-digital conversion of the analog signal supplied by the 
OTDR receiver (see Fig. 1 ). The analog-to-digital converter 
(ADC) is one of the key components in an OTDR since its 
conversion rale and word width influence measurement 
speed, spatial resolution, and achievable dynamic range. In 
general, speed goes inversely as resolution (accuracy) at a 
given cost. In principle, a low-speed ADC with 16-bil resolu- 
tion would fit into an all-haul OTDR. Il provides a high dy- 
namic range for measuring long and lossy optical links. On 
the other end, high spaiial resolution can be achieved (if Ihe 
analog bandwidth is sufficiently high) by applying the inter- 
leaving principle (see Fig. 2). However, this resolution is 
achieved al Ihe cost of measurement time and thereby of 
noise reduction. To overcome I his disadvantage il was de- 
cided to use a high-speed, 8-bit flash ADC in Ihe HP 8146A. 
lis performance is very applicable to short-range applica- 
tions. To cover long-distance and high-dynamic-range mea- 
surements, variable decimation (Fig. :!) and sophist icaled 
si itching (Fig. 4) are implemented to overcome Ihe limited 
conversion range of the high-speed Hash ADC. 
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Fig. I. The components of the HP8146A involved in processing the 
signal from the fiber under test. 
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Sampling Times for First Measurement Shot Time 



— f 1 1 1 1 1 1 1 1 1 1 1 1 1 — - 

Sampling Times for Second Measurement Shot Time 

Fig. 2. 1 isinK interleaving to improve spatial resolution by a factor of 
I wo by combining two successive measurement shot s. The second 
acquired trace is sampled with a l ime delay Of half the sampling 
distance relative to the first trace. 

Willi variable decimation two adjacent data .samples are 
summed to one new data point. The geometrical spacing 
between the resulting data points increases, resulting in a 
greater measurement span. Decimation or downsampling 
can be performed with any number of successive samples. 
An advantage of this method is that it results in additional 
noise reduction because decimation calculates the mean 
value of consecutive samples, having the effect of low-pass 
filtering. 

Stitching increases the conversion range of an ADC by 
executing one measurement with a low gain selling and a 
second measurement with a high gain selling in the ampli- 
fier pat h. The clipped part of the high-gain measurement is 
replaced by the corresponding detail of the nonclipped 
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Fig. 3. An illustration of using variable decimation to overcome the 
limited range of the high-speed flash ADC. 
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Fig. 4. Stitching to increase the range of an ADC (a) Measurements 
made with ltigh and low amplifier gain sellings, (b) The signal after 
stitching. 

measurement multiplied by the ratio of the gain factors. The 
transition region of the resulting fiber trace is invisible to 
the user since the gain ratio is calculated front the two indi- 
vidual traces to eliminate any gain variat ion of the analog 
amplifiers and because the transition region is computed as 
a weighted moving average. 

Key specifications like resolution, dynamic range, and all-haul 
capabilities were determined or influenced by the architec- 
ture of the HP 814GA's digital signal processing syst em and 
Ihe instrument's data acquisition speed and data processing 
power. From the beginning of the project it was clear that 
the contribution of the new all-haul feature could only be 
realized by (he development of a flexible and powerful digi- 
tal signal processing board. Friendly user interface features 
like obtaining a printout and getting a fast zoom while a new 
measurement Ls running are simpler to implement if the host 
processor is relieved of computationally intensive tasks by a 
high-throughput digital signal processing system, 

A signal processing system can be highly efficient only if Ihe 
acquired data is processed at the highest speed possible. 
After data acquisition the next main operation of signal pro- 
cessing is real-time averaging with positive or negative signs 
(addition ami subtraction). Because even a digital signal 
processor can't perform averaging and decimation at clock- 
rates of tens of MHz. we determined that an ASK' that in- 
cluded high-speed data acquisition, averaging, and decima- 
tion had to be developed. With a lG-bit word length in the 
first processing stage we calculated that an instruction cycle 
of 40 ns (25-MHz dock) would be feasible if a CMOS 
1.55-um process for a gate array were used. 
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Improving SNR by Averaging 

Signal averaging m OTDRs sums repetitions of measurement shots using an accu- 
rate time reference for synchronization To see haw averaging improves signai-io- 
noise ratio ISNHI we represent a single shot measurement result Mtl as a signal 
part sf II and an uncorrected noise element alt) 

The sum r svg (t| of N repetitive measurement shots divided by N is 

N N N H 

r *sW = = sr£* + iJjX"' 111 = + IS 1 * 1 

ft can be seen that the correlated signal parts s(tl add up proportionally, but the 
noise sum needs more detailed consideration. 

The rms noise level or standard deviation o, of n,|t| can be described as 



at = = J%m]-wM] 

where E is the expected value If we assume a zero mean noise the rms level of 
the noise sum oj gives the result. 



(IV = 



r n i 
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N N 
775 Y "tOI • y n,l 



If the individual noise terms n,(t| are uncorrected then all product terms with 
indexes k * I disappear Thus we get: 




Substituting <j, from above yields 

The sum of coherent signals builds up linearly with the numberof measurements 
lor repetitions!, N, while uncorrected noise builds up only as » N Thus Ihe signal- 
to-noise ratio improves as .'N. 



A sample spacing of 40 ns is equivalent I" a spatial resolu- 
lion of about 4 m in an optical fiber since an OTDR perfonns 
round-trip measurements. This did not seem sufficient for 
short -haul applications even though higher resolution can be 
realized by interleaving at Ihe expense of measurement 
time. By using two gate arrays for data acquisition, an aver- 
age processing speed of 50 MHz can be achieved if the gate 
arrays are supplied with input signals mutually delayed by 
20 ns. With litis configuration, one gate array processes all 
input samples wilh even indexes and the other processes all 
odd-numbered samples. In this case spatial resolution im- 
proves to 2 m for real-time measurements. Furl her improve- 
menl of resolution down to 1 m or even 0.5 m can lie realized 
by interleaving within an acceptable measurement time. The 
advantages of a sampling rale Ibis high are a high spalial 
resolution in a short measurement, time and additional noise 
reduction by decimation when longer measurement spans 
are selected. So as not to lose any performance and lo limit 
memory depth. Ibis decimation must execute in real lime. 

The two gale arrays cannol perform all Ihe necessary sig- 
nal processing operations by Ihemselves because word 
length is limited to Hi bits and because speed requirements 



limit complexity. Therefore, several mam circuit blocks 
work together to provide an efficient data flow without 
incurring much overhead, as described below. 

Digital Signal Processing Board 

The architecture of the digital signal processing board is 
shown in Fig. 5. Its operation is controlled by the instrument's 
host processor vis the device bus interface. 

Device Bus Interface. The bus interface is a 16-bit bidirectional 
interface that pro\ides access lo the host microprocessor 
for all of the instrument's main function blocks. Registers 
and memory of the bus interface are mapped into the host 
processor's memory by address decoders. Data and address 
buses are buffered to minimize loading Ihe host interface 
and to switch the direction of the data path. 

Time Base and Pulse Generator. Since Ihe instrument's dis- 
tance accuracy is directly influenced by the stability and 
precision oflhe intents] lime reference, a crystal-controlled 
oscillator is used as a time base for the HP 8146A. The oscil- 
lator frequency is 200 MHz (5-ns period ), which has ihe ad- 
vantage that all timing parameters like measurement start 
and stop, the shortest sample spacing (0.5 m). and the pulse 
width (5 ns), can be directly controlled by the lime base. 
Therefore, pulse width and sample spacing are very accu- 
rate and distance accuracy depends mainly on the refractive 
index and cabling factor uncertainties of the fiber. 

The pulse generator is programmable to provide pulse 
widths ranging from 5 ns (high resolution) to 10 us (high 
dynamic range) for short-haul and long-haul measurements. 

Data Acquisition Block. Considerable design effort wen! Into 
Ihe development of the data acquisition architecture (see 
Fig. 0) to optimize the averaging process of the measured 
fiber signatures. 

The input data coming from Ihe ADC is fed to two registers 
thai provide at their outputs two S-bit data streams which 
are mutually delayed by 20 ns. Each of these outputs is con- 
nected to a data acquisition gate array running at 25 MHz. 
These gate arrays are fabricated wilh a 1.55 urn ( "M< >S pro 
cess and packaged in a 124-pin P(iA. Each contains a 9-bit 
adder, a lli-bil wide ALU, a decimation counter plus register, 
an address counter with memory control circuitry, and an 
arbiter block to control acquisition-RAM access either by 
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Fin. 5. Block diagram uf Hip digital signal processing board 
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the gate arrays or Ihe digital signal processor. The !l-l>it 
adder is activated only for measurements in which decima- 
tion is used. When it is used it sums the two successive 8-bil 
data words of the 50-MHz data sequence, providing an inter- 
mediate result each 40 its a.s input to Ihe lfi-l>ii AL1 I. This 
corresponds to a decimation by I wo. Higher decimations for 
longer measurement spans are realized by an 8-bil presettable 
counter and by data looping within the main ALU block. It 
can be seen that for decimated measurements (sample spac- 
ing greater than 2 m), one data acquisition gate array is suffi- 
cienl. For high-resolution measurements with sample spacing 
of 2 m or below both gate arrays are necessary. In this case 
one of the gale arrays processes even-numbered data samples 
and the other gate array processes odd-numbered samples. 

Data averaging runs along until the word width reaches 16 
bits, a limit set by the ALL" design and by the external fasl 
SRAM. Depending on Ihe decimation factor, this is the case 
after at most 256 measurement shots. 

The Digital Signal Processor. The Motorola DSP56001 is a 
24-bit fixed point, high-performance digital signal processor 
with separate data and address ALUs operating at 100-ns 
instruction cycle time. With its 48-bit long-word processing 
capabilities, the processor is ideally suited for applications 
requiring extensive data averaging. Different measurement 
(and test ) programs can be copied from an EPROM into the 
processor's internal program RAM according to the particu- 
lar measurement situation. Data memory' is organized as 2 x 
24-bit x 16K SRAM with an access time of 35 ns. Two I/O 
ports are configured to deliver control signals to oilier cir- 
cuit blocks. This processor does further averaging and post- 
processing on the fiber trace data and provides prepared 
data to be displayed on the CRT 

Shot Control Block. The major components of die shot com n 'I 
block include a gate array, a 12-bit shot counter, and an 8-bil 
shot RAM. The gate array was developed because of the 
shortage of board space and not for performanc e reasons; It 
replaces about 40 TTL ICs and is made up of six 16-bit com- 
parators, six 16-bit registers, a presettable 16-bit counter, 
and miscellaneous glue logic. The gate-array registers can 
be read by the host processor via the de\ice bus interface to 
determine information such as the start and stop distance of 
the measured fiber trace and the time of the laser uigger and 
its repetition rate. The shot counter is triggered repetitively 



shoi b\ shot h\ ihe gale arra\ and uses ii- counl state to 
address successive locations in the shot RAM. The data in 
the shot RAM. which is programmed by the host processor 
during initialization, determines the arithmetical function of 
the data acquisition gate arrays, whether Ihe laser is enabled 
or disabled, and whether Ihe acquisition HAM is to be 
cleared. These programmable functions illustrate one pan 
of the ability to adapt the digital signal processor to various 
measurement tasks. 

Functional Description 

Pressing the START key on the instrument's front panel initi- 
ates a new measurement process. The process begins with 
the instrument's host processor programming the digital 
signal processing board according to the measurement pa- 
rameters selected by the user. The main parameters for Ihe 
signal processing board that determine a particular mea- 
surement situation are pulse width, measurement start and 
stop, repetition time, sample spacing, and long-haul or short- 
haul operation. This group of parameters determines which 
one of several measurement programs stored in the board's 
EPROM should be loaded into the DSP56001 digital signal 
processor's RAM. The ability to select a program for Ihe 
DSP56001 from among a variety of other programs is an- 
other part of Ihe digital signal processing board's flexibility. 

Programming the signal processing board by the host 
processor proceeds in the following manner: 

• The decimation factor, which is derived from the measure- 
ment span, is transferred to the data acquisition gate array. 

• A code for the selected pulse width is wrilten into Ihe ap- 
propriate register of the pulse generator and then codes for 
measurement start and stop, repetition time, and laser trigger 
time are transferred to the shot control gate array. 

• The shot RAM is loaded with code for up to 256 individual 
measurement shots which are executed and repeated 
successively. 

• The shot counter is set to the number of measurement shots 
that can be averaged without overflowing the acquisition 
block. 

• Other information related to the measurement such as the 
interleaving factor, display update time interval, refresh or 
averaging measurement, and the measurement software to 
be used (e.g., long-haul or short-haul ) is written into the 
SRAM of the digital signal processor, which is in a high- 
impedance state at that time. 
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By removing the master reset signal of the digital signal 
processing board, the DSP56001 starts to boot and load the 
specified measurement program from the K1'U< >M into its 
internal program RAM. A flow chart of the signal processor 
software is shown in Fig. 7. 

After the instrument passes self-lest, a host interrupt A 
releases the signal processor from a wail loop and starts I he 
repetitive measurement process on the signal processing 
board. The interrupt A service routine clears I he 48-bit long- 
word averaging memory in the DSP56001 RAM and evaluates 
the measurement parameters for initializing the measure- 
ment loop. The number of loop iterations determines the 
display update time interval. In the measurement block loop 
the baseline signal is updated and the shot control circuit is 
triggered repetitively with each loop pass. (A variable base- 
line signal is added to the ADC input for improved linearity. ) 

The shot control starts the measurement process by provid- 
ing control and trigger signals for the pulse generator and 
the data acquisition gale array. For each measurement shot 
the shot counter is decremented by one. When it reaches 
zero, the shot counter's terminal count pulse stops the acqui- 
sition process and interrupts the signal processor to fetch 
the averaged data from the data acquisition RAM. The 
DSP5G001 transfers the fiber trace data to its own memory 
and does more averaging at the same time, converting the 
data to a 2-1-bit representation. If interleaving is used the 
signal processor sorts the data samples in the right se- 
quence. The process up to this point is called a measure- 
ment block. The execution time of the measurement block 
can be calculated from the number of measurement shots 
and the repetition rate. Thus the amount of time allocated 
for the display update interval determines the number of 
measurement blocks or the number of measurement loop 
passes thai are executed. All calculations for the number of 
measurement blocks and the number of shots per block take 
the processing time of the DSP5G001 into account. 

Alter finishing this measurement part, postprocessing of the 
fiber trace data starts. Offset calculation yields a result that is 
used for a closed-loop control to cancel any drift in the ana- 
log circuitry or the tic portion of the optical input signal. For 
self-test purposes, the mis noise level can be calculated. The 
intermediate measurement result that was obtained between 
two display updates is now added to previous Tiber trace 
data and stored in a 48-bit integer long-word representation 
to avoid any data overflow with long measurement limes. II 
necessary a Unite impulse response (FIR) filter is applied to 
provide noise reduction and some trace smoothing for Im- 
proved SNR. In a last step the measurement data is converted 
from a 48-bit linear representation to a lti-bil logarithmic 
representation using a conversion table, providing a resolu- 
tion of 0.001 dB with an even better accuracy. The whole 
data acquisition process has a typical efficiency of 90% be- 
cause only 10% of the lime between two display updates is 
used for data transfers or signal processor calculations. 

A measurement-ready interrupt to the host indicates to the 
main processor that a new measurement result is available. 
For each display update the host processor fetches the loga- 
rithmic liber trace data from the signal processor HAM. 
Thus, the instrument's main processor is relieved Of the 
whole signal and data processing burden, allowing it to 
focus on updating the display. 
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Fill- 7. Flow of activities in (he HP 814GA during initialization, 
measurement, and display update. 
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Technical Data 

The digital Signal processing board is a six-layer, 192-mm- 
hy-303-mm printed circuit board. The board layout was dune 
with an Interna] design system for printed circuit boards. 
Critical traces of the pulse generator, the time base circuit, 
and the high-frequency clock lines were manually prerouted. 
\houi 85% of ihe traces were routed automatically, The 
online design rule checker was highly appreciated when 
manually editing the copper traces. 

Power consumption of the board is about 18 watts. More 
than half of the power consumption is because of the EGL 
pulse generator which consists of 10K11 series devices. For 
RF1 reasons and because of functionality, high-speed com- 
ponents are grouped together to keep copper traces as short 
as possible. However, this arrangement causes some non- 
uniform power density on the board, requiring the air flow 
provided by Ihe fan on the instrument's rear panel. 

By using a +5. IV single supply voltage for both the TTLand 
KCL circuitry, we achieved some simplification in Ihe power 



supply design and a contribution to cost reduction. How- 
ever, proper grounding and decoupling are necessary lo 
avoid performance degradation. < >ne ground plane and two 
separate voltage supply planes for TTL and KCL devices 
ensure reliable operating conditions. 

Summary 

The architecture of the digital signal processing board sets a 
new level of performance and flexibility in OTDRs. Its real- 
time acquisition and processing rate of 50 Msamples/s repre- 
sents a sixfold improvement over its predecessor the III' 
81-15A OTDR. The cooperation of three gate arrays and a 
digital signal processor increases data processing through- 
put by one to two orders of magnitude. Flexibility is provided 
because various measuremeni programs for Ihe signal pro- 
cessor can be selected, even on Ihe fly, and Ihe arithmetic of 
Ihe high-speed dala acquisition process can be programmed 
to adapt to different applications. 
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Design Considerations for the 
HP 8146A OTDR Receiver 

Low noise, high bandwidth, and good linearity are characteristics that 
guided the OTDR receiver circuit design. 

by Frank Maier 



The basic requirements for an all-haul OTDR receiver are 
low noise to achieve a high dynamic range, high bandwidth 
for excellent dead-zone performance, high linearity to en- 
sure that the displayed data is valid, and the ability to make 
return loss measurements. 

A tool that helps to visualize these requirements is a level 
diagram. The level diagram in Fig. 1 shows the performance 
of an OTDR operating on a single-mode fiber at 1310 run. 
The laser source sending the pulse to the receiver has an 
optical power of 25 mW or 14 dBm. Because of the 3-dB 
bidirectional coupler shown in Fig. 2, the source power is 
attenuated by 3 dB. Therefore, as shown in the level diagram 
we have 1 1 dBm launch power into the fiber under test. 

The OTDR must detect backscattered ( Rayleigh) and re- 
flected (Fresnel ) signals. The highest power level is the 
Fresnel reflections from the OTDR output (glass-to-air inter- 
face). These reflections are 4% of the incident power level, 
or 14 dB lower. Taking into account the round-trip propaga- 
tion of the signal, there is another 3-dB loss when the return- 
ing signal is split again in the coupler. The magnitude of the 
backscaller signal is dependent on the pulse width of the 
launched pulse. For a 10-us pulse the backscatter is approxi- 
mately 40 dB below launch power, and for a 10-ns pulse the 
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Fig. I. OTDR level diagram for a single-mode fiber operating al 
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Fig. 2. The receiver and coupler blocks of the HP 814fiA OTDR. 

backscatter is 70 dB below launch power, thus, the initial 
power at the receiving element of the OTDR is -32 dBm for 
a 10-us pulse and -02 dBm for a 10-ns pulse. 

We wanted to achieve a 30-dB dynamic range for the HP 
S146A. The dynamic range is the difference between the ini- 
tial backscatter level (at the longest pulse width) and the 
peak noise level (see Fig. 3 1. Both the launched pulse and the 
backscattered or reflected signal are attenuated by the liber 
(typically 0.35 dB/km at 1310 nm single-mode). A required 
dynamic range of 30 dB results in a two-way GO-dB loss. Since 
the user is only interested in the one-way loss, the OTDR 
divides the measured two-way attenuation by two. Consider- 
ing the 10-us pulse width, which has a-32-dBm initial back- 
scatter level, a peak noise level of -02 dBm (or a -97 dBm 
nils noise level) must be achieved to guarantee the required 
30-dB dynamic range with a three-minute averaging lime. 

The Receiver Circuit 

The dynamic range specification combined with the high- 
bandwidth requirements to achieve good dead-zone perfor- 
mance resulted in the receiver design shown in Fig. 4. The 
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optical-lo-eleeirical conversion Is made by an avalanche pho- 
todiode. The inner gain of tills element helps to reduce the 
feedback resistance of the transimpedance amplifier, which 
increases the bandwidth. The disadvantage of the avalanche 
photodiode is the need to have a highly stable, temperature 
compensated high-voltage supply. To isolate the sensitive 
receiver from the noisy OTDR environment the whole re- 
ceiver is supplied via dc-to-dc converters. All other basic 
noise considerations have been described in reference L 

The receiver has the following modes: 

A return loss mode to measure reflections 

A short-haul mode for good dead-zone performance 

A low-noise, long-haul mode for high dynamic range. 

The basic difference between Ihese three modes is the dif- 
ferent optical-to-electrical conversion gains. These modes 
can be characterized by the power that must be applied at 
the receiving element to reach the clip level of the analog-to- 
digital converter in the OTDR ( see the clip levels in Fig. 1). 
In the return loss mode the gain saturation effects of the 
avalanche photodiode are taken into account to achieve a 
3-dB increase of the return loss mode clip level. Even the 
return loss of Fresnel reflections can be measured if they 
are not located directly at the OTDR output. 

In summary, the instrument covers a range of approximately 
£>t) dB optical from the highest reflect ion being measured 
down to the noise level. Because of I he direct conversion 
from optical power to voltage at the front-end amplifier, this 
equals ISO dB in the electrical domain. 

OTDR Linearity 

Another aspect of the OTDR performance is linearity. During 
development we found that the limiting element to good 
linearity is not the receiver as expected, but the analog-to- 
digital converter. One way of improving the resolution of the 
converter is by averaging the receiver noise with the assump- 
tion that it has a Gaussian distribution.- For a long averaging 
time the statistical distribution of the measurement values 
yields: 

k=V k p k (I) 

k 

where each measurement value k is weighted by the relative 
frequency of occurrence p^. The accuracy of k is affected 



by the differential nonlinearity (DNL) of the ADC, which is 
expressed as: 

DNL|( = |actual step size k - 1 LSB|. (2) 

As shown in Fig. 5 for an ideal ADC with DNL equal to zero, 
k = n. However, if the DNL is not equal to zero the distribu- 
tion is distorted and k is not equal to n but to n + An. 

This effect limits the achievable linearity. To improve the 
linearity or the OTDR a better ADC with lower differential 
nonlinearity could be chosen, but this leads to higher costs 
without significant improvement. A typical ADC differential 
nonlinearity value is 0.75 LSB (some have 0.5 LSB but cost 
three times as much). A belter solution is to use more of the 
ADC range. Differential nonlinearity varies in a noise-like 
fashion over the ADC range. This leads to many different 
values for An. with the average value being closer to zero as 
more of the ADC range is used. This cannot be done by in- 
creasing the receiver noise because it would decrease the 
dynamic range. However, the measurement point can be 
shifted by a variable but known amount on each measure- 
ment, mid then the measurements can be averaged laking 
into account the known shifts. This technique results in 
shifting the noise distribution over a wider range of the 
ADC, improv ing the OTDR linearity without decreasing the 
dynamic range. 



Ideal ADC 
with DNL = 0 




n-3 n-2 n-1 n n»1 n+2 n+3 
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Fig. 5. For a signal with Gaussian noise ami a value of n, the mean 
of the measured values equals n if the AUl ' has zero differential 
nonlinearity. 
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In the HP 8146A. shifting the measurement value, which is 
also called software dithering, is handled by the digitally 
controlled offset compensation circuit shown in Fig. 4. An 
example of software dithering is shown in Fig. 6 where the 
fiber attenuation has been measured while varying the opti- 
cal input power in 1-dB steps. The variation of the measured 
attenuation is improved by a factor to two to three. 
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User Interface Design for the 
HP 8146A OTDR 



Based on a multiprocessing operating system, the HP 8146A OTDR 
software can handle simultaneous execution of instrument operations, 
hide the complexity of instrument operations from the user, and provide a 
range of user-friendly features. 

by Robert Jahn and Harald Seeger 



All hough many of I he tasks performed by an instrument 
such as an OTDR may involve many complex operations, 
the user interface must provide the functionality to hide this 
complexity from the user. Trained operators must he able to 
do difficult measurements for characterization of optical 
links after installat ion. If a link is broken, the location of the 
break must be found quickly and precisely. In this situation 
ease of use is very important because t he operator has no 
time to read a manual or become familiar with a complicated 
instrument. 

The following are some of the user-accessible features and 
capabilities provided by the HP 8146A OTDR: 
Comprehensive documentation and storage of measured 
traces 

Automatic trace analysis and fault detection 
Help screens and nat ive language support 



• Automatic ghost detection and removal 

• Remote operation. 

OTDR Software 

The binary code Tor revision 1.0 of the OTDR software is 
almost iiOOK bytes. The software runs on a Motorola 08010 
microprocessor and is based on the real-time multiprocess- 
ing operating system pSOS-OSk, which can coordinate multi- 
ple asynchronous activities. Thus, we have six independent 
processes running in parallel. Kach process has its own data 
area and stack. A process communicates with others by 
sending signals or messages via the operating system. Infor- 
mation common to multiple processes is stored in data- 
bases, which are accessible only to driver routines. The pro- 
cesses are created alter power-on by a special process 
called the root process. The root process spawns the other 
processes, creates their mailboxes, and then activates them. 
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After all six processes are ready to run, the root process 
eliminates itself. 

The display process handles most of the human interface 
activities such as accepting all input in local mode via the 
RPG and keystrokes, starting the requested actions, doing 
some analyses like calculating loss, attenuation, splice loss, 
and return loss, and drawing CRT text and graphics. Be- 
cause of complexity, some tasks cannot be handled by the 
display process and so it passes requests to other processes 
to do the work. 

The other five processes (or message exchanges) are: the 
measurement process, the dump process, the memo pro- 
cess, the scan process, and the remote control process. The 
interactions and data flows between these processes are 
illustrated in Fig. 1. 

Measurement Process. To Stall and slop a measurement, 
messages are sent lo the measurement process, which re- 
turns a positive or negative acknowledgment message, hi 
the HP S146A averaging mode. I he measurement process 
transfers results from the digital signal processing system to 



the database once every second. After every transfer a mes- 
sage is sent to the display process informing it that new data 
is available for display. 

Dump Process. All communication with output devices such 
as the internal and external printers and plotter is done by 
the dump process. The dump process also configures the 
assigned interface (HP-IB or RS-232). 

Memo Process. Ku-n, access to registers in batten -buffered 
RAM, flexible disk, or the memory card is executed by the 
memo process. When the memo process receives a request 
such as to store a result to disk, it will acknowledge with a 
request done message if the operation is successful: other- 
wise, it reports an error to the display process. 

Scan Process. A complete automated analysis of fiber link 
measurement data is done by the scan process. Results of 
this scanning are stored in the register database. 

Remote Control Process. Remote control of the OTDR is 
done via the remote control process. The remote control 
process configures the assigned interface and manages all 
I/O requests. 
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The benefit of using independent processes instead of simple 
function calls is parallelism. The dump process, for example, 
has a buffer large enough to hold one complete measure- 
ment result including parameter settings and results of the 
automated fiber scanning. The display process accepts the 
user request for printing the trace and then sends a print 
message to the dump process and waits for an acknowledg- 
ment message. After lite dump process receives the print 
message, it tests the connection to the printer and the print- 
er's status and then copies the trace from the display pro- 
cess's memory to its buffer. This takes some hundreds of 
milliseconds. Once the dump process is done copying the 
display data to its buffer, it sends an acknowledgment to the 
display process so that it can resume accepting user inputs. 
While running at a low priority in the background, the dump 
process sends the text and graphic data to the printer. Some 
OTDRs block all activity while printing or plotting, but the 
IIP 8146A does not. 

Help Text 

To help users understand and use the instrument effectively 
we implemented an online help facility. This kind of short- 
form manual must be available in several languages. There- 
fore, we offer the capability to provide native language help 
text. In the field offices w here the instrument is sold, engi- 
neers are provided with the tools to translate English text 
into the corresponding local language text and then link this 
translated text into the OTDR software. Currently we offer 
help text for English, French, German, Polish, Spanish, 
Czechoslovakia!!. Portuguese, and Italian (see Fig. 2). 

To enable engineers to download help text to Die instrument 
in the field, flash EPROMs are used to store software and 
text. With flash EPROMs the permanent software in the in- 
strument is reduced to a software loader that reads software 
from an external device like a flexible disk, a memory card, 
or a host system (via the I IP-IB) to program the flash 
EPROMs. This makes it easy to make software enhancements 
and support new laser modules. Native language help text 
can be implemented on demand and distributed by flexible 
disk or even electronic mail. 

Scantrace 

When users want to analyze their fiber links this typically 
means searching for nonreflective and reflective events* 
and the start and end of the fiber under test. They want to 
know the loss or gain resulting from splices and gain ele- 
ments and the through loss and return loss of connectors. 
Scantrace is an automatic trace analysis and fault detection 
algorithm provided in the IIP 8146A that does all these mea- 
surements in less than 10 seconds. 

To understand the advantage of the Scantrace algorithm, 
consider the steps involved in manually making a splice 
measurement from just the plots that appear on the instru- 
ment display. The first step would be to position line seg- 
ments on each side of the event on the trace (see Fig. 3). 
The line segments are least -squares approximations of the 
backscatter on either side of the splice. The line segment 
lengths can be adjusted by changing the two marker posi- 
tions. The difference in the signal strength of the two line 
segments gives the splice loss. The correct position of the 

Nonrellective events include lusion splices and gam elemems Relleclive events include 
connections. Mechanical splices cause small -elleclions. 



^^^^ Line Segments — 








k Spl,ce " ^-s 

I 




| Position of 
Marker A 

Y 



Distance (kml 



Splices Loss = X; - X| 

Fig. 3. Splice I'isn measurement. 

splice is the the last point on the backscatter just before the 
event. In the same manner I he through loss of relleclive 
evenls can be measured and positioned. Three markers are 
necessary lo measure the return loss of reflective events. 
Finally, a leasi -squares approximation measurement can be 
used to calculate the attenuation between the two events. 

If we apply the above procedure lo an 80-kni fiber with 
splices every Iwo kilometers, 40 splices would have to be 
calculated and 40 sections would have to be measured for 
attenuation. Also, the reflective event of the OTDR connec- 
tor and the relleclive event at the fiber end must be mea- 
sured. All these measurements w r ould take more than half an 
hour. With Scantrace these measurements can be done in 
less than 10 seconds. Fig. 4 shows a printout of a complete 
analysis of the 80-km fiber mentioned here. 

Result Documentation 

The IIP 8140A provides Iwo ways to document measure- 
ment results: hard copy or storage on external devices. To 
identify a measurement, an identification code, an operator 
name, and comments can be added before printing or stor- 
ing. Hard copies can be made by an internal printer, an ex- 
ternal printer, or a plotter. The internal printer is a I hernial 
printer offering a resolution of 640 dots and a 4-inch printing 
width. The display resolution of 500 x 320 pixels is easily 
transferable to the printer's resolution after rotating the pic- 
ture 90 degrees. Printing on the internal printer lakes about 
20 seconds. External devices are accessible via I he HP-IB or 
RS-232 interfaces. When one interface is configured as the 
dump output port, the other interface is configured as a re- 
mote control port. All PCL-II compatible printers like Think- 
Jel, DeskJet, and others are supported by the OTDR. Plot- 
ters must be standard HP-GL-compalible. A series of traces 
stored on a flexible disk or a memory card can be printed to 
the internal or external printer. 

Documenting measurement results on storage media is 
much more convenient than paper for carrying around mea- 
surement results (stacks of paper versus one 3.5-inch flex- 
ible disk). The IIP 8146A OTDR supports 3.5-inch MS-DOS- 
compatible flexible disks with up to 1.44-Mbyte capacity. On 
a high-density disk. 141 measurement results, called liners. 
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10 Code: E»flWLE: SCANTRACE 
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can be stored. Since the BASIC programming language is 
widely used for programming instruments, we implemented 
a LIF-compatible (IIP Logical Interchange Format I flexible 
disk driver. Finally we added a memory card interface ac- 
cording to PCMCIA Rel. 2.0 for users who think flexible 
disks are too sensitive to dusi or humidity. 

To help the user identify the measurement results stored on 
flexible disk, the HP 814(iA builds a directory file that con- 
tains measurement parameters, date and rime when a mea- 
surement was taken, and an identifier code (see Fig. 5). 

Ghost Elimination 

One key OTDR parameter is the dynamic range. Specifica- 
tions are usually measured in compliance with the Bellcore 
standard which specifies thai the instalment's dynamic 
range must be achievable within three minutes of averaging 
time. The repetition rate of laser pulses must be as high as 
possible since the dynamic range specification value rises 
with increasing repetition rate. However, there is an upper 
limit for repetition rate, which is based on die fact that the 
next laser pulse cannot be launched until the reflected tight 
of the previous laser pulse has traveled back to the front 
connector. Launching laser pulses with higher repetition 
rates results in aliases or ghosts. The user would see a pic- 
ture showing a reflection at a position where nothing but 
pure fiber exists. Also, attenuation measurements would be 
wrong, since backscattered signals of two laser pulses 
would overlap each other. 

The HP 8146A OTDR eliminates ghosts by using a ghost 
elimination algorithm. The algorithm works by determining 
the length of a fiber link at the start of a measurement and 
then selecting a measurement span to get the appropriate 
repetition rate. 

To determine the length of the liber, al the start of a mea- 
surement the algorithm initiates a very short measurement 
with the longest possible measurement span (to ensure that 
the laser pulse goes beyond the end of the fiber). Beginning 
at the end of the sampled data the algorithm checks to find 
where the noise level is exceeded for the first time (see Fig. 
(ia). This location and the measurement span are used to 
calculate the repetition rate. Fig. Ob shows the ghost that 
appears when the ghost elimination algorithm is turned off, 
and Fig. 6c shows what happens when the algorithm is on 
and (he pulse repetition rate is adjusted to eliminate ghost 
reflections. 



m 



FLOPPY D I St TRACE DIRECTORY 



Fig. 4. The results of using the Scant race algorithm for measuring 
an 8(1- km fiber (a) The display, (b) The complete analysis. 



1: 0.0 Urn TO 16.9 km 100 ns 1310 nm 07-0?- 92 

2: 0.0 km TO lb.0 km 100 ns 1310 nm 07 '05 92 

3: 0.0 km TO 8.0 km 100 ns 1310 nm 06/26/91 

4 : 3.0 km TO 80.0 krr. 3.0 us 1540 nm 0L'30'91 

5: 0.0 km TO 40.0 km 1.0 us 1310 ran 11 02- 90 

6: 0.0 km TO 16.0 km 100 ns 1315 nm 12 10-91 



Fig. 5. Trai n directory 
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the next pulse is fired. On the other hand if the user wants 
to measure a 100-km long fiber with a 5- km measurement 
span (for higher resolution), the ghost elimination algorithm 
must reduce the repetition rale lo ensure that the user gets a 
clear picture on I he display without ghosts. 
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Fig. 6. ( )|ipratiiiii of the ghost rliinmatiini algorithm, (a) A 10."i8-km 
fiber is measured with a measurement span of 1(> km. (li) The same 
fiber using an 8-km measurement span without the ghost elimination 

algorithm and £e) with the ghost ciinuiuiiion algorithm. 



Marker Information: 



<b) 



A 
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Return Loss 



1.145 km 
3-997 km 
2.852 km 
29,244 :iB 



To put this process into perspective, consider the case in 
which a user wants to measure a 5-km long fiber with a mea- 
surement span of 1(10 km. A lot of time is wasted because 
the time between measurement pulses will be long. There 
will be no ghosts because all reflections will be gone before 



Fig. 7. Return loss measurement, (a) Measurement taken without 
reduced gain at the beginning, resulting in a wrong return loss value 
because of clipping, (b) A measurement taken of the same fiber with 
reduced gam at the beginning. The traces are identical, but there is 
a5.3-dB difference in lite return loss value from the value computed 
in Fig. 7a. 
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Analyzing OTDR Traces on a PC with a Windows User Interface 



One of the tasks that is important to OTDR users is the ability to save measure- 
ment results on suitable media and to compare results from different measure- 
ment sessions With this capability. users can obtain information about the aging 
of fibers, observe the effects of bending fibers very early, and do all the statistics 
that are relevant for evaluating the quality of the transmission link 

Besides offering printers for documenting and saving measurement results, there 
needs to be software that allows the user of an OTDR to do analysis and docu- 
mentation tasks on a remote computer sucn as a PC 

The HP 81460SA (PC_0TDR) is a software package that enables users to communi- 
cate with the HP 8146A from a PC This software offers the means to display OTDR 
measurement results, measure characteristic values like positions and losses, 
measure attenuation between events, perform Scant/ace for finding and charac- 
terizing events, add comments to trace data, and do extensive compares for up to 
eight traces All this software runs m the Microsoft "'-Windows environment, 
which almost guarantees easy-to-use operation 

Fig 1 shows the software's main window and some of its child windows (Trace, 
Overview, and Marker! As the CUA standard suggests," the PC.OTDR software has 
as its leftmost menu item the file menu which provides menus items for reading a 
trace from the disk, saving it. printing it, and exiting the program. Another menu 
item suggested by the CUA standard is the Help menu on the rightmost side of the 
main window The help facility offers all the information necessary to operate the 
PC.OTDR software without a manual 

The menu items View, Analysis, and Events are PC_DTDR-specific menus Within 
the View menu the user can select the child windows to be displayed, and set 
preferences such as trace colors and distance units The Analysis menu offers the 
analysis mode, which displays the result in the Marker window. In the Analysis 
menu, the user can choose to display either the 2-pomi loss between markers A 
and B or the 2-pomi attenuation (or the least-squares approximation attenuation! 
between A and B. The Analysis menu can also be used lo select the splice mode 
for positioning auxiliary markers to determine splice loss values and the return 
loss mode for evaluating the quality of connections 

the IBM Common User Access (CUAl standard describes how Windows applications should 
look to make them consistent and easy to use 
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Fig. 2. Windows associated with running the Scamrace algorithm. 

The Events menu allows the user to scan a trace for events and its characteristic 
values, jump between events, add additional events, and delete events from the list 

The child window Trace provides a zoomed-in or zoomed-out display of the traces 
from a measurement Fig. 1 shows as an example four traces of the same fiber, 
collected at different times. The top trace shows a measurement that was made 
directly after the installation of the fiber Because of bending loss somewhere in 
the fiber, at about 3 km the power from the fiber became weaker over time result- 
ing in the noisy bottom trace making it difficult to find the splice at marker A. By 
comparing up to eight traces the user can easily see how the fiber performs over 
the years Another useful comparison is to compare traces that were measured 
with different pulse widths (e.g., 5 ns versus 100 nsl to see the influence of pulse 
width on resolution 

The Overview window shows where the zoomed-in portion of the current trace 
shown in the Trace window is located relative to the whole fiber 

The Marker window mentioned above lists the positions of markers A and B, the 
distance between them, and the result of the analysis mode that was chosen in 
the Analysis menu. 

As with the OTDR. the user can run Scantrace with the PCJHDH software The 
result of such a scan is shown In Fig 2 The Event Table window lists the types 
of events and their associated values With just one mouse click on a single event 
the user can jump directly into an event to look at details in the Trace window 

Other window features like informative dialog boxes allow the user to easily 
select traces to be displayed or enter comments and trace information when 
saving a trace on a disk 

Wllfried Pless 

Project Manager 

Bbblmgen Instrument Division 

Microsoft is a U S registered trademark of Miciosofl Corporation 



Fig. 1. the main window at the HP 8! 460SA software and some of us child windows 
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Return Loss Measurement 

The return loss of optical components is the ratio of the 
incident optical power (P u ,) to the reflected optical power 



Return Loss = lOlog (I'i,, / l\ mrk ) 



(1) 



Reflections in high-speed transmission lines cause a lot of 
transmission errors. Therefore, measuring return loss is more 
and more important. In OTDR measurements the incident 
power is not known, but we can calculate the incident power 
by measuring the backseat! ered signal if we know the scat- 
ter coefficient of the fiber. Applying this concept to equation 
1 yields the following equation for calculating return loss: 

RL = C - lOlog (pw/1 us) - lOlog l0( ? * a *" p l*V 6 - 1 

where 0 is the fiber's scatter coefficient, pw is the pulse 
width of the launch pulse, P ro n is the reflected power level, 
and P|, s is the backseattered power level. 

This means that we can measure the return loss of a connec- 
tor w ith an OTDR if we can measure the peak power level of 



the relied ion caused by the connector and if we know the 
fiber's scatter coefficient. For the HP 814(iA we cannot use 
standard ( )TI)R measurements because the peak power 
level exceeds I he measurement range of the OTDR's receiver/ 
amplifier section and causes clipping. Some OTDRs must 
take a separate measurement with reduced gain to measure 
id urn loss. The HP 814GA OTDR takes a short measurement 
with reduced gain at the beginning of every measurement. 
Only high power levels are of interest, so we don't have to 
do much averaging. The power levels that will cause clip- 
ping in the high-gain measurement are saved in the register 
database. Kvery time a user wants to measure the return 
loss of clipped reflections, these saved power levels are 
used instead of the actual clipped values. Fig. 7 shows the 
difference in the return loss value of a measurement taken 
with and without clipping. 
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High-Performance Optical Return Loss 
Measurement 

Although high-performance optical return loss measurements pose some 
tough technical challenges for fiber optics engineers, careful selection of 
appropriate test equipment and correct setup make precise measurements 
readily achievable. A new return loss module for the HP 81 53A lightwave 
multimeter simplifies these measurements 

by Siegmar Schmidt 



High-speed digital systems and analog cable television sys- 
tems using fiber-optic media need to employ laser sources 
with narrow linewidths, such as distributed feedback (DFB) 
lasers. The narrower the linewidth of a laser, the more sensi- 
tive to backreflecrion it is. If a component reflects too much 
light back to the laser transmitter, the modulation character- 
istics and the spectrum of the laser change. This degrades 
performance in both digital and analog systems. Fabry-Perot 
lasers can also be affected, depending on their quality and 
the application. Therefore, reflection measurements on such 
components become more and more important in R&D and 
manufacturing. 

Reflections in optical systems can come from a variety of 
sources. Fresnel reflections occur at connectors, splices, 
fiber ends, bulk oplic interfaces, and detector surfaces. For 
example, reflection from a noncontact fiber connection (a 
Fabry-Perot resonator) can theoretically vary from 0%to 
15% depending on the distance between the fiber endfaces, 
because of constructive and destructive interference. 

In fiber optics it is common to use a logarithmic quantity 
called the return loss for measuring such optical reflections. 
It is defined as ten times the negative logarithm of the reflec- 
tivity R, which is the ratio of the backreflected optical power 
to the incoming optical power at a component's input. 

RLindB = -IOIogR = -10log(P bark /P in ). (1) 

This article describes a method for measuring optical return 
loss that is both highly accurate and easy to perform. 

Return Loss Measurement Method 

The following equipment is needed to measure the return 

loss of an optical component: 

A laser source 

A fiber-optic coupler 

An optical power meter. 

The light emitted by the laser source is guided lo the test 
port using (he fiber-optic coupler. The light power that is 
reflected back is guided to the detector of the power meter. 
Fig. 1 shows the experimental setup. The lest port for con- 
nector measurements is a master connector to which the 
connectors under test are connected. For measurements on 
pigtailed components, (he lesl port is the bare fiber end, 



onto which the components are spliced. The slanted connec- 
tor and the splice in Fig. 1 represent discontinuities between 
the coupler and the test port that contribute to the parasitic 
reflections. The parameters K] and are the coupling coef- 
ficients of the fiber Coupler in t he forward and reverse direc- 
tions, respectively. Pi. is the output power of the laser 
source, and Pu is the power reaching the detector. 

Three power levels have to be measured to determine the 
return loss of a device under lesl. The first value is the de- 
tector power Pref for a known reference reflection Reat- 
tached at the test port. The second value is the detector 
power caused by parasitic reflections of the setup itself 
(Pp). The third power level is the detector power with the 
device under test attached (P m i'iLs)- Fig- 2 shows the first 
three steps of the return loss measurement. 

Step 1. Measuring the detector power with reference reflection 
attached (P re (). A known reflectance of R,,. t at I lie coupler 
OUtpUl poll is \ised to effect an absolute calibration. The 
optical power at the detector is: 

I\,. f = (P L K,K 2 )R r „ r + IV (2) 

Pe is sum of the detector power caused by the reference 
relied ion and the power offset P,, at the detector caused by 
the parasitic reflections. 

Step 2. Measuring the detector power of the unwanted parasitic 
reflections (P p ). The unwanted parasitic reflections Pp can be 
measured by terminating the fiber close to the front of the 
port This can be done by wrapping the fiber live times 
around I he shaft of a screwdriver or similar object with a 
diameter of approximately ■"> mm. This creates some SO dli 
of insertion loss in the fiber and therefore a two-way loss of 

L 3ser Coupler Slanted 

p l „ Connector Splice Test Port 

*=* ~ >< r on — ' — 0 

p D 

Detector 

Fig. i. experimental setup fur optical return loss measurement 
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Slep 1. Measuring the Detector Power with Reference Reflector Attached. 
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Step 2: Measuring the Detector Power of Unwanted Parasitic Reflections 
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Step 3: Measuring the Detector Power with the Device Under Test Attached 
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Detector 

Fig. 2. Steps I, 2. and -i of Che return loss measurement 

some HK) dB. Since the reflectivity ai the tesi perl is zero 
under this condition, all the power reaching the detector 
now comes from the parasitic reflections. Pg, includes the 
coupler directivity ( direct coupling from port 1 to port 2), 
reflections from events between the coupler and the test 
port, and the light scattered back by the fiber itself. The last 
item should not be forgotten, because 9 meters of single- 
mode fiber corresponds to a return loss value of approxi- 
mately 60 dB, and even 1 meter corresponds to some 69 dB 
of ret urn loss. 

Step 3. Measuring the detector power with the device under test 
attached (Pmeasl- hi 'his step, the dev ice under lest is attached 
to the test port and the fiber is terminated closely behind it. 
The detector power is now determined by the sum of the 
power reflected from the device under test and the parasitics. 

(PLKiKiJRdu, +P P - (3) 

Since it is usual to talk about the return loss of a connector 
pair, the master connector at the test port is marked as a 
pail of the device under test in step 3 of Fig. 2. 

Step 4. Calculating the return loss. A combination of equal it >ns 
1, 2, and 3 yields the following formula for the return loss of 
the device under test: 



RLfl,, = -10Iog|(P m ,, LS - Pp)R re ^(P n , r - Pp)J. 



ill 



Since the laser power lev el ( PjJ and the characteristics of 
the fiber coupler are calibrated out in equation 4, only the 
applied reference reflection value R R .fhas to be known. A 
return loss test set should include software that enables the 



user to take the calibration measurements easily and thai 
automatically calculates the return loss. 

Measurement Uncertainty 

Accuracy of the Reference Value R rB i. A perpendicular glass-air 
surface has a reflectivity of 0.035, corresponding to a 
14,6-dB return loss for a refractive index Qgbss = MS. 

A perpendicular cleave is a good reference if a reliable 
cleaving tool is used. An open connector should not be used 
as a reference, since its return loss may vary up to 1 dB (25%) 
from the ideal value. The reason is that the roughness of the 
endface depends on the polishing process. For connector 
return loss measurements, it is better to use a gold-plated 
connector as the reference. Such a device theoretically of- 
fers a reflectivity of 0.98 for the glass-to-gold surface, inde- 
pendent of the polishing process. Because of the nonperfect 
mating between the connector and the gold reflector, a re- 
flectivity value of 0.96 (0.18 dB return loss) is typically 
achieved, with a variation of ±2%. 

Rrcf = [(ngold - "glass ) 2 + k 2 V\ ( n go |,| + ngiass i 1 + k 2 ] (6) 
where: n go id = 0.419 

"Slass = 1-46 

k = 8.42 (imaginary part of the complex 
refractive index of gold ) 
wavelength = 1319 nm. 

Polarization Dependence of the Fiber Coupler. In single -mode 
fibers, two perpendicular polarization stales are guided by 
I lie filler. Am kind ol movement of the fibei creates me 
ehanieal stress, resulting in birefringence. This causes a 
phase shift between the two polarization states and the re- 
sulting polarization of the light in the fiber changes. This can 
cause a change in the splitting ratio or coupling ratio of a 
fiber coupler. If the fiber between the coupler output port 
and the device under test is moved, this also changes the 
coupling ratio. 

The best available couplers offer a polarization dependence 
of ±1%. However, this ±1% is related to the input power of 
the coupler. For a 3-dB coupler, the polarization dependence 
at one of the output ports is ±2%. The total polarization de- 
pendence is therefore ±4% because the light has to pass 
through the coupler twice (downstream and upstream). This 
is tlic main reason for fluctuations in the display of a return 
loss test set when the user moves a patchcord and thereby 
changes the slate of polarization in the fiber. 

Power Level Stability of the Laser Source. For all steps of I his 
measurement a constant power level from the laser source 
is necessary. Any change in power level will influence the 
calculated return loss value. Therefore, a stabilized laser 
source is needed. 

During reference calibration with the open fiber or the gold 
reference, a strong reflection back into the laser occurs. It is 
essential to protect the laser source against this strong re- 
flection, to prevent output power changes. This can be done 
by putting either an optical isolator or an attenuator be- 
tween the laser source and the coupler. Optical isolators 
show excellent isolation with low loss, but at a very high 
price. On the other hand a 7-dB attenuator together with the 
3-dB coupler provides 20 dB of isolation at low cost. Since 
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Fig. 3. The III' 8153A lightwave 
multimeter with laser source and 
return loss plug-in modules for 
high-performance return loss 
measurements. 



the power budget usually is not the limiting factor for a re- 
turn loss measurement and 20 dB is enough isolation for 
most Fabry-Perot lasers, the attenuator solution is a good 
cost-effective choice. 

Linearity and Long-Term Stability of the Detector. Linearity errors 
contribute directly to the measurement uncertainty. There- 
fore, it is important that the detector and the amplification 
circuits show very good linearity over all measurement 
ranges. The amplifier usually contributes most i<> nonlinear- 
ity since the transimpedance of llie amplifier is switched 
when the range is changed. This causes step nonlinearities 
between the ranges. If several ranges are between the level 
of I he reference reflection and the level of the reflectivity of 
I lie device under lest, these switching nonlinearities add, 
The detector unil. therefore, should be carefully calibrated 
for linearity lo ensure precise measurements. 

(iood long-term stability means that the detector unil shows 
very low drift with time. Low drift makes it possible to mea- 
sure for a long time before the setup has to be recalibrated. 

Dynamic Range of the System. The laser Bource output powei 
and the receiver sensitivity must offer enough dynamic 
range to keep the return loss signal well above the noise and 
display it with adequate resolution even for high return loss 
values. 



Interference Effects. If a laser with a coherence length longer 
than twice the distance from the coupler to the device under 
test is used, interference modulation of the detected power 
at I he receiver will occur. Light coming directly from the 
laser interferes with light coming from the device under test 
because these two light waves have a fixed phase relation- 
ship. The system behav es like a Michelson interferometer, 
Movement of the fiber will cause a change in the polariza- 
tion of the interfering waves, resulting in a fluctuating 
power level at the detector. 

Interference occurs when both waves have the same polar- 
ization. For perpendicular polarizations, Ibis effect does not 
happen. The effect shows a maximum if both waves have 
the same amplitude. For a ■i-dli coupler, this means that 
maximum interference occurs if the return loss of the device 
under test is 6 dB less than the coupler directivity.* For ex- 
ample, if the directivity is 70 dB, then the maximum interfer- 
ence effecl occurs for a return loss of 64 (IB. For lower re- 
turn loss values, the interference effect will be present but 
not so pronounced. 

1 In Figs 1 and 2. a 3 dB coupler will send hall of the reflected power to the laser port and half 
lo the detector port Directivity is a measure of the cross talk Between the laser port and the 
detector port A directivity ol 70 d8 me3ns that the laser power seen at the detector port is 
70 dB below the laser input power 
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PC = Physical Contact 

One possible solution is to increase I he fiber length between 
the coupler and the device under test until it is longer than 
the coherence length of the laser source. The two light waves 
will llien have no fixed phase relationship, resulling in 
noncoherent addition of their intensities. However, the spac- 
ing should not be exaggerated, since a fiber !• meters long 
Contributes 00 dB of return loss because of its backscatlcr. 

High-Performance Return Loss Test Set 

Hewlett-Packard now offers the HP 81534A return loss mod- 
ule for the HP 8153A lightwave multimeter, which is HP's 
plat fonn for optical power and loss measurements, 1 The 
return loss lest set is capable of measuring return loss up lo 
(ill dB in the wavelength range from 1250 to 1000 nm. Accu- 
racies of ±0.40 dB and ±0.05 dB are specified for measure- 
ment ranges of 0 to 50 dB and 50 to 00 dB, respectively. 

Fig. :i shows the IIP 8153A lightwave multimeter with laser 
source and return loss plug-in modules for high-performance 
return loss measurements. The instrument can also be con- 
figured as a power meter, a 1 -channel or 2-chantiel laser 
source, or a loss test set. Users therefore have the conve- 
nience of all standard optical measurement capabilities in a 
single instrument 

Fig. 4 shows the return loss module design. The module con- 
sists of an input connector for a laser source, an attenuator lo 
protect the source against reflections, a 3-d B coupler, a high- 
ret urn-loss output connector, and a detector. The user can 
choose either a plug-in laser source module or an external 
laser source. 



Fig. 5. Setup for return loss mea- 
surements of a PC/PC connector 
pair. 

The front-panel connector of the return loss module is a 
slanted noncontact high-ret urn-loss connector with 05 tlB of 
return loss. Adapter cables (HP 81 109AC or HP 81 102BC) 
with the same connector are used as interfaces and ensure 
both flexible and abrasion-free interfacing to the device under 
test. A pigtail output is also available as an option. It offers 
extended measurement range to 05 dB, at the expense of 
flexibility. 

A valuable accessory is the gold-plat etl 1 IP S1000BR reference 
reflector, which provides an accurate and stable 0.18-dB 
reference wil h just 0.1 -dB uncertainly for connector ret urn 
loss measurements. This external referencing, together with 
the built-in software, makes it possible to take a precise 
reference measurement al the plane of the device under 
test. All parasitic reflections, both inside the instrument and 
outside, can be calibrated out at the push of a button. 

Fig. 5 shows the procedure for measuring the return loss 
of a PC/PC connector pair.* Steps 1 and 2 only have to be 
done once. It is only necessary to retake the reference 
measurement if the sot up is modified. 

Reference 

1. B Maisenhachcr and W. Reichert, "A Lightwave Multimeter for 
Basic Fiber ( Iplic Measurements," Hewlett-Packard Journal. 
Vol. 42. no. 1. February 1991, pp. 58-63. 

* PC ■ physical contact 
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High-Speed Time-Domain Lightwave 
Detectors 



The HP 83440 Series unamplified p-i-n lightwave detectors are designed 
for the best possible pulse performance They are dc coupled and have 
bandwidths of 6, 20. and 32 GHz. They mate directly with high-speed 
sampling oscilloscopes. 

Randall King. David M. Braun. Stephen W. Hinch, and Karl Shubert 



Fiber-optic systems used in I he telecommunications industry 
typically carry information as intensity-modulated digital 
pulses at rates from less than 100 megabits per second to 
2.5 gigabits per second. Development of ev en faster systems 
at 10 and 20 Gbits/s is underway ai research labs around 
the world. Current production testing and development of 
next-generation systems require specific types of optical 
lest equipment. One important example is the time-domain 
lightwave detector. 

Much information about Ihe performance of a fiber-optic 
system can be gaitied from accurate information about the 
shape of optical pulses in (he time domain. For instance, 
telecommunication systems often use a directly modulated 
laser as a source. The output of such a source ( Fig. 1 ) is 
far from ideal. Excessive overshoot or ringing, high levels 
of timing jitter, and slow rise or fall limes can all lead to 
erroneous detection of digital ones and zeros. Accurale 
characleri/.ation requires a measuring system with a band- 
width sufficient lo capture the aberrations as well as the 
fundamental data stream. 

The most common approach lo studying optical pulses 
requires firsl converting Ihe optical signal lo an equivalent 
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electrical signal and then displaying the waveform on an 
oscilloscope. For accurale reproduction of arbitrary input 
data streams, the converter must achieve constant gain and 
linear phase response from dc lo the highest frequency pres- 
ent al the input. The best pulse performance is currently 
obtained with high-speed lightwave detectors based on un- 
amplified p-i-n pholodiodes. The addilion of electrical ampli- 
fication, while improving sensitivity, degrades Ihe pulse re- 
sponse. The modest output of unamplified detectors can be 
a problem because a communications system's multivalued 
nonrepetilive data streams cannot be simply lime-averaged 
to reduce noise. The choice between high sensitivity and (he 
best pulse performance must be made for each application. 

The recent advent of erbium-doped fiber amplifiers gives 
some users the opportunity to amplify in Ihe optical domain 
and then use unamplified p i it detectors, The extremely 
high bandwidth and low noise Of these amplifiers makes I his 
an excellent approach. The drawbacks are the current high 
cost of erbium-doped fiber amplifiers and their restriction 
(at least at present) lo 1550-nm operation. 

The HP 83440 Series unamplified p-i-n lightwave detectors 
(Fig. 2) are designed specifically for customers who want 
the best possible pulse performance and do not need high 
sensitivity They are dc coupled and have bandwidths of (i. 
20, and 32 GHz. They are intended lo male direclly with high- 
speed sampling oscilloscopes. They combine p-i-n photo- 
diode technology (see page 85) with careful optical, electri- 
cal, mechanical, and manufacturing process development 

Detector Mechanical Design 

The IIP K."il 10 detectors are compact and nigged instruments 
that attach directly lo an oscilloseope input . The form factor 
is inline: optical signal in one end and electrical signal out 
the oilier This allows the use of multiple detector^ on one 
lesi set The optical input uses the Diamond I IMS- 10/1 IP 
connector. 1 This bulkhead connector has become the stan- 
dard Optical interface in HP's lightwave lesi equipment be- 
cause of its high reliability, IbRg lifetime, and good repeal 
ability. The optical input can accept a variety of connector 

types by selecting different adapters, 

The RF output of the detector screws to the input port of the 
oscilloscope, providing Ihi' sole mechanical support of the 
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Fig. 2. Pont HP 8344(1 Series lightwave detectors mounted on an 
ill' 64124T oscilloscope. 



detector. The Al'( ' :J.5-iimi male connector was chosen lie- 
cause of its SMA compatibility, mode-free o|)eration to 34 
GHz, and suitability as a tnake-and break test connector. 
The 32-GIIz detector uses the AIT 2.4-nim connector for 
frequency response to 50 GHz. 

Fig. 3 is an exploded view showing the component parts of 
an IIP 8344(1 detector. The optical connector flange provides 
one end cap for the instrument. The inicrocircuit serves as 
the other end cap. The dc supply provided by the user is 
regulated and limited on the printed circuit board before 
connection to the inicrocircuit. Protection of the photodiode 
from power supply related damage is a significant conve- 
nience to users who previously used component -level detec- 
tors. The extruded aluminum body has locating slots for the 
printed circuit board, optical liber, and sheet-metal lid. The 



endplates are screwed into the extrusion, capturing the 
printed circuit board and lid. 

Component Mechanical Design 

From the beginning of the project, we wanted the photo- 
diode package to be hermetic. The mesa InGaAs photodiode 
structure can be quite sensitive to moisture, showing in- 
creased dark current and noise. The usual semiconductor 
reliability problems are also a concern when water vapor is 
present. Ilenneticity. however, is a matter of degree. Any 
mierocircuit will eventually equilibrate with its external en- 
vironment. The question is how long that process will take. 
In mierocircuit production, this corresponds to choosing a 
maximum permissible leak rate. For the IIP 83-140 project, 
we originally assumed that we would use military leak test- 
ing procedures ( MIL-.STD-8H3C is the de facto industry stan- 
dard). However, this specification could allow the mierocir- 
cuit to equilibrate to ambient conditions within several 
weeks. 1 ' We considered this unacceptable and lightened the 
leak rale requirement by several orders of magnitude. This 
ensures many years of protection for the device, but re- 
quires special calibration and testing procedures. 

To meet this stringent standard, the mierocircuit package 
must be sealed with glass and metal. The body and lid are 
machined from stainless steel, then gold-plated for solder 
wettability and electrical conductance. Glass-to-metal seals 
are soldered into the mierocircuit body for the dc and RF 
package feedthroughs. A lens is soldered into the mierocir- 
cuit lid to provide a hermetic optical feedthrough. This al- 
lows the optical fiber to be attached with epoxy, since ii is 
outside the hermetic wall. 

After the photodiode and other circuit elements are die- 
attached to the mierocircuit floor anil wire-bonded, the lid is 
soldered to the body in a dry, helium atmosphere. A -18-hour 
high-temperature vacuum bakeoul ensures the removal of 




Fig. 3. Internal components of 
an HI' 83440 Series lightwave 
detector. 
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InP/InGaAs/InP P-I-N Photodetectors for High-Speed Lightwave Detectors 




The HP 83440 family of lightwave detectors uses custom lnP/ln 0 ^Gao <7As/lnP 
p-i-n top-illuminated mesa photodetectors to adsorb incoming infrared light and 
convert it to photocurrent These devices allow light with wavelengths from 1 .2 to 
l 6 nm so pass through the antirefiection coating and the top p-type inP layer and 
he absorbed m the intrinsic inGaAs active layer below The absorption of photons 
creates electron-hole pairs m the active layer These carriers are swept out by a 
reverse bias, resulting m a photocurrent. 

The photodetector epitaxial material is grown by organometallic vapor phase epitaxy 
(OMVPE) on lnP:S substrates (see Fig 1 1. A buffer layer of undoped InP is used to 
facilitate the growth of the lattice-matched intrinsic InGaAs active layer and the 
p-doped InP Zn layer is grown on top The device contains a metal contact ring to 
the p-layer, an antirefiection coating, polyimide passivation, and a plated gold 
bond pad ' The mesa structure is used to achieve low capacitance for high-speed 
applications. 

Both the RC time constant of the device and the carrier transit time across the 
InGaAs layer determine the frequency response of the photodiode. A low capaci- 
tance is achieved by having a thick intrinsic layer and a small area, while a short 
transit time calls for a thin intrinsic layer- HP lightwave detectors contain photo- 
diodes designed to optimize this trade-off for specified 3-dB frequency responses 
from 6 GHz to 32 GHz 

Devices like the one shown in Fig. 2 are used in the HP 83440D and have mea- 
sured 3-dB optical bandwidths in excess of 39 GHz These devices have a 14-u.m 
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Fig. 1. Photodetector cross-sectional view Incoming light is converted to electron-hole pairs 
in the InGaAs intrinsic layer, resulting in an electrical r.uiient 



Fig. 2. Scanning electron micrograph of the photodiode used m the HP B3440D lightwave 
detector 

active-area diameter and are designed for low dark current, low capacitance, low 
optical reflections, and high dc responsivity. Measured datk currents at -3V are 
subnanoampere (2x10r 5 A/cm 2 | and capacitance values measured at 1 MHz are 
approximately 0.07 pF|1 4x10 " 9 F/cm J | Optical reflections from the top surface of 
the device are under 2% at 1300 nm and 1550 nm The thinner i-layer required to 
achieve high-speed performance limits dc responsivity (the ratio of photocurrent 
output to optical power input) somewhat because of the shorter absorption length, 
especially at longer wavelengths. Measured responsivities are 0.59 AAV at 1300 
nm and 0 47 AAA/ at 1550 nm The devices are highly reliable in HTOL (high tem- 
perature operating lifel testing with MTTF (median time to failure) of > 6x10' 
hours at 55°C, and < 1 FIT (failure in 10 9 device hours of operation) 
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most absorbed moisture before sealing. Residual gas analy- 
sis results indicate lhai the moisture content is below the 
detection level or 100 ppra 

Detector Optical Design 

The goal of I he optical launch is to couple light from Ihe 
input fiber lo Ihe photodetector with high efficiency, good 
alignment tolerance, and high optical return loss. Common 
types of coupling schemes include butt-coupling of Ihe filler 
directly to the photodiode, using a lensed fiber lo focus the 
light, or using separate lensing. We decided against butt- 
coupling because of the tight alignment tolerance required 
for our small-area detectors. Lensed libers were rejected 
because their Short focal lengths make them sensitive Lo 
axial motion. We selected a single graded-index (GRIN) 
cylindrical lens as best meeting our design objectives. 



The input liber is polished at a bevel and the photodiode is 
tilled with respect to Ihe optical axis. One endface of Ihe 
lens is beveled and both faces are anlirefleclion-coated. 
This results in optical return losses that are typically greater 
than SO dB at each interface. This is significantly better than 
the optical connector, which limits the overall instrument 
specification to 33 dB. 

For the (i GHz and 20-011/. products, the GRIN lens surfaces 
are planar and 1 : 1 imaging of the fiber endface is used. The 
active area of Ihe 32-GHz photodiode is 1-1 micrometers in 
diameter and is too small for this approach. Instead, we use 
a planoconvex GRIN lens whose convex endface reduces 
spherical aberration. Combined with a magnification of 
more than 2:1, this arrangement prov ides good liber align- 
ment tolerance and high efficiency. One drawback is that the 
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photodetector must lie placed quite accurately with respect 
to the Optical axis or the (iRIN lens will distort optical rays 
thai are too close to llu> periphery of the lens. 

The alignment of the optical fiber to the pholodeleclor is 
made actively w hile monitoring the pholodiode output. The 
filler is then locked in place using a specialized high-stability 
epoxy. Extensive environmental strife (stress ♦ life) testing 
was performed on prototypes to ensure the performance 
and reliability of the attachment method. 

Detector Electrical Design 

The major objective of the HP 8:5440 electrical design was to 
optimize the lime-domain performance by minimizing pulse 
aberrations. By designing the instrument to connect directly 
to the oscilloscope and by placing the pholodiode as close 
as possible to the connector, signal distortion from unneces- 
sary components is eliminated. Careful design of the bias 
circuitry avoids resonances. As a result the HP 8:1440 family 
has excellent performance in both time and frequency do- 
mains (see "Calibration of Lightwave Detectors to 50 CHz," 
page 87). 

High-speed photodiodes, because of their small size, are 
sensitive to electrostatic discharge damage. The power sup- 
ply connection can withstand a ten-thousand-vol! discharge. 
However, the RP connector cannot be protected w ithout 
degrading performance. Caution must be exercised during 



tin' connect ion process, but a protective cap is supplied for 
use during storage. 

Summary 

The HP 8:14-1(1 Series is a family of high-speed unamplified 
p-i-n phot orecei vers designed for optimum lime-domain per- 
formance. Attaching directly to sampling oscilloscopes, they 
find applications in the design and characterization of fiber- 
optic telecommunication systems. Their careful design and 
extensive reliability testing ensure a long life w hile providing 
state-of-the-art optical time-domain measurements. 
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Calibration of Lightwave Detectors 
to 50 GHz 



Because they operate at much higher frequencies than previous products 
new methods had to be found to test and calibrate the HP 83440 Series 
lightwave detectors. Three systems were developed. Their results agree 
closely. 

by David J. McQuate, Kok Wai Chang, and Christopher J. Madden 



The IIP S-'ll 10 Series lightwave detectors described in the 
an icle on page 83 are a family of optieal-to-elcrtrical con- 
verters that includes models with bandwidths above 20 GHz. 
To lest and calibrate these detectors, a higher-frequency test 
system was required. In this article we describe three sys- 
tems that can be used lo characterize high-speed lightwave 
conveners. The first is a lime-domain System Dial measures 
a photoreceiver's response lo a short optical pulse. In the 
second system, two lasers are heterodyned to generate a 
lest signal for a photoreeeiver. The third system establishes 
an optical modulator as a calibrated source, which then is 
used to measure a photoreceiver's bandwidth. We present 
results thai show good agreement among lhe systems on 
measurements of a photoreceiver's frequency response. 



Optical Impulse Test System 

Picosecond pulses are generated by a system consisting of a 
mode-locked Nd:YAG laser and a liber-grating pulse compres- 
sor (Fig. 1). The laser produces 80-ps FWII.VI (full width at 
half maximum amplitude) pulses at an 8U-MIlz rate, a wave- 
length of 10G0 mu. and an average power of 20 watts. The 
pulse compressor uses self-phase modulation and positive 
group velocity dispersion in single-mode fiber to broaden 
the pulse spectrum and linearly frequency modulate (chirp) 
the pulse as it propagates through the liber. 1 

The diffraction grating pair introduces a time delay propor- 
tional lo wavelength. When the chirped and spectrally 
broadened pulse is passed through the gratings, the pulse 
is compressed lo aboul 2 ps FWHM. 
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Fig. 1. 1 ipticiii impulse response incisure m syxinii fur piiotorecuiver characterization An 80-pa PWHM pulse from ,-i mode-locked \ MS 

laser is compressed to about 2 ps fwiim by a Qber diffraction grating compressor, The width or the compressed pulse is measured fr\ art 

aiitiK-orrelalor Digital oseilloseopes reeoril the outputs ol'llie aulocomialoi and the photoreeeiver hr-ing measured. 
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Wo cannot measure the shape of such a short pulse directly, 
but we can measure its autocorrelation function, from 
which we can calculate the power spectral density of the 
pulse and make estimates of its width. The aulocorrelator 
splits the input beam into two paths, which pass through 
rotating rectangular glass blocks arranged lo Introduce a 
periodically swept differential delay. The two beams then 
meet in a LHO3 crystal which generates the second har- 
monic (at 530 run), with an amplitude proportional to the 
product of the intensities of the two beams. This shorter- 
wavelength light is detected by a phot omultiplier lube. The 
Output signal traces out the optical pulse's autocorrelation 
function as the glass blocks rotate. 

An HI' 54501A digitizing oscilloscope records the output of 
the aul ocorrelator. Tin- Fourier transform of this time record 
is the power spectral density of the optical impulse. Our 
measurements show a drop in power of only three decibels 
at 60 GHz. 

Measurement of Photoreceiver Impulse Response 

Once we have characterized the optical impulse, we can 
measure a photoreceiver's response lo it. The optical impulse 
is focused on the photoreceiver. An HP 54120F, sampling 
oscilloscope witJi an IIP 54 124A 50-< !Hz test set records I he 
receiver's response. The measured trace is the convolution 
of the optical impulse with the impulse responses of the 
oscilloscope and the photoreceiver (Fig. 2). 

The Fourier transform of the measured trace is the power 
spectral density of the impulse, but filtered by both the 
OSCQlOSCOpe and the photoreceiver. The photoreceiver's 




-0.02 -. 

Fig. 2. The response or an HP S344UD lightwave detector and I IP 
541 HOB/54 124 A sampling oscilloscope to the compressed optical 
pulse. Some of llie ringing and overshoot is attributable lo the 
photodeteclor, and some lo the oscilloscope. 



frequency response can be obtained by dividing the mea- 
sured spectrum by the optical pulse's power spectral density 
and by the oscilloscope's frequency response. The latter can 
be obtained by C\V measurements using a microwave syn- 
thesizer and a microwave power meter, or by using two sim- 
ilar sampling oscilloscopes to measure each other's sampler 
impulse responses.- 

Optical Heterodyne Test System 

A second system for characterization of lightwave receivers 
to 50 GHz is shown in Fig. 3. An Optical heterodyne source 
was built using a pair of diode-pumped Nd:YAG ring cavity 
lasers whose nominal wavelength of 1320 nm Could be var- 
ied by changing the laser crystal temperature. The output 
beam from each laser passes through an optical isolator, a 
shutter, and a half-wave plate. The two beams are I hen com- 
bined in a fiber-optic 3-dB coupler/splitter. The isolators 
protect the lasers from feedback resulting from optical re- 
flectioas. The shutters allow measurement of each individual 
laser's average power. The half-wave plates allow rotation of 
each laser's opt tea] polarization. Good polarization alignment 
is obtained using an IIP 8509A polarization analyzer and is 
maintained using a 3-dB coupler made from polarization 
preserving fiber. The output power (P| and Po) is typically 
1 mVV from each laser at each of (he coupler's outputs. Pre- 
vious dual-YAG heterodyne systems measured photoreceiver 
frequency response lo 22 GHz 1 and 33 GHz. 1 

Let the difference between the laser frequencies be f,|. If the 
laser outputs are linearly polarized and aligned, the optical 
power modulation envelope seen by a photoreceiver is: 

P lip t = P| + P 2 + 2 v <P^cos(2jif,|t). 

If P| = P2 the resulting signal is 100% modulated at the 
difference frequency. 

The difference frequency (,\ is tuned by adjusting one laser's 
temperature and leaving the other's fixed. It can be tuned 
continuously over about 25 GHz before the laser hops lo a 
different longitudinal mode. Since llie mode spacing is about 
15 GHz, a wider scan can be obtained by "si itching" together 
the continuous liming curves from several adjaeon! modes. 
For a 50-GHz span, five curves are used. The overall liming 
rate is about 1 GHz/°C. 

A calibration of the tempera! ure-versus-frequency tuning 
characteristic is done just before the measurement of a 
photoreceiver. An IIP 71400C lightwave signal analyzer is 
used. Since it has a 22-GHz bandwidth, the calibration is 
done in three overlapping tuning ranges. During six months 
of testing, the repeatability of the frequency calibration was 
about 50 MHz. The drift of the difference frequency was mea- 
sured a) 15 MHz in 30 minutes. The linewidth is specified at 
<3kHz. 

In the test system, one of the coupler/splitter's outputs is 
connected to the photoreceiver to he tested while the other 
is used for monitoring laser power. The electrical signal 
from I he photoreceiver being measured passes through an 
attenuator (which provides a do bias path) and is measured 
with a microwave power meter ( HP 8487D/437B). A mea- 
surement of the frequency response involves scanning the 
difference frequency and measuring the change in output 
microwave power. 
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Fig. 3. Dual YAG heterodyne frequency response measurement system. Infrared light from a pair of temperature-tuned diode-pumped YAG 
ring lasers is combined in a -'i-dB single-mode fiber coupler. The envelope of the optical power varies at the difference frequency. The re- 
sponse of the photoreeeiver being tested is measured using a microwave power meter while the difference frequency is swept. 



A pholodetector produces a current proportional to the opti- 
cal power received. The ralio of oulpul curreni to input opti- 
cal power is its responsivity, R, t , in amperes per watt. For an 
input optical power of Puf opuval. 'he peak photwurrent is 
RdPRF optical and the electrical power delivered to the delec- 
lor's load resistor, R|o a <l. is P« = i~ R ioad °r 

PuFclwlrical = ( RhPrf optical/ >2)"R|oad' 

Sinc e we have a heterodyne source, we substitute I'kf optical 
= 2 V /P|P^. We solve lor responsivily. explicitly showing its 
frequency dependence, take the ralio of responsivity at. a 
given measurement frequency f„, to that al the lowest mea- 
suremcnl frequency Eq, and conveil to decibels. Then the 
responsivity relative to that at the lowest frequency is: 

R<iB electrical = P<iHineiertnr.-ii(fm} ~~ PciHmeicririraido) 

Pl(f>„)P2ffm) 



A voltage applied to the modulator's electrodes alters the 
relative phase of the lighl in the two anus of the interferom- 
eter, which in turn controls I he amount of lighl transmitted 
through it. lis transfer function varies sinusoidally with the 
applied vollage. If we apply bolh a dc bias voltage, V|„ and a 
sinusoid with radian frequency id, the transmitted light is: 



/ V,, + KOolVpCOsOot: 

C, T % 



- in log 



P.lfulP^f.i) 



Corrections are also made at each frequency for the varia- 
tion in I he optical power oulpul of each laser, and lor the 
actual loss in the attenuator. Residual ripple in Ihe response 
measurenienl is caused by standing waves resulting from 
microwave reflect ions. 

Modulator-Based Frequency Response System 

The frequency response of an optical receiver can also be 
determined by measuring its response to a calibrated modu- 
lated oplieal source. In this third system, a lithium niohale 
Mach-Zehnder interferometer. ' * 7 used as an oplieal ampli- 
tude modulalor, is characterized so that il becomes a cali- 
brated source. We'll firs I describe the modulalor and its 
calibration, and I hen show Ihe system of which il is a pari. 



where: 1(1) = Iransmilted lighl power 

In = maximum Iransmilted lighl power 
Vb = dc bias voltage 
E(oi) = a frequency dependent modulation 
"efficiency" 

V,, = peak signal vollage applied to Ihe modulator 
V n = characteristic sw itching voltage of Ihe 
modulator. 

We can select Ihe operating poinl on Ihe modulator's transfer 
curve by adjusting the dc bias. The modulation '"efficiency" 
decreases with increasing modulation frequency for two 
reasons. First, the modulation signal travels more slowly 
down its transmission line than Ihe oplieal signal in iis 
waveguide. The two lend to get more oul of phase with each 
Other towards Ihe end of the modulalor as i he modulation 
frequency increases. Second. Ihe transmission line loss in- 
creases with increasing frequency so I hat the modulation 
vollage becomes weaker. 

By expanding Ihe above expression in a Bessel series, ef- 
fectively transforming it lo the frequency domain, we can 
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examine the spectral content of the modulated light We 
use the identity: 

X 

cos|zcos(x)J = 2 Y( - l) k .l 2 i<(/.)cos(2kx) 

k = ] 

and identify the Hesse 1 function argument as: 

V,, + E(..»V„ 
z = n % . 

We are interested in three special cases in which we select a 
single spectral component and set the modulator bias to 
maximize it. In each case the Infinite sum reduces to a single 
term. These three expressions allow us to measure the mod- 
ulator's frequency dependent efficiency and use it to calcu- 
late the modulated optical power at any harmonic of any 
given modulation frequency. 

Modulator Calibration. In case 1. the modulator is biased to 
minimum transmission and two modulation signals are ap- 
plied with frequencies oq and oh and peak voltages Vpj and 
Among other signals there will be a difference frequency 
component 



E(o)i)V,,|\ / E(c02)Vpg 
l(Af) = [qJi h( ^ — =— J| : t 



If we place the two modulation signals very close in fre- 
quency. Eloq I is essentially the same as E{«>>). We measure 
1ij, V n . the applied voltages Y,,i and Vpjj, and the optical 
power at the difference frequency, 1( Af), and then sok e this 
expression numerically for E(to). 

Hy stepping m. we determine E(u>) for the whole range of 
modulation frequencies. We keep the difference frequency 
low and constant during these measurements so that we can 
use an Inexpensive photoreceiver whose frequency response 
we need not know. 



Fundamental Operation. In case 2, the modulator is biased at 
its half-power transmission point At the modulator's output, 
the fundamental frequency component of the modulated 
light is: 



B(ca)Vp 



I = Wj n 



v.. 



Given E(u>) and V-,, a measurement of Vp and In allows us to 
calculate the magnitude of the modulated light at any given 
modulation frequency. 

Second-Harmonic Operation. When the modulator is biased a! 
the minimum of its transfer Curve and modulation is applied, 
the power in the second harmonic is: 



I = 



K«'»V|. 
V, 



As above, if E( b) ) and V n are known and we have measure- 
ments of Vp and Iq, we can calculate the modulated light 
power at the second harmonic Second-harmonic operation 
allows us to modulate light at frequencies higher than 
those for which we have amplifiers with which to drive 
the modulator. 

Modulator-Based Frequency Response Measurement 

The calibrated optical modulator is placed in the system 
shown in Fig. 4. which also contains a CW semiconductor 
laser with optical isolator, a microwave amplifier, and a vec- 
tor network analyzer (IIP 85 IOC with HP 8517A 50-Gliz test 
set and IIP 83051 A synthesized source), which provides a 
microwave source and receiver. 

The microwave source is modified by adding a coupler to 
provide a sample of the synthesized signal just before the 
final frequency doubler. This signal, amplified by the micro- 
wave amplifier, drives the microwave input of the optical 
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Fig. 4. Lightwave 111' sr. in fre- 
quency response measurement 
system, a calibrated optical modu- 
lator modulates light from » diode 
laser, producing either the funda- 
mental or the second harmonic of 
the microwave drive signal The 
HP 8610 network analyzer mea- 
sures both the output electrical 
reflection coefficient of the photo- 
receiver being tested and its re- 
sponse to I hi- modulated light 
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modulator. When the system is operating below 26.5 GHz, 
the modulator is operated in fundamental mode. Above that 
frequency, the optical modulator doubles the modulating 
frequency, producing, for example, light modulated at 50 GHz 
when electrically driven at 25 GHz. The normal output of the 
synthesizer provides the microwave reference signal for the 
test set 

In characterizing a photoreceiver. the network analyzer is 
first used in its native electrical-io-eleetrieal mode to mea- 
sure the phot orecei vers electrical reflection coefficient. 
Then the modulated light is turned on and the network ana- 
lyzer is used as a calibrated power meter to measure the 
photoreeeiver's electrical response to the calibrated optical 
source. A standard vector network analyzer full two-port 
calibration removes the effect of standing waves caused by 
the photoreeeiver's output impedance mismatch. 

Comparison of the Systems 

Each of the three systems has its advantages. The optical 
impulse system allows direct measurement of the impulse 
response of a phi »l orecei ver-oscilh wcope pair tf the QSdllO- 
scope "s impulse response can be accurately determined. Ihe 
photoreeeiver's impulse response can be closely estimated, 
since the optical impulse is so much narrower. The measure- 
ment is fast. The time required to calculate the Fourier 
transforms might easily exceed the time it takes to obtain 
I he data. Because the autocorrelator provides a time record 
of only about 120 ps, we have data on the impulse spectrum 
only above about 8 GHz. This determines the measurement's 
low-frequency limit and its frequency resolution. However, 
the measurement frequency range extends above 100 GHz. 

The heterodyne technique's measurements are most easily 
referenced to U.S. NIST standards. It is also the one most 
easily extended to higher frequencies. A higher-frc<|iiency 
microwave power meter is required, and the frequency-ver- 
sus-temporature curves need to be extended. In its present 
form, frequency accuracy and repeatability limit the hetero- 
dyne technique's frequency resolution to about 50 MHz. In- 
creased frequency accuracy can be obtained by measure- 
ment of the difference frequency while a photoreeeiver's 
frequency response is being measured, or by phase-locking 
to an external reference. The system lends to be slow 
because the laser wavelength is tuned thermally. 

The optical modulator system benefits from its constituent 
vector network analyzer. Frequency resolution is limited 
only by the synthesized microwave sources, so that resolu- 
tion on the order of one hertz is possible. Using this system, 
a microcircuit cavity resonance about 50 MHz wide was 
easily seen. This resonance has been eliminated in newer 
pholodetectors. Measurement of the photoreeeiver's vector 
electrical reflection coefficient makes it possible to elimi- 
nate the effect of standing waves on the frequency response 
measurement. Time-domain characterization of a photore- 
ceiver, which is available with Ihe III* S70.IA. is possible if 
the phase response of Ihe measurement system is character- 
ized. Like the heterodyne technique, the optical modulator 
system's measurements are ultimately referenced to power 
meters, optical and electrical, and thence to NIST. This sys- 
tem can also be used to characterize electrical-to-optical 
conveners once a photoreceiver has been characterized. 
Measurements made on Ihe system are repeat able because 
of Ihe synthesized microwave source and stable microwave 



test set. The measurement speed depends on the means 
used to measure the microwave drive to the optical modula- 
tor. A system could be built which would operate at the 
same speed as a standard HP 8510 measuring microwave 
s-parameters. 

Comparison of Measurement Results 

Fig. 5 shows excellent agreement on the frequency response 
of an HP 84330D lightwave detector, whose electrical band- 
width is specified to be at least 32 GHz. as determined by 
four measurement systems. Below 20 GHz the HP 8703A and 
the modulator-based system show very similar results. 
These two systems are very similar in concept. The 50-GHz 
system uses higher electrical and optical power, so the sig- 
nal levels are farther above the noise floor this results in 
lower random variation in the measurement results. 

The dual-YAG data was taken in five slightly overlapping 
bands. The small differences in responsivity measured at 
the overlap points indicates good repeatability and low ran- 
dom variation. The measurement made on the optical im- 
pulse system is consistent with the others, within estimated 
uncertainties. 
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6 Photonics Technology 

Waguih S. Ishak 

Waguih Ishak was born in 
Cairo. Egypt and attended 
universities in Egypt and 
Canada before joining HP 
Laboratories in 1978 He 
received a BSc degree in 
electrical engineering from 
Cairo University In 1971 and 
a BSc degree in mathemat- 
ics from Am Shams University in 1973. His MSc and 
PhD degrees in electrical engineering were awarded 
by McMaster University in 1975 and 1978. At HP. he 
designed surface acoustic wave low-loss filters for 
several products Later, he managed research teams 
responsible for transferring the SAW technology, 
shockhne technology, and photonics technology used 
for many HP synthesizers, oscilloscopes, and light- 
wave instruments He currently manages the photon- 
ics technology department and has responsibility for 
technology transfer for mote than ten HP products in 
the areas of RF, microwave, and communications 
test. He has written about 40 |0urnal and conference 
papers on magnetic bubble memories, SAW devices. 




and magnetostatic wave devices He is named an 
inventor in six patents and one pending patent on 
magnetostatic wave and SAW technologies. In 1990, 
he presented a paper un MSW technology by invita- 
tion to the USSR Academy of Sciences Waguih is 
married and has two sons He coaches youth soccer 
and sings in Ins church choir 

Kent W. Carey 

R&D project manager Kent 
Carey received his BS de- 
gree from the University of 
California at Berkeley in 
1976 and continued his stud- 
ies at Stanford University, 
from which he received an 
MS degree in materials sci- 
ence in 1977 He |oined HP 
In 1978 to do research aimed at improving the crystal 
quality of epitaxial silicon un sapphire substrates 
while continuing to work toward his PhD degree in 
materials science from Stanford, which he received 
in '981 His research in the areas of organometallic 
vapor phase epitaxy of lll-V compound semiconduc- 
tors and photonic device processing has contributed 
to the development of several products, notably the 
HP 71400A lightwave signal analyzer, the HP 8702A/B 
and HP8703A lightwave component analyzers, and 
the dual detector for the HP 8704A precision reflec- 
tometer. Since 1986, he has managed the optoelectro- 
nic devices group at HP Laboratories He's the author 
or coauthor of more than 20 articles and conference 
papers and his work has resulted m a patent related 
to solid-state diffusion A California native, Kent is 
married and has two children His outside interests 
include wine tasting and studying Japanese. 

Steven A. Newton 

^, I With HP laboratories since 

f> 1 It eel manager of the fiber and 

J* f ~, pfl high-speed optics group. He 

j^L I has managed projects lead- 

B| *] I ing directly to five HP prod- 

V 1 _JU I ucts the HP 8145A optical 

^"*7 time-domain reflectometer. 

the HP 11 980A fiber interfer- 
ometer, the HP 81210/310LI optical isolators, the HP 
8504A precision reflectometer. and the HP 8509A/B 
polarization analyzers He has a BS degree In physics 
from the University of Massachusetts (19761 and MS 
and PhD degrees in applied physics from Stanford 



University 11978 and 19841 He has contributed 45 
publications and conference papers on fiber-optic 
devices, circuits, signal processing, and measurements 
and is named an inventor m ten patents on the same 
topics He's a member uf the IEEE and the Optical 
Society of America, for which he has served on sev- 
eral program committees Steve was born in Teaneck, 
New Jersey He is married, and outside of work, he 
enjoys sports and music. 

William R.Trutna, Jr. 

Author's biography appears elsewhere in this section 
11 Tunable Laser Sources 



Bernd Maisenbacher 

I R8D project manager Bernd 
g Maisenbacher contributed to 

1 the development of pulse 
^ «r \ ind function generator prod- 
^^^J I ucts after joining HP in 1981, 

; <^ - and then worked on various 

' ^- projects for lightwave power 

\ meters, sources, and attenu- 

- - ators A project manager 

since 1986. he led the R&D team for the HP 
B167A/68A tunable light sources and earlier was 
responsible tor the HP 8153A lightwave multimeter, 
the HP 81210LI and 81310LI optical isolators, and the 
HP 81 40A handheld loss test set He is named as an 
inventor in two patents related to micropositioning 
and a circular filter wheel, both developed for the HP 
8157A/58A optical attenuators Bernd was born in 
Pforzheim, Germany and attended the University of 
Stuttgart, from which he received a Diplom Ingenieur 
in 1981 He lives in the Black Forest area and is 
married He lists tennis, skiing, hiking, and bike 
tiding as his outside interests 



Robert Jahn 




An R&D project engineer at 
HP's Bflblingen Instrument 
Division, Robert Jahn was a 
firmware engineer for the 
HP B167A/68A tunable light 
sources, working on soft- 
ware design, hardware and 
software control, and the 
user interface Earlier, he 
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developed the scan trace, user interface, and HP-IB 
and RS-232 capabilities for the HP B146A optical 
time-domain reflectometer He also was the firmware 
engineer for the HP 8*53A lightwave multimeter 
Born m Landsberg in the Bavarian area in Germany, 
he has a Diplom Ingenieur awarded >n 1989 by the 
University of Dortmund He has been with HP since 
1989 Robert and firs wife live m Stuttgart. His leisure 
activities include bike riding, billiards, and persona! 
computers 

Michael Pott 

Michael Pott joined HP m 
1989. the same year he com- 
pleted work for his Diplom 
Ingenieur in electronics at 
the University uf Dortmund. 
He contributed to the firm- 
ware design for the HP 
8153A lightwave multimeter, 
and later worked on the 
hardware design, user interface, and firmware for the 
HP 8167A/68A tunable light sources His professional 
interests include software engineering methods and 
computer hardware. Michael was born in Hamm. 
Westfalen. Germany, He is married and enjoys 
personal computers, photography, and travel. 

Edgar Leckel 

Author's biography appears elsewhere in this section 

20 Laser Design and Wavelength 
Calibration 



Emmerich Miiller 

With HP since 1981. project 
manager Emmerich Miiller 
was responsible for optome- 
chanical design of the exter- 
nal cavity laser tor the HP 
B167A/68A tunable light 
sources Previously, he con- 
tributed to the design nl the 
HP 81519A optical receiver 
and the HP 81 52DA/2 IB optical heads He also was 
project manager for the detector modules and lens 
interfaces for the HP 8153A lightwave multimeter 
His work has resulted in several patents related to 
optomechanical design A member of the International 
Society for Hybrid Microelectronics and a graduate of 
the Engineering School of Funwangen, he received 
his Diplom Ingenieur m 1981 Born in Obereschach. 
Germany, Emmerich has two children and enjoys 
woodworking and sports 

Wolfgang Reichert 

^■MjM W.th HP's 

^^^H instrument Division since 
Bk^^M ' 982. Wol fgang Reichert 

^1 contributed to the mecham 
- W • cal design for the HP 
^2. I B167A/68A tunable hqht 
\ < ^9* j sources He also developed 
/ fiber-optic Interfaces and 
■^^^^^^ accessories for the HP 

8153A lightwave multimeter and currently works on 
enhancements to the tunable light sources as well as 





on process development for optomechanical assem- 
blies Born m Sindelfmgen. Baden-Wurttemberg, 
Germany, he has a Diplom Ingenieur in mechanical 
engineering from the Engineering School in Esslingen 
His degree was awarded In 1982 He is named as an 
inventor m a patent on moving and positioning opti- 
cal filters Wolfgang is marned and has two children 
His outside interests include working on his home, 
volleyball, tennis, and alpine skiing 

Clemens Ruck 

A graduate of the University 
of Bonn, development engi- 
neer Clemens Ruck has a 
degree m physics, awarded 
in 1989 He joined HP's 
Bdblmgen Instrument Divi 
sion the same year, and con- 
tributed to the development 
of the HP8167A/68A tun- 
able laser sources. He's presently working on enhance- 
ments to these products, as well as designing optical 
systems. A native of Baden-Wurttemberg. Clemens 
was born in Freiburg and now lives in Bondorf He is 
married and has three children, which he says occupy 
most of his spare time. 

Rolf Steiner 

^^Ifr. I Rolf Steiner has been with 

production engineer respon- 
sible for the HP8167A/68A 
tunable laser sources. He 
received a Diplom Ingenieur 
from the Engineering School 
at Karlsruhe in 1989 and 
worked in the field of 
medical electronics before joining the HP Boblingen 
Instrument Division. Before attending the university, 
he served for fifteen months In ihe German army. A 
native of Nagold. Germany, Roll is married and has 
one son He breeds pheasants and doves and enjoys 
sports 

28 Laser Temperature Stabilization 
and Power Control 



Horst Schweikardt 

r| An R&D proiecl engineer al 

^^^^H HP's Boblingen Instrument 

LI Division, Horst Schweikardt 

Mf^/P has been with HP since 

hardware design of the HP 
8167A/68A tunable laser 
sources and the design of 
the power meter modules 
for the HP 8153A lightwave multimeter He also has 
served as a project leader for the HP 81 52A optical 
power meter and the HP 81521B optical head, and 
has headed project teams for the HP 214B pulse 
generator and other products He received his Diplom 
Ingenieur in electrical engineering from the Univer- 
sity ol Stuttgart in 1972 A native of Schwabisch 
Gmund. Baden-Wiirttemberg, he is married and has 
two children His hobbies include photography, 
mountaineering, and bowling. 







Edgar Leckel 

R&D project engineer Edgar 
leckel was responsible for 
the hardware design, instru- 
ment architecture, calibra- 
tion software, and develop- 
ment of measurement 
techniQues fo r the HP 
8167A/58A tunable lasei 
sources He received his 
Diplom Ingenieur m communications engineering 
from the University of Stuttgart in 1988 and joined HP 
the same year Edgar was born in Hildrizhausen, 
Germany and is now a resident of the Black Forest 
region He's married, likes to travel, and enjoys sports 
such as hiking, swimming, and soccer 

32 Dual-Output Laser Module 

Roger L Jungenman 

Roger Jungermans special 
interests include fiber op- 
tics, integrated optics, and 
acoustics He contributed to 
the development of the 
laser module for the HP 
8167A/68A tunable laser 
. sources He studied physics 
— «' at the University of California 
at Santa Cruz (BA 19781 and applied physics at Stan- 
ford University (MS 1 983 and PhD 1 985). At Watkins- 
Johnson Company, he worked on thin-film coating 
development, and then |omed HP's Microwave Tech- 
nology Division in 1985. One of his first assignments 
was developing surface acoustic wave devices Cur- 
rently, he is working in lightwave R&D Roger is the 
author of 20 journal articles and 20 conference papeis 
on fiber optics, optical modulators, microscopy, and 
microwave acoustics His work has resulted in three 
patents, two on optical modulators and one on a 
scanning optical microscope. He is a member of the 
IEEE, ihe SPIE. and the Optical Society of America 
Roger was born in Sacramento, California. He is 
married and enjoys bicycling and hiking 

David M. Braun 

Authnr's biography appears elsewhere in this section 
Kari K. Salomaa 

Kan Salomaa graduated 
from the Massachusetts 
Institute of Technology with 
a BSME degree m 1973 
Before coming to HP in 
1 982, he was a mechanical 
designer for several compa- 
nies, working on a diverse 
'* range of products from elec- 

tromechanical transducers to artificial kidneys. He 
contributed to the development of the tunable exter- 
nal cavity laser for the HP 81 B7A/6BA tunable laser 
sources and earlier worked an optical modulators and 
optical receivers. He is named as an inventor in a 
patent on an automated serial diluter developed for 
Ceius Corporation Kan is a native ol Helsinki, Finland 
and currently lives in Jenner. California, where he 
serves as community fire captain 
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William R. Trutna, Jr. 

Project manager Rick Trutna 
joined HP in 1980 He worked 
on IC process development 
during the first four years ot 
his HP career, then moved 10 
HP Laboratories, where he 
contributed to the develop- 
ment of the HP 81 45A optical 
time-domain reflectometer 
He was proiect manager for the group that developed 
the HP 8167A/68A tunable laser sources Rick is a 
member of the IEEE and is the author of 20 articles 
on optics, lasers, liber optics, and integrated circuit 
processing His work has resulted in eight patents on 
the same topics Born in Pasadena, Texas, he studied 
electrical engineering at the University of Texas at 
Austin |BSEE 1973) and at Stanford University (MSEE 
1974 and PhD 1979) He also did a year of postdoctoral 
work on laser isotope separation of uranium at the 
Max-Planck Institut fiir Quanten Optik In Garchmg, 
Germany. Rick is married, has two sons, and enjoys 
hiking in addition to spending time with his family 

Paul Zorabedian 

With HP Laboratories since 
1981, Paul Zorabedian has a 
BS degree in physics from 
Yale University (1974) and 
MS and PhD degrees in ap- 
plied physics from Stanford 
University 11976 and 1982) 
He investigated laser re- 
growth of silicon films be- 
fore joining the HP Labs photonics technology depart- 
ment, where he worked on the receiver for the HP 
8145A optical time-domain reflectometer His con- 
tribution to the HP 8167A/8168A tunable laser 
sources was the external-cavity semiconductor laser 
He has written a dozen technical papers, is named as 
an inventor in four patents related to external-cavity 
lasers, and is a member of the Optical Society ol 
America and the IEEE Paul was born in Providence, 
Rhode Island. His outside interests include swim- 
ming, bicycling, hiking, camping, kayaking, and 
ballroom dancing. 
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D. Howard Booster 

R&D project manager 
Howard Booster has held 
several positions since join- 
ing HP in 1974 He was re- 
sponsible for analog and 
microorcuit design on the 
HP 8672 and HP 8340 micro- 
wave sources, and then 
managed the team that in- 
troduced the HP 8340 to manufacturing production 
From 1984 to 1990. he established and managed the 
quality engineering department for HP's Lightwave 
Operation, and most recently was R&D project man- 
ager for the HP 8504A precision reflectometer A 
graduate of Stanford University, he received a BSEE 
degree in 1974 and an MSEE degree in 1975. He is a 
native of Corvallis, Oregon, is married, and has three 





daughters. His leisure interests include Scottish 
fiddle music and classical and pop piano He is a 
member of the San Francisco Scottish Fiddlers. 

Harry Chou 

Author's biography appears elsewhere in this section 
Michael G. Hart 

a Development engineer Mike 
Hart works at the HP Light- 
wave Operation and was 
responsible for firmware 
development for the HP 
8504A precision reflectome- 
ter. Since coming to HP in 
1984, he has developed 
firmware for the HP 8753 
network analyzer and the HP 8702 and HP 8703 light- 
wave component analyzers Most recently, he devel- 
oped software for the HP 8509 lightwave polarization 
analyzer An author of two previous HP Journal articles 
on lightwave instruments, his work has resulted In 
three patents related to lightwave component analyz- 
ers His professional interests also include user inter- 
face design for instruments Born in Sacramento, 
California, he is married, and has two children. He 
plays piano and organ and shares the organ playing 
duties at his church He also enjoys horseback riding 
and spends part ol his paycheck on his two horses. 

Steven J, Mifsud 

Born in San Francisco, Steve 
Mifsud studied mechanical 
engineering at the California 
Polytechnic State University 
at San Luis Obispo, graduat- 
ing in 1982 with a 8S degree 
in mechanical engineering 
Before joining HP's Network 
' Measurements Division in 

1985, he designed hard disk drives at Shugart Corpo- 
ration He worked on the HP 85070A materials probe 
and was on the mechanical design team for the HP 
8504A precision rellectometer at the HP Lightwave 
Operation Steve is married and has two children 

Rollin F. Rawson 

An R&D development 
engineer, Fred Rawson has 
contributed to the design of 
a series of HP instrument 
products, including sweep 
■ oscillators, scalar and vector 

^JW^^tw network analyzers, and light- 
^^^W wave component analyzers. 

He was the hardware de- 
signer for the HP 8504A precision reflectometer Fred 
was born in Laguna Beach, California and served in 
the U S Air Force for four years as a staff sergeant 
He |0med HP's engineering pool in 1960 before he 
graduated from San Jose State University with a BS 
degree in electrical engineering |1961|. He and his 
wife have four children and three grandchildren. For 
relaxation, he collects and refurbishes Studebakers 
and collects U S postage stamps. 
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Patricia A. Beck 

Hardware engineer Patti 
Beck works at HP's Light- 
wave Operation and is re- 
sponsible for process trans- 
fer between divisions for 
new lightwave products 
Since joining HP in 1990 she 
has worked on semiconduc- 
tor laser and diode design, 
fabrication, testing, packaging, and reliability Born in 
Atlantic City. New Jersey. Patti has a BS degree in 
applied physics from Stockton State College 11980) 
and MS and PhD degrees, also in applied physics, 
from Stanford University (1983 and 1991) Her dis- 
sertation work advanced the art of silicon microma- 
chmed sensors. Before joining HP she held research 
positions at Kirt Peak National Observatory and at 
AT&T Bell Laboratories, where she conducted research 
on topics such as solar energy, robotics, low temper- 
ature semiconductors, and recrystallized and porous 
silicon. She is a member of the American Physical 
Society and the IEEE, has published several technical 
papers, and her work has resulted in patents in the 
areas of robotics and semiconductors Her leisure 
activities include photography, charcoal sketching, 
travel, hiking and backpacking, the arts, other 
sciences and all varieties of puzzles 

52 Optical Reflection Measurements 



Harry Chou 

A design engineer with HP's 
Lightwave Operation, Harry 
_ _ _ Chou has worked on design, 

1 .7T <T» development, and testing of 
\\ yjL lightwave test instruments 
*\ since joining HP in 1989 

f '-JJ^Mf . Pas' projects include the HP 
* 8703 lightwave component 
analyzer and the HP 8504A 
precision reflectometer More recently, he has been 
responsible for testing the HP 8509 polarization 
analyzer He studied electrical engineering at the 
Massachusetts Institute of Technology, from which 
he received BS 11981 1, MS 11983), and PhD 11989) 
degrees His doctoral research was in the area of 
optically pumped solid-state laser materials. From 
1983 to 1984. he was with Codenoll Technology Cor- 
poration, where he was responsible for fabrication of 
semiconductor light sources He is the author of two 
HP Journal articles and has published papers m the 
areas of lasers, light sources, and mterferometry. His 
work has resulted in a patent on optical fiber mea- 
surement. Harry is married and enjoys hiking, sailing, 
skating, and visiting museums with his wife 




Wayne V. Sorin 




A native of British Columbia, 
Canada, Wayne Sorin joined 
HP Laboratories m1985. His 
academic degrees include a 
bachelor of science |1 978) 
and a bachelor of applied 
science in electrical engi- 
neering (1980) from the Uni- 
versity of British Columbia 
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He continued his studies at Stanford University, from 
which he received an MSEE degree in 1982 and a PhD 
degree m 1986 His work at HP involves research and 
development on optical fiber-based measurement sys- 
tems He demonstrated the technical feasibility of a 
precision refiectometer. which was the bas^s tor the 
HP 8504A precision 'eflec'ometer. and transferred tne 
technology to HP's Network Measurement Division 
Wayne has authored or coauthored 24 publications on 
optical fiber-based devices and systems and is listed 
as inventor or coirrventor in nine patents on the same 
topic He's a memoer of the IEEE and is currently inter- 
ested in applications of low-coherence mterferometry 
Wayne is married and has a seven-year old son He 
likes tennis and an occasional game of golf 

60 All-Haul OTDR 



Josef Beller 

*t I Project leader Josef Beller 

JK ^^^H has been with HP since 
^P^^^IHH ' 987 He received a Diplom 

W 7 Ingenieur m electrical engi- 

* (,-nng from the University 

^ of Stungart in 198:: and 

worked at the university as a 
research associate in digital 
signal processing while 
compleiing his doctoral degree (1987 1 He contributed 
to the design of the data acquisition and digital signal 
processing hardware lor the HP 8146A optical time- 
domain leflectnmeter, and now heads a team work- 
ing on OTDR enhancements He is the author of sev- 
eral papers on low-noise digital filters and noise 
reduction techniques, and his work has resulted in a 
patent related to the signal processing technique used 
in the HP 8146A OTDR Josef enjoys woodworking, 
making furniture, reading, backpacking, and hiking 

Wilfried Pless 

I Project manager Wilfried 
^^HHj^l Pless altended Ruhr Umvei 
^^^^^^Yifl sity at Bochum and received 

ft- t Ins Diplom Ingenieur in 

Tk £ T 1982 With HP since 1983, 

H^Cl. he worked on the firsi libaf- 

■^-^ optic pioducts developed at 
- V^r^ \ the Bdbiingen Instrument 
^ * v - Division, the HP 81 50A 
850-nm laser source and the HP 8151 A optical power 
meter He also contributed to the development of the 
signal processing technology for the HP 8145A opti- 
cal time-domain refiectometer After that he led the 
software team for the HP 8153A lightwave multi- 
meter and then became project manager for the HP 
8146A OTDR He's now a project manager lor photonic 
equipment and is the author of HP Journal articles 
related to Hie HP 8151 A and the HP 8153A Born in 
Haltern in Westfalia, Germany. Wilfried is married 
and has five children, the youngest are twins His 
hobbies include music and everything having tn do 
with personal computers 
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Josef Beller 

Aulhor's biography appears elsewhere in this sectmn 



With HP since 1989. 
Frank Mair? is R&D project 
manager tor OTDR activities 
a; tne Bdbiingen Instrument 
Division He was born in 
Waibimgen Baden- 
Wurttemberg. Germany 
and attended the University 
of Stuttgart from which he 
received a Diplom Ingenieur m 1988 He contributed 
to the development of the laser sources for the HP 
81 53A lightwave multimeter before working on re- 
ceiver hardware and analog nardware troubleshoot- 
ing for the HP 8146A His professional interests in- 
clude analog hardware, especially optoelectronics 
Frank enjoys opera, theater, and good food and wine 
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Robert Jahn 

Author's biography appears elsewhere in this section 
Harald Seeger 

Software engineer Harald 
Seeger was bom in Esslin- 
gen, Get many and attended 
the University of Karlsruhe, 
from which he received his 
Diplom Ingenieur degree in 
electronics in 1988 He has 
worked on several OTDR 
projects since joining HP's 
Bdbiingen Instrument Division In 1989. His contribu- 
tions to the HP 814BA OTDR include work on the dis- 
play and measurement firmware, the scan trace algo- 
rithm, and the PC software Harald enioys traveling 
and is interested In politics, ecology, and economics 
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Siegmar Schmidt 

Optics specialist Siegmar 
Schmidt has been with HP's 
Bdbiingen Instrument Divi- 
sion since 1984. He has a 
degree in physics Irom the 
Fnedrich Schiller University 
at Jena and worked in the 
field of optics before coming 
to HP He has coniiibuted to 
the development of the HP 8121011 and HP 81 31 OH 
optical isolators, the HP 81 57 A and 8158A/B optical 
attenuators, and the HP 81000AS/BS optical power 
splitters One of his receni projects was a new return 
loss module lor the HP 81 53A lightwave multimeter 
A patent has lesulied from his work on a variable 
optical attenuator Bom in Jena, Thuringen, Siegmar 
is married, has iwu sons, and lives In the Black Forest 
region His hobbies include boardsailing. swimming, 
and tennis 
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Randall King 

^^^^ I Hardware design engineer 

to ^^^B Oregon in 1979 ano an MSE 

J ^ in interdisciplinary 

■■■■■■J"*' ' ' University Df Washington 
More recently 1 1 991 1 he completed work for an MS 
degree in engineering managemeni from the National 
Technical University Before joining HP in 1984 he 
designed oceanographic instruments and was a tech- 
nician at Kin Peak National Observatory On his first 
HP assignment at the Signal Analysis Division, he 
was a reliability physics engineer Later, he managed 
environmental test and reliability physics laboratories 
for the Network Measurements Division He contrib- 
uted to the receiver design of the HP 83440 Series 
lightwave detectors. Randy has written two papers on 
reliability physics and is a coauthor of two others on 
astronomy He enjoys a variety of outside activities, 
including kart racing, hiking, gardening, mountain 
biking, and sailing 



David M. Braun 

A native of Shawano, 
^gfl^pw Wisconsin, hardware design 
^^■^^^ engineer David Braun re- 

W . I ceived a BSEE degree in 
» 1 978 and an MSEE degree 
in 1 980 from the University 
i * of Wisconsin After joining 

^IjjjW' HP in 1980. he worked on 

* test and process develop- 

ment for a high-speed photodetector and on develop- 
ment of a GaAs power MESFET He contributed to the 
mechanical design and optical launch design of the 
HP 83440 Series lightwave detectors and the laser 
antireflection coating process for the HP 8167A/B8A 
tunable laser sources David is the author or coauthor 
nl live articles and a conference papef on photodetec- 
tor antireflection coating design and measurement, 
GaAs MESFET design, and optical receiver design. 
Two patents have resulted from his work on low- 
reileciivity surface relief gratings for photodetectors 
He is a member of the Optical Society of America 
He is married, has three sons, and enioys bicycling, 
gardening, and basketball 

Stephen W. Hinch 

^^^^^ I R&D program manager 
f^B^S^ Sieve Hindi has held several 

J ■ positions since coming Id HP 

a production 
rf ' . engineer, he supported work 

for a number ol spectrum 
and network analyzer prod 
ucts Later, he was produc- 
iiniw Ilon engineering manager 
for microeleclronic components. As corporate man- 
ager for HP's surface mount technology program, he 
supervised the design and consolidation of HP's sur- 
face mount manufacturing sues After serving as 
R&D section manager for microwave accessories he 
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assumed his current position, in which he is responsi- 
ble for lightwave time-domain measurement instru- 
ments in HP's Lightwave Operation Steve's BS and 
ME degrees were awarded concurrently in 1974 by 
Harvey Mudd College. Claremont. California. A mem- 
ber of the Optical Society of America and the Surface 
Mount Technology Association, Steve is the author 
of a book on surface mount technology as well as 
numerous technical articles. He is married and has 
two children His leisure interests include swimming, 
mountain biking, backpacking, and large-format 
photography 

Karl Shubert 

With HPsince 1979. Karl 
Shubert was R&D project 
manager for the HP 83440 
Series lightwave detectors 
Earlier, he was an engineer- 
ing supervisor and manufac- 
turing section manager for 
fabrication of thin-film cir- 
cuits and surface acoustic 
wave devices. He graduated in 1979 from California 
Polytechnic State University at San Luis Obispo 
with a BSME degree Karl is married and has two 
daughters. His favorite pastimes include cabinetry, 
gardening, white water rafting, cross-country skiing, 
winemakmg, and cooking 
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David J. McQuate 

A design engineer at HP's 
Microwave Technology Divi- 
sion, David McQuate re- 
ceived a BS degree in phys- 
ics from Ohio University in 
1970 and MS and PhD de- 
grees m the same field from 
the University of Colorado at 
Boulder 11974 and 19771 He 
joined HP in 1978. Past projects include microwave 
spectrum analyzer design, GaAs FET characterization 
and modeling, optical modulator design, and design 
of a computer-aided fiber pigtailing system He con- 
tributed to the design and characterization of photo- 
receivers for the HP 83440 Series lightwave detectors 
Currently, he is working on a 50-GHz lightwave pro- 
duction frequency-response test system. David and 
his wife have two daughters. His leisure activities 
include music synthesizers, bicycling, backpacking, 
cross-country skiing, and gardening. 




Kok Wai Chang 




Born in Hong Kong, Bill 
Chang attended National 
Chung Kung University m 
Taiwan, from which he re- 
ceived a bachelor of science 
degree in physics in 1977 
He also studied physics at 
Cambridge University, Eng- 
land, for which he received a 



certificate of postgraduate study in 1978 His PhD in 
physics was awarded by Texas Christian University in 
1 982 He was a research associate at the University 
of Texas at Arlington before joining HP in 1 984 Past 
HP projects include work on an optical isolator, a fiber 
measurement technique, and magnetostatic wave 
devices He is currently working in the area of high- 
speed optical testing and was involved in testing and 
calibrating the HP 83440 Series lightwave detectors. 
Bill has written 20 papers in the areas of molecular 
spectroscopy, magnetostatic wave devices, optical 
isolators, and fiber-optic measurement and is named 
an inventor in five patents related to MSW devices 
and one on an optical isolator. He is a member of the 
IEEE and the Optical Society of America. He is mar- 
ried and has two sons and is a fan of the Oakland As 
baseball team 

Christopher J. Madden 

Chris Madden completed 
work for his PhD degree in 
electrical engineering at 
Stanford University in 1990, 
the same year he joined HP 
A member of the technical 
staff at HP Laboratories, he 
is working on the design, 
modeling, and testing of 
high-frequency p-i-n and FET devices and circuits for 
the HP 83440 Series lightwave detectors He is the 
author of several articles on picosecond electronics 
and optoelectronics and is a member of the IEEE. He 
moved to California from his home town near Boston, 
Massachusetts in 1981 
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